Title: Models of Accommodation Deficiency in Presbyopia Patients

Authors: 1. Mohit U. Karkhanis  
Department of Electrical and Computer Engineering, University of Utah, Salt Lake City, UT, USA.

2. Aishwaryadev Banerjee  
Department of Electrical and Computer Engineering, University of Utah, Salt Lake City, UT, USA.

3. Chayanjit Ghosh  
Department of Electrical and Computer Engineering, University of Utah, Salt Lake City, UT, USA.

4. Rugved Likhite  
Department of Electrical and Computer Engineering, University of Utah, Salt Lake City, UT, USA.

5. David Meyer  
John A. Moran Eye Center, University of Utah, Salt Lake City, USA.

6. Carlos H. Mastrangelo  
Department of Electrical and Computer Engineering, University of Utah, Salt Lake City, UT, USA.

Word count: 3553

Funded by: US National Institute of Health NIBIB 1U01EB023048-01 cooperative agreement.

Commercial Disclosures: None
Structured Abstract:

Purpose: We describe new phenomenological illumination-dependent static models of the accommodation deficiency for patients with presbyopia. Such models are suitable for vision restoration with adaptive-optics accommodating eyeglasses and contact lenses.

Methods: Data from fifteen participants over the age of 45 and diagnosed with presbyopia was collected. Participants were asked to wear a pair of mechanically-tunable eyeglasses and clearly identify the optotypes corresponding to the LogMAR 0.0 line on Early Treatment of Diabetic Retinopathy Study (ETDRS) charts, by suitably adjusting the optical powers of the lenses on these tunable eyeglasses for each measurement. Seven ETDRS charts, placed at distances from the patients varying from 4 m through 30 cm, were used under three chart illumination levels (75 lx, 500 lx and 800 lx). The optical power of the lenses in the patient-adjusted tunable eyeglasses was subsequently measured using a Shack-Hartman wavefront sensor for each chart, which provided the accommodation deficiency data of the participants.

Results: The measured accommodation deficiency data from 15 presbyopes was curve-fitted to a model for each patient. The calculated root-mean-square error values for the fitted models ranged between 0.09 D – 0.67 D over a 3.08D accommodation stimulus range.

Conclusions: The data shows that while accommodation deficiency in humans is a function of the stimulus, it is also strongly dependent on the object illumination and age of the patients. The models adequately describe the relation between static accommodation deficiency, accommodation stimulus and object illumination.

Introduction

A healthy human eye has the ability to accommodate vision to near and far targets. In the first two decades of life, accommodative amplitude of the human eye has been shown to remain relatively stable in the range of 7-10 D. Long term studies suggest this accommodative amplitude reduces almost linearly with progressing age and reaches to 0.5-1.5 D by the age of 50, ultimately causing visual impairment1–3 and presbyopia4. This continuous age-related irreversible accommodation degradation is specified by Duane’s loss curve4–7.

Currently presbyopia is treated utilizing multifocal and progressive corrective eyewear. The major difficulty with these approaches is that they severely reduce the in-focus field of view and in fact do not restore normal vision. Fundamental restoration of normal vision requires lenses that can change optical power based on the object distance as a normal human crystalline lens does. Recent advances in adaptive optical systems8 suggest that such smart
eyewear systems can be implemented in lightweight form for eyeglasses and more recently, contact lenses configurations. These advances in adjustable-focus lens technologies and low-power electronic systems have facilitated the development of accommodation-correction devices like smart-eyeglasses, which can provide automatic accommodation and potentially restore near-normal vision in presbyopes. Smart-eyeglasses consist of three main electronic components – sensors, embedded computing systems and adjustable focus lenses. They use a host of sensors to determine the object distance and the gaze (point of visual focus) of every eye. Using this data, the embedded computing systems within these devices can near-instantaneously change the optical power of the adjustable-focus lenses by performing quick calculations which use real-time sensor data and electronically-stored accommodation data of the patient. A recent study done in 2019 showed that the visual acuity of presbyopes improved while wearing a novel accommodation-correction device. The participants in that study also preferred wearing the accommodation-correction device over their regular prescription eyeglasses. These devices hold great promise as they can restore normal vision and improve the lives of billions of people affected by presbyopia.

An essential requirement for full accommodation restoration is detailed knowledge of the individual’s accommodation deficiency (AD). AD is the difference between the accommodation stimulus (reciprocal of the object distance) and the individual’s accommodation response (AR) and describes the amount of defocus error present in the individual’s ocular system. The adaptive eyewear can fully restore normal vision by compensating for this deficiency and thus negating the effects of presbyopia. While this correction concept can in principle be performed for any presbyopia affected individual, the procedure requires detailed measurement of the AD curve which may not be always practically feasible. However, this procedure can be simplified through the use of semi-empirical models which can be realized with just a few AD measurements. At present, such models are poorly understood. The objective of this paper is the development of accurate models for the AD curve that can be fitted to the individual AD characteristics, subject to various illumination and object distance conditions with as few measurements as possible. In the sections below we first briefly survey the existing models.
for AD in the literature and then discuss an improved set of models which can fit the characteristics of a broad set of individuals. Experimentally, we measure the AD characteristics of a set of 15 individuals to construct these models and we discuss the impact on the accuracy of the models and the AD restoration with them in terms of the vision improvement realized with the model in terms of the effective individual visual acuity.

Inadequacy of Current Accommodation Deficiency Models

A literature survey reveals a significant variation in the accommodation loss curve between individuals. Moreover, every individual’s eye behavior is characterized by its accommodation response curve which maps the accommodation stimulus (reciprocal of the object distance) to the actual change in the optical power exhibited by the eye. In an ideal eye, the slope of the accommodation response curve should be one, but as presbyopia develops, the response flattens to lower optical powers as seen in Figure (1).

![Accommodation Response Curve](image)

Figure 1. Example of typical S-type accommodation response curve for the human eye. The curve progressively flattens for higher powers with age.

Two different phenomenological models for the accommodation characteristics of presbyopes have been suggested so far which originate from the two major variants of the lenticular theory. In the Helmholtz-Hess-Gullstrand (HHG) theory, the loss in accommodation is completely attributed to the morphological changes in the lens and the lens capsule. In this
model, a constant amount of ciliary muscle contraction is required throughout life to produce a unit change in accommodation and the ciliary muscle’s contractive force is independent of the patient age. The accommodation response corresponding to HHG theory is shown in Figure (2A). The model depicts a near-ideal response to stimulus over the manifest zone and a sharp transition into a hard saturation region or the latent zone. As the amplitude of accommodation reduces only due to lenticular changes with age, an increasing amount of ciliary muscle contraction will produce no accommodation change as reflected in the nonresponsive latent zone. In contrast, the Donders-Duane-Fincham (DDF) theory attributes loss in accommodation with age to changes in the bio-mechanical properties of ciliary muscle. In DDF, the amount of ciliary muscle contraction necessary to produce a unit change in accommodation progressively increases with age. The reduction in accommodation amplitude with age is due to the progressive weakening of the ciliary muscle while the abilities of the lens and lens capsule remain unchanged. Thus, contradictory to HHG, the amount of potential ciliary muscle force in reserve progressively declines with age. Figure (2B) shows the corresponding accommodation characteristics of DDF.

Neither of the HHG or the DDF models is accurate although the HHG model shows qualitative flattening of a typical accommodation response characteristics which resembles observations in presbyopes. Furthermore, none of these established models include dependence on the ambient illumination level, which affects the dimensions of the pupil. With increasing illumination levels, the pupil size decreases, thereby increasing the depth-of-focus of the visual system and reducing the required amplitude of accommodation to focus on an object. One of the principal reasons why presbyopes tend to squint is because doing so improves their visual acuity at the expense of much lower brightness. At lower illumination levels, the pupil size increases, reducing the depth of field and requiring more accommodation amplitude. It has also been shown that accommodation depends on cone activity. As the illumination levels are progressively lowered, the slope of the accommodation response curve steadily decreases. Eventually the accommodative system ceases to function (accommodation response curve becomes flat) when the cones are completely shut down and
only the rods are active. Such illumination dependent presbyopic behavior has not been studied previously.

Realization of practical and robust accommodation-correction devices requires extraction of accurate accommodation deficiency models from the presbyopic population that can represent the deficiency loss with errors $< 0.5$ D as in the average person, the RMS aberration of the eye is approximately $0.33 \mu m$ which, according to the relation given by Watson and Ahumada, corresponds to a nearly $0.5$ D error. Furthermore, the accommodation amplitude in most presbyopes is small but non-zero and it cannot be ignored as this response plays a major role in the final quality of image produced by accommodation correction devices. Therefore, to perform high-quality accommodation correction, it is necessary to know the detailed behavior of the accommodation deficiency in presbyopes under different object distances (stimulus) and illumination conditions and subsequently implement these findings into more accurate accommodation-correction devices.
Material and Methods

Human Study Participants

Human study approval was acquired from the University of Utah Institutional Review Board (IRB_00114415), and experiments were performed according to the ethical standards laid down in the Declaration of Helsinki, 1964. A total of 15 presbyopic subjects aged 45 – 68 years were recruited from a population of patients from the University of Utah Moran Eye Center and associated clinics. All subjects provided informed, signed consent before entry into the study. A record on clinical trials performed in this study has been registered with ClinicalTrials.gov (NCT03911596). Individuals with astigmatism >1.0 D, artificial intraocular lenses, or those having any ocular pathology that would inhibit accommodation of their natural lenses were excluded. The recruited subjects had eyeglass prescriptions between -1.5 D and +2.5 D and were correctable to 20/20.

Study Procedure

Testing was carried out in a light proofed optometry exam room at the University of Utah Moran Eye Center. The visual task consisted of reading optotypes on 7 different ETDRS charts calibrated for 7 distances (4 m, 2 m, 1 m, 70 cm, 50 cm, 40 cm and 30 cm) under 3 chart illumination conditions (75 lx, 500 lx and 800 lx) using commercially available manually-tunable Adlens Hemisphere eyeglasses. Participants were assisted by the study staff in manually tuning the commercial tunable eyeglasses till they could correctly identify the optotypes corresponding to LogMAR 0.0 / 20/20 line on the ETDRS charts. Each lens in the eyeglasses was monocularly tuned before patients undertook the visual task binocularly under every test distance and illumination condition. To record the accommodation deficiency in participants, the optical power of the tuned lenses was measured every time using a Thorlabs WFS40 Shack-Hartmann wavefront sensor. Specially calibrated ETDRS charts, which were placed at distances of 1 m, 70 cm, 50 cm and 30 cm, were carefully designed and printed on high quality optical white paper. Chart retro-illumination was not used. Chart illumination was controlled using an LED studio lighting system which also provided diffused lighting for the exam room.
The correlated color temperature of the lighting system was fixed at 5000 K. Chart illumination level was kept constant while measuring the accommodation deficiency progressively from far (4 m) to near (30 cm) distances. Participants were tested under chart illumination levels of 500 lx, 800 lx and 75 lx, sequentially, and were given enough time to adjust their eyes before commencing the visual task. The study sessions lasted between 1.5 – 3 hours in duration.

Unified Accommodation Deficiency Model

The typical experimental curve for presbyopic accommodation response as shown in Figure (1) displays a saturation type of response with flat regions at low and high accommodation stimuli and an approximately uniform slope in between. This type of accommodation response (AR) characteristic can be represented by the sigmoid shifted logistic function:

\[ AR(AS, a, b, k) = \frac{a}{1 + e^{-k(AS - b)}} \]  

where \( a, b \) and \( k \) are 3 fitting parameters and variable \( AS \) represents the accommodative stimulus. The parameter \( a \) determines the accommodative amplitude of the individual i.e. the useful linear range of the experimental accommodation response curve. Parameter \( k \) determines range of stimuli for which the \( AR \) curve exhibits a linear response and parameter \( b \) corresponds to the midpoint of the non-flat accommodation stimulus range.

The accommodation response of presbyopes is a strong function of the illumination levels. Accommodation amplitude progressively reduces at lower lighting levels and ultimately approaches a fixed tonic value as shown by the experimental data in this article\(^3\). This degradation in the accommodation response is partially caused due to the increase in pupil diameter (\( d_p \)) and consequently, the reduction in the depth of field at low illumination levels\(^3\). We approximate an initial candidate model for accommodation response as:

\[ AR(d_p) \approx (AR(AS, a, b, k)) \cdot \frac{d_{p0}}{d_p} \]  

where \( d_{p0} \) is the pupil diameter at a certain pre-decided reference light level and ratio \( d_{p0}/d_p \) is proportional to the ambient illumination levels. Equation (2) indicates that as pupil diameter
decreases (high illumination levels), the accommodation response increases. This behavior is consistent with experimental evidence recorded by Ripps et al.38

Multiple clinical studies which describe the relation between pupil diameter and illumination level have been extensively reviewed by Watson and Yellot39. Out of the multiple models reviewed, the phenomenological De Groot-Gebhard model40 was found to be analytically simple yet precise in determining the relation between the pupil diameter and illumination levels. Using this model, the pupil diameter ratio in Equation (2) can be expressed as a function of illumination as:

$$\frac{d_{p0}}{d_p} \approx e^{(f(g+\log L)^3)}$$

(3)

where \(f\) and \(g\) are dimensionless fitting parameters and \(L\) is the illumination level. Using Equations (1), (2) and (3), we can finally approximate accommodation response as:

$$AR(AS, a, b, k, E, L) \approx \frac{a}{1 + e^{-k(AS-b)}} \cdot e^{(f(g+\log L)^3)}$$

(4)

Since the accommodation deficiency \(AD = AS - AR\), an illumination dependent accommodation deficiency model can be approximated as:

$$AD(AS, L) = E \left(AS - \frac{a}{1 + e^{-k(AS-b)}} \right) \times e^{(f(g+\log L)^3)}$$

(5)

with \(E\) as an additional dimensionless fitting parameter. It can be seen in Equation (5) that the sigmoidal accommodation response improves with increasing levels of object illumination, consistent with phenomenological studies conducted by Johnson33 and Lara et al.31

**Results**

A total of 15 subjects were recruited with mean (SD) age 54.6 (6.8) years. None of the participants exhibited astigmatism > 1.0 D, artificial intraocular lenses, or any other ocular pathology or surgery. Visual acuity of subjects was recorded in LogMAR after they completed the visual task using the manually-tunable adjustable-focus eyeglasses. Figures (3) – (5) show the corrected visual acuities of the subjects under varying accommodation stimuli and chart
illumination levels. None of the 15 subjects exhibited corrected visual acuity worse than +0.2 LogMAR (20/32 Snellen equivalent). In order to better relate an individual’s visual acuity to eyeglass prescription, visual acuity scores corresponding to spherical refractive errors of 0.25 D and 0.5 D were calculated. To restore normal vision in presbyopes, accommodation-correction devices should provide vision correction with maximum spherical refractive error of 0.5 D which in practice, is in the same order as the spherical equivalent of the average RMS aberration of human eyes. According to the relation between spherical refractive error and visual acuity given by Smith⁴¹, the minimum angle of resolution $A$ is related to the spherical refractive error $E$ as

$$A = k * D_{mm} * E$$  \hspace{1cm} (6)$$

Where $D_{mm}$ is the pupil diameter in mm and $k$ is a dimensionless constant with mean value of 0.83. Using Equation (6), for an average pupil diameter of 4 mm, spherical refractive errors of 0.5 D and 0.25 D yield visual acuity scores of +0.22 LogMAR and +0.08 LogMAR respectively. The blue and green lines in Figures (3) – (5) show these calculated visual acuity scores corresponding to spherical refractive errors of 0.5 D and 0.25 D, respectively. Corrected visual acuities falling within the blue region correspond to an acceptable spherical refractive error between 0.25 D and 0.5 D, while those falling within the green region correspond to a minimum desirable spherical refractive error of < 0.25 D in the accommodation-correction system.
Figure 3. Corrected Visual acuities of 15 subjects at every accommodation stimulus under 75 lux chart illumination.

Figure 4. Corrected Visual acuities of 15 subjects at every accommodation stimulus under 500 lux chart illumination.
Figure 5. Corrected Visual acuities of 15 subjects at every accommodation stimulus under 800 lux chart illumination.

Table (1) shows the recorded visual acuity of the subjects, averaged over all 7 distances, under the chart illumination levels of 75, 500 and 800 lux. A Wilcoxon signed-rank test was performed in MATLAB R2020a to determine the statistical significance of the changes in the observed corrected visual acuities under 75 lux and 800 lux. The improvement in the corrected visual acuities of subjects under a higher chart illumination level of 800 lux compared to 75 lux was found to be statistically significant ($p = 0.0122, \alpha = 0.05$).

<table>
<thead>
<tr>
<th>Corrected VA (75 lux)</th>
<th>Corrected VA (500 lux)</th>
<th>Corrected VA (800 lux)</th>
</tr>
</thead>
<tbody>
<tr>
<td>-0.04</td>
<td>-0.05</td>
<td>-0.01</td>
</tr>
<tr>
<td>0.01</td>
<td>-0.07</td>
<td>0.01</td>
</tr>
<tr>
<td>0.01</td>
<td>-0.04</td>
<td>-0.07</td>
</tr>
<tr>
<td>0.01</td>
<td>0.0</td>
<td>-0.02</td>
</tr>
<tr>
<td>0.02</td>
<td>0.0</td>
<td>-0.02</td>
</tr>
<tr>
<td>0.02</td>
<td>0.0</td>
<td>-0.04</td>
</tr>
<tr>
<td>0.01</td>
<td>0.0</td>
<td>0.0</td>
</tr>
<tr>
<td>0.04</td>
<td>0.0</td>
<td>0.0</td>
</tr>
<tr>
<td>0.02</td>
<td>0.0</td>
<td>-0.04</td>
</tr>
<tr>
<td>0.04</td>
<td>0.0</td>
<td>-0.02</td>
</tr>
<tr>
<td>0.0</td>
<td>0.0</td>
<td>0.0</td>
</tr>
<tr>
<td>0.0</td>
<td>0.02</td>
<td>0.02</td>
</tr>
<tr>
<td>0.01</td>
<td>0.0</td>
<td>-0.01</td>
</tr>
<tr>
<td>0.01</td>
<td>-0.01</td>
<td>0.01</td>
</tr>
</tbody>
</table>

Table 1. Average corrected visual acuities of 15 patients under 3 chart illumination levels.
To study the accommodation deficiency characteristics in presbyopes, the observed accommodation deficiencies or defocus errors of the subjects were plotted against the accommodation stimulus (reciprocal of the chart distance). Figures (6), (7) and (8) show the observed accommodation deficiencies under chart illumination levels of 75 lux, 500 lux and 800 lux, respectively. It was found that the accommodation deficiency kept increasing with increasing accommodative effort, under all 3 illumination conditions.

Figure 6. Measured accommodation deficiencies for 15 patients (30 eyes) under 75 lux chart illumination.
Figure 7. Measured accommodation deficiencies for 15 patients (30 eyes) under 500 lux chart illumination.

Accommodation deficiency amplitude, which refers to the total change in the accommodation deficiency for an applied stimulus range, was also studied for every patient. Figure (9) shows the deficiency amplitudes for 15 subjects’ left and right eyes under different illumination levels. It also shows that for few patient’s eyes, the deficiency amplitude at 800 lux was greater than
that at 500 lux. This seems counter-intuitive as accommodation deficiency decreases under higher object illumination levels due to improved depth of focus. However, there are some clues to explain this discrepancy. As light enters the eye, part of its energy is scattered in the crystalline lens\(^4\) and gives rise to a phenomenon called disability glare\(^44,45\). Disability glare is a physiological glare which generally impairs vision, decreases visual acuity without causing any discomfort\(^46\) and decreases contrast sensitivity\(^47\). Due to anatomical changes in the visual system with age\(^48-51\), senior people were found to be more sensitive to glare\(^52-55\). This could possibly explain why some eyes in this study exhibit higher accommodation deficiency amplitudes at 800 lux chart illumination compared to those at 500 lux chart illumination.

**Figure 9** Observed accommodation deficiency amplitudes for 15 patients (30 eyes) under various illumination conditions. The eyes are sorted according to their deficiency amplitudes at 500 lux.

A Wilcoxon signed rank test\(^42\) was performed in MATLAB R2020a to determine the significance of the change in the accommodation deficiency amplitudes for both eyes under 2 different illumination levels of 75 lux and 800 lux. The deficiency amplitudes for both eyes were found to be lower for 800 lux chart illumination level compared to 75 lux chart illumination (left eyes: \(p < 0.001, \alpha = 0.05\), right eyes: \(p < 0.001, \alpha = 0.05\)).
The observed accommodation deficiency data for each eye of all subjects were curve-fitted to Equation (1) utilizing the Levenberg-Marquardt nonlinear fitting algorithm\textsuperscript{56,57} in MATLAB R2020a. This yielded a separate characteristic equation and curve for every eye of every subject. Curve fits are usually analyzed with the $R^2$ (goodness of fit / coefficient of determination) metric, however, this alone cannot determine whether the coefficient estimates are biased\textsuperscript{58} and we therefore require additional assessment of the residual plots after curve-fitting. A modified version of this parameter, called the adjusted-$R^2$, is a parameter which has been adjusted for the number of curve-fitting coefficients\textsuperscript{59} and is always lower than the $R^2$. Accordingly, to account for the number of coefficients in the presented model, the adjusted-$R^2$ metric was used to analyze the curve fits. Figure (10) shows the monocular deficiency characteristics for 4 subjects under 500 lux chart illumination level recruited in the study. The adjusted-$R^2$ (goodness of fit) values for 15 subjects ranged between 0.71 – 0.99 and the root-mean-square error was found to be between 0.03 D – 0.67 D.

![Figure 10: Monocular accommodation deficiency responses and corresponding model fits for different eyes of 4 subjects. The data have been fitted to Equation (1).](image-url)
Discussion

Focus-tunable eyewear will likely replace the existing multifocal and progressive eyeglasses in the near future. It is critical that such eyewear be tested on presbyopia patients to evaluate the quality of vision correction which they can provide. However, only one study\textsuperscript{11} has been done so far to evaluate the visual acuity of presbyopes while wearing such devices. To this end, visual acuities of subjects were measured while performing the visual tasks with manually-tunable adjustable-focus eyeglasses. The results of our study show that the corrected visual acuities of all subjects were mostly equal to or better than +0.1 LogMAR (20/25 Snellen equivalent) under all stimulus and illumination conditions. In optometry, visual impairment is defined as visual acuity of worse than +0.3 LogMAR or 20/40 Snellen equivalent\textsuperscript{60}. Since the corrected visual acuities of subjects while wearing tunable eyeglasses were better than the visual impairment value, it could be said that the next generation focus-tunable eyewear are indeed a promising replacement to the current eyewear technologies and can provide better vision correction under a host of stimulus and illumination conditions.

A large number of articles written so far have attempted to describe the various mechanisms of presbyopia\textsuperscript{20,21,27,61–64}, and they report a steady deterioration in the accommodation response characteristics of the human eye with increasing age and accommodation stimulus\textsuperscript{1–7,64–68}. Our study demonstrated that changes in object illumination levels across all object distances also have a significant effect on the corrected visual acuities of presbyopes. The mean visual acuity scores across all distances improved as the chart illumination was increased from 75 lux to 800 lux. These results are consistent with findings of extensive studies demonstrated previously\textsuperscript{69–77}. The findings of our study are also consistent with those conducted in these articles\textsuperscript{31,33}, where the authors found progressive reduction in the accommodation amplitude with a reduction in target luminance. This intuitively translates to an increase in the AD with reduction in the level of illumination, which can be seen in the results of our study. The improvement in the corrected visual acuity and the AD at higher
illumination levels can be explained by the formation of a smaller blur on the retina due to a
decrease in pupil diameter and its effects on the depth-of-focus on the human visual system.31
This article demonstrates the capability of the presented accommodation deficiency model
based on the applied accommodation stimulus and the illumination level. 93% of the 30 eyes
under examination fit the accommodation deficiency model with root-mean-square error less
than 0.5 D. It has been noted in literature that the human eye cannot perceive blur if the
defocus error is less than the depth-of-focus of the eye (± 0.45 D – 1.76 D). Therefore, the
analytical model presented in this paper has the potential to accurately describe the
accommodation deficiency in presbyopes.

Conclusions
Presbyopia is an inevitable reality in humans. Adjustable-focus eyewear, which are the future
of vision correction technologies, have a crucial role to play in restoring accommodation in
presbyopes. However, to perform accurate accommodation correction in such eyewear, a
precise understanding of the accommodation deficiency in patients is necessary.
Accommodation deficiency data for presbyopic patients under 3 different object illumination
conditions has been presented for the first time in literature. This data shows that while
accommodation deficiency in humans is a function of the stimulus, it is also strongly dependent
on the object illumination. Furthermore, an illumination-dependent model which potentially
describes the relation between static accommodation deficiency, accommodation stimulus
and object illumination has also been presented in this article. This phenomenological model
can be used in accommodation correction devices to partially restore accommodation in
presbyopes.

References
3. Ramsdale C, Charman WN. A longitudinal study of the changes in the static accommodation


22. von Helmholtz H. *Helmholtz’s Treatise on Physiological Optics, Vol 1 (Trans. from the 3rd German Ed.).* Optical Society of America; 2011. doi:10.1037/13536-000


50. Curcio CA, Owlsley C, Jackson GR. Spare the rods, save the cones in aging and age-related...


