Direct detection of microorganisms responsible for the sexually transmitted infection on the mobile real-time PCR device without treating in advance

Masaaki Muraoka1*, Kazunori Sohma1, Osamu Kawaguchi1, Mikio Mizukoshi1

1Certified Non-Profit Organization Biomedical Science Association, 2-20-8, Kamiosaki, Shinagawa-ku, Tokyo, Japan

*Correspondence: yosami.muraoka@gmail.com

Keywords: sexually transmitted infection; Chlamydia trachomatis; Neisseria gonorrhoeae; Treponema pallidum; direct real-time PCR; rapid; quick; simple; easy; mobile
ABSTRACT

As WHO reported, four curable STIs-chlamydia, gonorrhoea, syphilis and trichomoniasis occur more than 1 million per each day globally among 2016. For this reason, it is important to control these STIs, one of which is “to detect”. The general methods in order to detect STIs are nucleic acid amplification tests (NAATs). One of the reasons why NAATs are utilized in many tests is that it is possibly to be more sensitive than other test. However, there needs to treat extraction of nucleic acids in advance and amplify specific regions by NAATs, and hence it must take much labour and much time. In this work, for Chlamydia trachomatis (CT), Neisseria gonorrhoea (NG) and Treponema pallidum (TP) which is each etiological agent of chlamydia, gonorrhoea and syphilis, we evaluate and propose “quicker and simpler” NAATs. Specifically, utilizing mobile real-time PCR device “PCR1100” and PCR reagent kit “KAPA3G Plant PCR Kit”, it was considered whether real-time direct PCR could be performed or not without treating DNA extraction in advance so-called “direct”.

As a result, firstly, we established that real-time direct PCR could be performed in all of CT, NG, and TP, and moreover, each Ct value correlated with the concentration of each organism similarly to detection of genome DNA (each correlation coefficient R² > 0.95). Moreover, each assay demonstrated a limit of detection (LOD) of the follows; CT was 10^0.86 = 7.24 IFU/reaction, NG was 10^-0.19 = 0.65 CFU/reaction, and TP was 10^1.4 = 25.1 organisms/reaction. However, it appeared the sensitivity was a little low, especially for CT and TP.

Secondly, we found that even as without treating sample in advance, the time of detection was required more less 15 minutes at any of case, which was very quick compared with other current methods for real-time PCR. Additionally, compared with other commercial devices, it was easier to operate the PCR1100 device, for example, start, analysis of Ct value.
In conclusion, the present study has demonstrated that it is possible for real-time direct PCR to perform with combination of the PCR1100 device and the PCR reagent kit in 3 kinds of microorganisms-CT, NG and TP. Furthermore, we propose “quicker and simpler” methods for NAATs, which it would not take labour and time. Further studies are needed in order to contribute to control STIs.

INTRODUCTION

According to the World Health Organization (WHO) global estimates for 2016, there were approximately 376 million for new infections of four curable STIs-chlamydia, gonorrhoea, syphilis and trichomoniasis; therefore, globally, more than 1 million of these STIs occur each day [1, 2]. These STIs cause acute urogenital conditions such as cervicitis, urethritis, vaginitis and genital ulceration. Chlamydia and gonorrhoea can cause serious short- and long-term complications, including pelvic inflammatory disease, ectopic pregnancy, infertility, chronic pelvic pain and arthritis. On the other hand, syphilis in adults, can cause neurological, cardiovascular and dermatological disease, and in pregnant, is the second leading cause of stillbirth globally, and moreover, results in prematurity, low birthweight, neonatal death, and infections in newborns [1, 3].

For chlamydia that etiological agent is *Chlamydia trachomatis* (CT), in 2016, new infection occurred with rate of 3.8 % females and 2.7 % males among 15–49 ages worldwide, especially with high rate in the African and Americas Regions [1, 2]. For gonorrhoea that etiological agent is *Neisseria gonorrhoeae* (NG), in 2016, new infection occurred with rate of 0.9 % females and 0.7 % males among 15–49 ages worldwide, and moreover, with the highest magnitude in the African Region. Co-infection with chlamydia is detected in 10–40 % of people with gonorrhoea [1, 4]. For syphilis that etiological agent is *Treponema pallidum* (TP), among reporting countries for 2019, an average of 3.2 % of antenatal care attendees were presumed to be positive.
Furthermore, an average of 10.8% of sex workers tested were diagnosed with active syphilis [5]. STIs is spreading even now rather than the infection of the past as described, and moreover, the fact was also reported that almost half of incident STIs occurred in persons aged 15–24 years for 2019 [6]; therefore, it is very important to continue to control STIs in the future. In fact, the STIs control would be contributable to progress towards several Sustainable Development Goals (SDGs) related the health, such as "Goal 3: Good health and well-being" [7].

The detection of STIs is one of the important things as the STIs control, thus there have been a lot of methods in depending on specific substance. Throughout the last several decades, nucleic acid amplification tests (NAATs) have been developed. NAATs have the advantage of depending on nucleic acid materials only without requiring viable or intact organisms. For the diagnosis of chlamydia and gonorrhoea, especially, is generally more sensitive than culture method [8, 9, 10, 11]. For syphilis, NAATs have been utilized to examine specimens from any lesion exudate, tissue, or body fluid, and moreover, blood depending on syphilis stage [11, 12].

As seen from above, one of the reasons why NAATs are utilized in many tests is that it is possibly to be more sensitive than other test. However, there needs to treat extraction of nucleic acids in advance and amplify specific regions by NAATs, and hence it must take much labour and much time.

It was our object in this time to contribute the STIs control, one of which to improve NAATs method to classify STIs efficiently. Specifically, the goal of this study was to perform to construct that the system of real-time PCR could be utilized to detect each target organism for shorter time, moreover, without special treating DNA from samples in advance.

As follows in this paper, we evaluate and propose “quicker and simpler” method, suitable for the actual occasion and useful to control STIs effectively.
MATERIALS AND METHODS

Preparation of each strain

Chlamydia strain

CT strain UW-36/Cx (ATCC® VR-886™) was purchased from American Type Culture Collection (ATCC, USA). It was received 1 mL as frozen in a vial, which titer was $7.3 \times 10^6$ IFU/mL. To perform to evaluate the study this time, it was thawed at 37 °C, of which, 50 μL was diluted with 450 μL of Dulbecco's Phosphate Buffered Saline without Ca and Mg, liquid (D-PBS (-)) (Nacalai Tesque, Inc., Japan), so that 10-fold was prepared. In the same way, it was followed to prepare decimal serial dilutions.

Neisseria strain

NG was kindly provided by National Institute of Infectious Diseases (NIID, Japan). It was received as the preserved gelatin-disk, which titer was $6.45 \times 10^6$ CFU/disk. To perform to evaluate the study this time, it was dissolved per gelatin-disk with 1 ml of D-PBS (-) by mixing at 37 °C for 10 minutes. The dissolved suspension was the basis as undiluted, of which, 50 μL was diluted with 450 μL of D-PBS (-), so that 10-fold was prepared. In the same way, it was followed to prepare decimal serial dilutions.

Treponema strain

TP was kindly provided by Tokiwa Chemical Industries Co. Ltd. (Japan). It was received 0.2 mL per vial as frozen, which titer was $2.54 \times 10^9$ organisms/mL. To perform to evaluate the study this time, it was thawed at 37 °C, of which, 10 μL was diluted with 90 μL of D-PBS (-), so that 10-fold was prepared. In the same way, it was followed to prepare decimal serial dilutions.

DNA extraction
Each DNA was extracted from undiluted sample microbial by a commercial kit (QIAamp DNA Mini Kit, QIAGEN N.V., Netherlands). It was utilized 180 µL of thawed solution for CT, a sheet of gelatine-disk for NG, and 50 µL of thawed solution for TP. Following extraction, each extracted DNA was utilized to prepare decimal serial dilutions with TE buffer Solution (pH8.0, Nacalai Tesque, Inc., Japan).

**Primer and Probe**

To detect each microorganism by NAATs, we adopted the real-time PCR by hydrolysis probes commonly also referred to as TaqMan™. For CT and NG, the commercial kit (Chlamydia/Neisseria gonorrhoeae TaqMan Probe/Primer and Control Set, Norgen Biotek Corp., Canada) was utilized. This kit was contained the two kinds of probes, which one labelled with FAM fluorescent dye could detect CT, and the other labelled with Cy5 fluorescent dye could detect NG. Whereas, for TP, the other commercial kit (Treponema pallidum genesig® Detection Kit, Primerdesign™ Ltd., UK) was utilized, which contained the probe labelled with FAM fluorescent dye.

**Real-time PCR**

As previously reported [13], taking account of quickness and easiness, PCR in all of this trials were performed with mobile real-time PCR device PCR1100 (Nippon Sheet Glass Co. Ltd., Japan). KAPA3G Plant PCR Kit (Kapa Biosystems, Inc., United States) was utilized as the real-time PCR reagent of all trials in this, which it was showed the most adequate in all current commercial enzyme kits when preliminary comparative trials performed for the PCR1100 device (data not shown). As briefly describe the composition of PCR reagent, for CT and NG, 1 µL of a sample (extracted DNA samples or raw samples) was amplified in a 17 µL reaction solution containing 1x KAPA Plant PCR Buffer, 0.85 µL of 25mM MgCl₂.
0.6 μL of 2.5 U/μL KAPA3G Plant DNA Polymerase (KAPA3G Plant PCR Kit), 2.0 μL of Chlamydia/Neisseria Primer & Probe Mix (Chlamydia/Neisseria gonorrhoeae TaqMan Probe/Primer and Control Set). Whereas, for TP, 1 μL of a sample (extracted DNA samples or raw samples) was amplified in a 17 μL reaction solution containing 1x KAPA Plant PCR Buffer, 0.85 μL of 25mM MgCl₂, 0.6 μL of 2.5 U/μL KAPA3G Plant DNA Polymerase (KAPA3G Plant PCR Kit), 1.5 μL of TP specific primer / probe mix (Treponema pallidum genesig® Detection Kit). With preliminary tested, each composition was optimized by positive controls in each kit (data not shown).

The PCR condition applied in present work was programmed as follows: in CT and NG, the reaction was initially maintained at 95 °C for 15 seconds for enzyme activation, followed by 50 cycles of denaturation at 95 °C for 3.5 seconds and annealing simultaneous with extension at 60 °C for 15 seconds; in TP, the reaction was initially maintained at 95 °C for 15 seconds for enzyme activation, followed by 50 cycles of denaturation at 95 °C for 3.5 seconds and annealing simultaneous with extension at 61 °C for 9 seconds. With preliminary tested, each condition was optimized by positive controls in each kit (data not shown). Incidentally, the procedure of PCR1100 device was according to previously reported [14].

RESULTS

*Evaluation with the extracted DNA*

To begin with, when utilized this method including PCR1100 device, KAPA 3G Plant Kit, and commercial detection kit for CT, NG, and TP, it needed to evaluate whether correctly detecting or not. For this reason, DNA was extracted, purified, and concentrated from each of three kind of microbes followed by being utilized for the evaluation. Evidently from the data, it was possible to detect each of three kind of microbes, and moreover, each Ct value was quantitatively correlated with decimal serial dilutions (the correlation coefficient R² >
0.99) (Fig. 1). These results indicated that this method could be applied to evaluate whether the unprocessed sample could be utilized or not. Moreover, the time of detection was required more less 15 minutes at any of case.

**Detection in the raw sample**

To close, even as without treating in advance such as extraction, purification and concentration of DNA, it evaluated whether correctly detecting each of three kind of microbes or not. Evidently from the data, it was possible to detect each of three kind of microbes, and moreover, each Ct value was quantitatively correlated with decimal serial dilutions (the correlation coefficient $R^2 > 0.95$) (Fig. 2). Each assay demonstrated a limit of detection (LOD) of the follows; CT was $10^{0.86} = 7.24$ IFU/reaction, NG was $10^{-0.19} = 0.65$ CFU/reaction, and TP was $10^{1.4} = 25.1$ organisms/reaction. These results indicated that each of three kind of microbes could be directly detected by utilizing this method. Moreover, even as without treating in advance, the time of detection was required more less 15 minutes at any of case.

**DISCUSSION**

In this work, we had main objects to construct new methods for detection against each organism included in STIs by real-time PCR without extraction, concentration and purification of DNA from each sample, and moreover, to assess whether it was quick and simple to judge. Therefore, as previously reported [13], taking account of quickness and easiness, PCR in all of trials this time were performed with mobile real-time PCR device PCR1100 device. Simultaneously, KAPA3G Plant PCR Kit was utilized as the real-time PCR reagent of all trials in this since it was showed the most adequate for the PCR1100 device in all current commercial enzyme kits. Moreover, it was possible for this kit to perform direct PCR from crude plant
samples such as leaf discs, seed samples, and other plant tissue types [15], hence it was considered whether other organisms could be utilized.

Firstly, it was necessary to determine the optimal method combined with the PCR1100 device about the commercial detection kit of each organism. Hence, each method was optimized by positive controls in each kit, followed by evaluating whether genome DNA extracted from each organism could be detected or not. As the result, combined with the PCR1100 device, it was proved that the kit selected was able to be utilized, furthermore, it was established that each Ct value correlated with the concentration of each genome DNA (each correlation coefficient $R^2 > 0.99$) (Fig. 1). Accordingly, the optimal method was determined to utilize to assess subsequently. However, the concentration of each genome DNA was not measured, hence each LOD per concentration could not be determined this time. As soon as it was measured, each LOD must be determined, thereby, the sensitivity to each genome DNA could be revealed and compared with other real-time PCR devices.

In the next try, we assessed the method for real-time PCR without treating DNA in advance, so-called real-time direct PCR. As illustrated in Figure 2, it was found that real-time direct PCR could be performed in all of CT, NG, and TP, and moreover, each Ct value correlated with the concentration of each organism similarly to detection of genome DNA (each correlation coefficient $R^2 > 0.95$). It was evident from these that when combined PCR1100 device with KAPA3G Plant PCR Kit, each raw sample could be detected with high correlation against each concentration as same as extracted genome DNA. Given the information of each LOD, however, it appeared the sensitivity was a little low, especially for CT and TP. As previously reported, CT count for swab samples was 450 IFU/100 μL from cervical specimens of women and 72 IFU/100 μL from urethral specimens of men [16], and the dark-field microscopy of the ulcers among methods utilized for direct detection of TP is relatively insensitive, which of sensitivity
is approximately $10^5$ organisms/ml [17]. There are room for improvement, example for increase of sample volume. The improvement of sensitivity requires further investigation.

Meanwhile, even as without treating in advance, the time of detection was required more less 15 minutes at any of case, which was very quick compared with other current methods for real-time PCR. This work indicated that these methods reduced time to detection by up to from 50 to 80 per cent compared with existing methods [18, 19, 20, 21]. Additionally, compared with other commercial devices, it was easier to operate the PCR1100 device, for example, start, analysis of Ct value. Several literatures suggest that self-collection of samples for use with NAATs may increase uptake of screening and reduce the burden of clinical time [11, 22, 23]. Considering the evaluation this time, this method would help doing self-collection of samples followed by self-detection in the place, and hence could contribute to control STIs. However, when making it easy for anyone to do self-detection, it must be needed to create and provide the special reagent. Moreover, further studies are needed to yield any findings about directly detection, namely, it should be evaluated for each biopsy specimen such as cervicitis, urethritis, vaginitis and genital ulceration, and moreover, rectum and pharynx. As a result, each method in this work would contribute to control STIs.

Finally, in this work, it could not evaluate Trichomonas vaginalis (TV) that is etiological agent for trichomoniasis among four curable STIs. The 2016 global prevalence of trichomoniasis estimates were 5.3% in women and 0.6% in men, thus this cannot be ignored [1]. Although Trichomoniasis may cause an abnormal vaginal discharge in women and be responsible for few cases of non-gonococcal urethritis in men, it may be asymptomatic in at least 50% of women, and 70–80% of men [11, 24]. For detection of TG, NAATs offer the greatest flexibility in sample collection methods as well as the highest sensitivity of all available diagnostic methods [25, 26, 27]. Moreover, residual genital samples for diagnosis of CT and NG utilizing NAATs are appropriate for detection of TG similarly [28]. For these reasons, it is possible to detect four
curable STIs with utilizing multiplex, simultaneously. It was our object in this time to contribute to control four curable STIs. For this reason, it was proposed to be possible for the new NAATs method to identify STIs efficiently, especially "quicker and simpler". Simultaneously, further studies are needed in order to make progress sustainably.

STUDY DESIGN

When each sample in this work was assessed in the real-time PCR (PCR1100, Nippon Sheet Glass Co. Ltd., Japan), a ten-fold dilution series of positive control DNA (Chlamydia/Neisseria gonorrhoeae TaqMan Probe/Primer and Control Set, Norgen Biotek Corp., Canada, and Treponema pallidum genesig® Detection Kit, Primerdesign™ Ltd., UK) was indicated with high relativity to Ct value on the mobile real-time PCR device PCR1100 (This correlation coefficient R² > 0.99) the same as on the another device.

ACKNOWLEDGEMENTS

We thank Shunsuke Sejima at Certified Non-Profit Organization Biomedical Science Association for technical comments, and Takashi Fukuzawa in an ex-employee at Nippon Sheet Glass Co. Ltd. for technical comments.

AUTHOR CONTRIBUTIONS

M. Muraoka conceived, designed experiments, performed experiments, analysed the data and wrote the manuscript. K. Sohma performed experiments and analysed the date. O. Kawaguchi conceived and designed experiments. M. Mizukoshi conceived and provided specimens. All authors also participated in the editorial process and approved the manuscript.

ETHICS STATEMENT
This study did not contain any studies involving human participants and animals performed by any of the authors.

COMPETING INTERESTS

The authors declare that no competing interests exist.

REFERENCES


Fig. 1. The correlation of each dilution and Ct value when the PCR1100 device utilized to detect extracted DNA. x: $\log_{10}$ Dilution rate; y: Ct value
Fig. 2. The correlation of each concentration and Ct value when the PCR1100 device utilized to detect raw sample. x: log_{10} Concentration; y: Ct value