Simulation of aerosol and droplet spread during upper airway and gastrointestinal endoscopy

Johannes Heymer¹; Florian Dengler¹; Alexander Krohn¹; Christina Jaki²; Tobias Schilling¹; Martina Müller-Schilling³; Arne Kandulski³*; Matthias Ott¹

¹ Department of Interdisciplinary Emergency and Intensive Care Medicine, Klinikum Stuttgart, Stuttgart, Germany
² Simulation Center STUPS, Klinikum Stuttgart, Stuttgart, Germany
³ Department of Internal Medicine I, Gastroenterology, Hepatology, Endocrinology, Rheumatology and Infectious diseases, University Hospital Regensburg, Regensburg, Germany

* These authors share authorship

Corresponding author:
Dr. Matthias Ott
Department of Interdisciplinary Emergency and Intensive Care Medicine
Klinikum Stuttgart
Kriegsbergstr. 60
70174 Stuttgart, Germany
ma.ott@klinikum-stuttgart.de

Abstract:

Objective: Aerosols and droplets are the main vectors in transmission of highly contagious SARS-CoV-2. Invasive diagnostic procedures like upper airway and gastrointestinal endoscopy have been declared as aerosol generating procedures. Protection of health care workers is crucial in times of COVID-19 pandemic.

Methods: We simulated aerosol and droplet spread during upper airway and gastrointestinal endoscopy with and without physico-mechanical barriers using a simulation model.

Results: A clear plastic drape as used for central venous access markedly reduced visualized aerosol and droplet spread during endoscopy.

Conclusion: A simple and cheap drape has the potential to reduce aerosol and droplet spread during endoscopy. In terms of health care worker protection, this may be important particularly in low- or moderate-income countries.

NOTE: This preprint reports new research that has not been certified by peer review and should not be used to guide clinical practice.
Introduction

Since severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) is highly contagious, health care workers (HCW) are at risk for infection during COVID-19 pandemic[1–3]. The use of personal protection equipment (PPE) reduces infection risk for HCW[1,3]. Therefore, adequate PPE is crucial for reducing morbidity and potential mortality and maintaining healthcare system capacity[1,4,5]. Respiratory aerosols and droplets are the main vectors in SARS-CoV-2 transmission and pathogenesis[6–9]. There is still a matter of debates on aerosol generating medical procedures. Invasive diagnostic procedures like esophagogastroduodenoscopy (EGD) have been declared as aerosol generating procedures (AGP) by different professional societies[9–17]. With that knowledge, interests in infection-prevention for HCW being highly exposed to droplets and aerosols have been increased during the different stages of SARS-CoV-2 pandemic. Besides adequate PPE, contact time and proximity, mechanical barriers are effective strategies to reduce infection risk[9].

In our study, we visualized potential aerosol and droplet spread during upper airway endoscopy with or without physico-mechanical protection.

Materials and Methods

We used a modified manikin for difficult airway management to simulate, visualize and photo documentation of aerosol and droplet spread during upper airway endoscopy which has been used previously for this purpose during airway management and cardiopulmonary resuscitation[18]. A standard bronchoscope (Olympus BF Type P40, Olympus Europa SE & Co. KG, Hamburg, Germany) was placed into the pharynx of the modified manikin by a professional to simulate the starting position of upper gastrointestinal endoscopy or bronchoscopy, respectively. To simulate the aerosol spread during pharyngeal intubation during upper endoscopy (regardless if upper gastrointestinal or upper airway endoscopy), no further intubation of the trachea-bronchial system was performed. A modified mucosal atomization device (LMA MAD Nasal™, Teleflex Medical, Durham, NC, USA) attached to a syringe was placed in the manikin’s airway for achievement and simulation of aerosol and droplet spread. Ultraviolet light detectable disinfection detergents (Bode visirub® conc., Bode Chemie GmbH, Hamburg, Germany; Schuelke S&M® Optik, Schuelke & Mayr GmbH, Wien, Oesterreich) were spread by this system with manual pressure on the syringe. Aerosol spread was visualized directly using ultraviolet flashlights. Droplet collection was visualized by ultraviolet light on a white impermeable plastic sampler that was attached to the N95 respirator of the investigator. Endoscopy was performed in a standard manner without any precautions and compared to investigations with physico-mechanical protection by a clear plastic drape (Fenestrated drape transparent, B. Braun Melsungen AG, Melsungen, Germany) perforated by a scissor for endoscope passage covering the manikin or the
applied oxygen mask respectively. Two cuts on a standard oxygen mask using a scissor facilitated endoscope passage.

**FOTO AVAILABLE ON REQUEST – EXCLUDED BECAUSE OF PREPRINT SERVER POLICY**

Fig. 1: Modified manikin for aerosol and droplet simulation (left) and medical professional with PPE primed with impermeable plastic droplet sampler.

**FOTO AVAILABLE ON REQUEST – EXCLUDED BECAUSE OF PREPRINT SERVER POLICY**

Fig. 2: Endoscopy starting position using a covering drape (left). The endoscopy passing the clear drape to the manikin’s mouth (right).

**FOTO AVAILABLE ON REQUEST – EXCLUDED BECAUSE OF PREPRINT SERVER POLICY**

Fig. 3: Endoscopy using the drape covering the manikin with an applied oxygen mask (left). Perforated drape and oxygen mask by scissor for endoscope passage (right).

**Results**

As visualized in figure 4, our model clearly visualized aerosol exposure during standard upper endoscopy. The proximity of the investigator’s face to aerosol and droplets exposure is remarkable.
Fig. 4: Visualized potential aerosol spread during standard endoscopy.

Having a closer look at the exposure to the HCW (Fig. 5), white spots and dusting on the tracer indicate a notable amount of detectable droplet and aerosol exposure during the procedure.

FOTO AVAILABLE ON REQUEST – EXCLUDED BECAUSE OF PREPRINT SERVER POLICY

Fig. 5: Droplet and aerosol spread during standard endoscopy and exposure to the HCW. White spots indicate droplets detected by ultraviolet light.

Figure 6 highlights the aerosol spread during endoscopy with a covering clear drape. Aerosol was deflected and could not be detected near the investigator’s face.

![Image of potential aerosol spread during endoscopy with a covering clear drape.](image)

Fig. 6: Protection from potential aerosol spread during upper endoscopy by using a covering drape.

During upper endoscopy using a covering clear drape the detector did not trace droplets or aerosol that were visualized by ultraviolet light.
Discussion

SARS-CoV-2 is an unprecedented pandemic with high socio-economic consequences and burden for our health-care systems. The individual protection and safety precautions of our medical staff are crucial since HCW are at constant risk for infectious transmissions[12]. High-risk procedures like upper respiratory or gastrointestinal endoscopy are common in COVID-19 patients e.g. for diagnosis of COVID-19 associated pulmonary complications or upper gastrointestinal complication such as upper gastrointestinal hemorrhage or hepatobiliary interventions[19,20].

Besides viral transmission by droplets, there is growing evidence about aerosol transmission of SARS-CoV-2 which is dose dependent[6,14,21]. Whether invasive procedures like upper endoscopy generates aerosols in a crucial volume is a contentious issue of ongoing debates and has not been fully investigated[3,12]. Especially upper gastrointestinal endoscopy has been declared as an aerosol-generating investigation following recent research[22]. Besides that, experimental data support the possibility of transmission by aerosols even in the absence of AGPs[10]. Besides adequate PPE and increased distance to a patient (that is technical impossible for upper endoscopy), mechanical barriers may protect HCW during these invasive procedures[23].

In our study, we visualized both – potential aerosol and droplet spread during upper endoscopy during pharyngeal intubation. Our investigations indicate that a simple plastic drape placed over the patient has the potential to reduce the amount of aerosol and droplet spread and exposure of the investigator. This may be important for safety precautions since fenestrated drape cover for central venous access and plastic airway masks are widely available in emergency departments or intensive care units and its handling is routine. Moreover, this could be a comparatively cheap method of HCW protection particularly in low- or moderate-income countries. Previous research indicates that an oxygen mask or a surgical mask without a drape deflects aerosol spread and seems to be a comparatively less sufficient mechanical barrier than using a drape[18]. Performing endoscopy through a perforated drape and an oxygen mask for patient oxygenation appears practical in our investigations, not only since endoscopy through an oxygen mask alone is common in our practice.

In our opinion, this method of individual risk protection can be implemented in intensive care and resuscitation training sessions as safety trainings have been demonstrated to significantly reduce infection risks[1]. Besides that, invasive procedures should be performed by the most qualified investigators to reduce investigation-dependent contact time. Since the virus created a global public health threat, further investigation of patient and HCW safety is urgently needed.
Conflicts of interests: None

Literature:


https://doi.org/10.1371/journal.pone.0035797.


https://doi.org/10.1016/j.resuscitation.2020.05.012.


