ORIGINAL ARTICLE:

Multi-centre post-implementation evaluation of SARS-CoV-2 antigen-based point of care tests used for asymptomatic screening of continuing care healthcare workers


Affiliations:

a. Division of Infectious Diseases, Department of Medicine, University of Calgary School of Medicine, 3030 Hospital Drive NW, Calgary, AB, Canada, T2N 4W4

b. Public Health Laboratory, Alberta Precision Laboratories, Alberta, Canada

c. Department of Laboratory Medicine and Pathology, Faculty of Medicine and Dentistry, University of Alberta, 8440 – 112 Street NW, Edmonton, AB, Canada, T6G 2B7

d. Department of Pathology and Laboratory Medicine, University of Calgary School of Medicine, 3535 Research Road NW, Calgary, AB, Canada, T2L 2K8

e. Clinical Biochemistry, Alberta Precision Laboratories, Diagnostic and Scientific Center, 3535 Research Road NW, Calgary, AB, T2L 2K8

f. Division of Infectious Diseases, Department of Medicine, University of Alberta, 8440 – 112 Street NW, Edmonton, AB, Canada, T6G 2B7

g. Division of Geriatric Medicine, Cumming School of Medicine, 3030 Hospital Drive NW, Calgary, AB, Canada, T2N 4W4

h. Li Ka Shing Institute of Virology, 6-010 Katz Group Center for Pharmacy and Health Research, University of Alberta, Edmonton, AB, Canada, T6G 2E1

i. Department of Medical Microbiology and Immunology, Faculty of Medicine and Dentistry, University of Alberta, 8440 – 112 Street NW, Edmonton, AB, Canada, T6G 2B7

j. Alberta Health Services, Seventh Street Plaza, 14th floor-North Tower, 10030 – 107 Street NW, Edmonton, AB, Canada, T5J 3E4

*Corresponding author:
Jamil N. Kanji, MD, DTM&H, FRCPC
Public Health Laboratory, Alberta Precision Laboratories
3030 Hospital Drive NW, Calgary, AB, Canada T2N 4W4
Phone: +1 403 944 1207; Fax: +1 403 283 0142
Email: jamil.kanji@albertahealthservices.ca

Word count (main manuscript): 2082
Abstract word count: 209
Abstract

OBJECTIVES

Frequent screening of SARS-CoV-2 among asymptomatic populations using antigen-based point of care tests (APOCT) is occurring globally with limited clinical performance data. The positive predictive value (PPV) of two APOCT used in the asymptomatic screening of SARS-CoV-2 among healthcare workers (HCW) at continuing care (CC) sites across Alberta, Canada was evaluated.

METHODS

Between February 22 and May 2, 2021, CC sites implemented SARS-CoV-2 voluntary screening of their asymptomatic HCW. Onsite testing with Abbott Panbio or BD Veritor occurred on a weekly or twice weekly basis. Positive APOCT were confirmed with a real-time reverse-transcriptase polymerase chain reaction (rRT-PCR) reference method.

RESULTS

A total of 71,847 APOCT (17,689 Veritor and 54,158 Panbio) were performed among 369 CC sites. Eighty-seven (0.12%) APOCT were positive, of which 39 (0.05%) confirmed as true positives using rRT-PCR. Use of the Veritor and Panbio resulted in a 76.6% and 30.0% false positive detection, respectively (p<0.001). This corresponded to a 23.4% and 70.0% PPV for the Veritor and Panbio, respectively.

CONCLUSIONS

Frequent screening of SARS-CoV-2 among asymptomatic HCW in CC, using APOCT, resulted in a very low detection rate and a high detection of false positives. Careful assessment between the risks vs benefits of APOCT programs in this population needs to be thoroughly considered before implementation.

Key words: point-of-care, SARS-CoV-2 antigen, positive predictive value, sensitivity
**Introduction**

Point of Care Testing (POCT), and specifically antigen-based point of care tests (APOCT), represent an important public health measure in managing SARS-CoV-2 transmissions when used appropriately and with acknowledgement of their shortcomings. APOCT is particularly useful in identifying and isolating SARS-CoV-2 positive cases in symptomatic individuals in high-risk settings, such as congregate housing and care facilities or in areas where longer turn-around-times (TAT) of more sensitive nucleic acid testing may compromise containment of transmission. Governments around the world have been quick to support the widescale implementation of APOCT programs [1].

Rapid and wide-scale deployment of APOCT has been promoted despite limited data regarding the analytical and clinical performance of these devices in the various settings in which they have been used. POCT programs that include APOCT have been criticised for the poor sensitivity of these tests compared to PCR tests, particularly in asymptomatic individuals [2]. However, there has been intense interest in testing asymptomatic individuals from a public health perspective, as some estimate that 30 to 40 percent of infectious individuals are asymptomatic. Rapid identification and isolation of these individuals is viewed as highly effective in breaking chains of transmission [1, 3-5]. However, there is concern that APOCT may demonstrate poor specificity when used for the surveillance of asymptomatic individuals, with reports citing up to 60% false positive rates [6, 7].

Routine serial testing of asymptomatic staff in continuing care facilities using APOCT has been implemented as a purportedly important public health measure for early case identification, and prevention of SARS-CoV-2 outbreaks among vulnerable residents [1, 3-5].
While APOCT may represent an important tool in limiting transmission in congregate settings, the negative impacts of a false positive result for staff and the site needs to be considered and further data on the clinical performance of APOCT in continuing care facilities is required.

Our aim was to evaluate the positive predictive value (PPV) of two APOCT (Abbott Panbio™ and BD Veritor™) in a large-scale multicenter implementation of asymptomatic SARS-CoV-2 testing of healthcare workers (HCWs) in continuing care facilities.

Methods

Setting

Asymptomatic SARS-CoV-2 testing of HCWs in continuing care facilities province-wide was implemented as POCT as part of the provincial pandemic response in the province of Alberta, Canada (population 4.4 million) [8]. A retrospective review of test results was completed for testing completed from February 22, 2021 – May 2, 2021 inclusive. Facilities were assigned (based on availability, oversight, and preference) to use either the Panbio COVID-19 Antigen Rapid Test (Abbott Laboratories, Chicago, USA) or the Veritor COVID-19 Rapid Antigen Test (Becton, Dickson, and Company, Franklin Lakes, USA), herein referred to as APOCT.

Early in the pandemic, the provincial health authority had instituted a continuous masking policy for all continuing care facilities, where all staff were required to continuously wear a medical mask while at work, to be changed should the mask become soiled or wet [9]. Adjunctive eye protection (face shield or goggles) was advised during all episodes of patient
care, or continuously if there was a SARS-CoV-2 outbreak declared at the site [10]. HCWs at all facilities were required to complete a ‘fit for work’ symptom questionnaire twice per shift, and immediately leave their shift after informing their manager and arrange COVID-19 testing should they develop symptoms or screen positive [11].

Asymptomatic testing

Each site received training for a limited number of on-site health care workers to conduct voluntary asymptomatic staff testing of site staff on a weekly basis. Training, operating procedures and medical/operational oversight were provided by Alberta Precision Laboratories (APL) POCT (for sites run by Alberta Health Services [AHS]). Sites external to AHS had vendor-driven training and medical/operational oversight was provided by the site. Staff conducting testing wore personal protective equipment (PPE) consisting of eye protection, surgical mask, gloves, and a splash-resistant gown. Sampling was done using the nasal swab provided in each test kit with testing conducted as per manufacturer’s guidelines [12, 13]. While awaiting results, staff were permitted to continue working. Staff who were symptomatic were not permitted to receive POCT asymptomatic testing and were directed to access COVID-19 testing through public health test centers. At the discretion of individual facilities, staff testing could be increased to twice weekly for non-outbreak related staff at a site where a COVID-19 outbreak had been declared (staff considered linked to the outbreak were not eligible for asymptomatic testing).

Staff receiving positive APOCT results were required to immediately isolate and obtain a confirmatory throat or nasopharyngeal swab test for SARS-CoV-2 with a real-time reverse-transcriptase polymerase chain reaction (rRT-PCR) result at an approved public health test
rRT-PCR testing was carried out at the provincial Public Health Laboratory (ProvLab) using a validated laboratory-developed assay [14] or a Health Canada approved test at an accredited laboratory. Confirmatory rRT-PCR testing was not conducted on negative SARS-CoV-2 APOCT results. Individuals with invalid APOCT results were referred for rRT-PCR evaluation. APOCT test results were not recorded in the medical chart of HCWs. Any positive APOCT results were considered presumptive positive and were not included in total provincial COVID-19 case counts, using instead the confirmatory rRT-PCR results. All HCWs with a positive APOCT result were able to obtain a follow-up rRT-PCR test.

Data extraction and analysis

Data recording, organization, and provision of results were provided by Seniors Health and Continuing Care (AHS). Confirmatory rRT-PCR testing results were extracted from the ProvLab laboratory information system. Data were tabulated in Microsoft Excel. Proportional comparisons were done using a two-sample proportions z-test. Continuous variables were compared using Mann-Whitney tests while categorical variables were compared using Chi-square or Fisher’s exact tests. Significance was set at p<0.05. Confidence intervals were calculated using Wilson’s method. Statistical analysis was conducted using StatPlus (AnalystSoft Inc, Alexandria, USA).

Results

Over the 10-week period, 369/466 (79.18%) provincial continuing care sites participated in the asymptomatic screening program (Table 1). During the study period, 71,847 APOCT
were conducted (mean 7,184.7 tests per week; range 615-11648; 17,689 on the Veritor and
54,158 on the Abbott Panbio) (Table 2). A total of 87 (0.12%) APOCT were positive, of
which 39 (44.83%) were confirmed to be true positives using rRT-PCR (time duration
between APOCT and rRT-PCR confirmation not available). The APOCT positivity rate did
not differ significantly across the ten-week period (Table 1; p=0.35).

Compared to the Panbio, the false detection rate was significantly higher using the Veritor
(76.6%, 95% confidence interval (CI) 62.8-86.4% vs 30.0%, 95%CI 18.1-45.4%; p<0.0001)
(Table 2). The PPV was significantly higher with the Panbio test (70%, 95%CI 54.6-81.9%
vs 23.4%, 95%CI 13.6-37.2%; p<0.0001).

During this time, a total of 66,338 cases of COVID-19 were diagnosed in Alberta (prevalence
of 1.5%) with an average rRT-PCR positivity rate (for all specimens tested) of 7.2% (median
6.3%; range 3.8-13.6%) [15]. During the study period, a total of 32 outbreaks were declared
in continuing care facilities across the province (one in March 2021, 29 in April 2021, and
two in May 2021). HCWs in continuing care facilities were offered mRNA COVID-19
vaccines starting December 16, 2020 alongside the residents in these facilities (dosing
between first doses being four and six weeks for residents and HCWs respectively). The
proportion of all HCWs working in Alberta continuing care facilities who had received one
dose of COVID-19 vaccine as of February 1 and May 2, 2021 was 1.1 and 69.9%
respectively. The proportion having received two doses of vaccine by these dates was 16.0
and 83.6% respectively. The demographics and proportions of vaccinated HCWs tested were
not available, as neither were the follow-up rRT-PCR testing results of 87 individuals with
invalid APOCT results.
Discussion

Despite great emphasis on the use of APOCT as a tool to combat the COVID-19 pandemic, expansion of APOCT for asymptomatic testing has been met with hesitation due to their limited PPV, especially in settings of low disease prevalence [16]. This study confirms and quantitates these concerns, demonstrating in a large-scale implementation of asymptomatic screening in continuing care HCWs, that APOCT have a low overall PPV (44.83%) and a high proportion of false positives (55.17%).

Similar performance concerns related to APOCT have been raised by a number of studies. A recent Cochrane Database systematic review reported the overall sensitivity (Sn) and specificity (Sp) of APOCT in symptomatic disease to be 72.0 and 99.5% (twenty-seven studies combined) and asymptomatic disease to be 58.1% and 98.9% respectively (twelve studies combined) [2]. Applying this to the provincial prevalence of disease we observed during the study period (1.5%), indicates our findings are consistent, with an expected PPV for APOCT around 44.6%. Several studies have reported a PPV as low as 33.3% [17, 18].

Many reports of asymptomatic SARS-CoV-2 testing campaigns using either APOCT or rRT-PCR tests have demonstrated low test positivity rates, suggesting high volume testing of asymptomatic individuals is of low yield [19-22]. Another Canadian study evaluating universal APOCT screening of HCWs in continuing care also found a similar APOCT positivity rate of 0.16% [23]. The prevalence of positive results in our cohort was similar at 0.12%, however the true prevalence of disease in our cohort is much less if true positives are accounted for (0.05%). Therefore, when considering the true positivity rate, the yield of asymptomatic screening programs is poor.
The Veritor displayed both a lower PPV and a higher proportion of false positive tests compared to the Panbio. Both tests were initially authorised by the FDA and Health Canada for the diagnosis of COVID-19 within the first five (Veritor) to seven (Panbio) days of COVID-19 symptom onset [16]. Our findings are consistent with the literature, demonstrating the PPVs for the Veritor in asymptomatic individuals ranging from 24.9-50.1% (with disease prevalence of 0.5-1.5%) [24] and that of the Panbio to be 28.0-54.0%, using prevalence estimates of 0.5-1.5% [24-26]. Thus, the Panbio would be preferred over the Veritor for asymptomatic screening of COVID-19.

The impact of a false positive result can lead to considerable burden and distress on both individuals and the health care system. False positive test results in HCWs and others can lead to loss of income due to the need to isolate, collateral effects to close contacts, and also psychological damage due to misdiagnosis, stigma and fear of infecting others (especially loved ones who could have poor outcomes) [27]. In health care settings, the need for isolation in response to a false positive result can lead to staff shortages, adding further stress on other employees and patients. False positive APOCT results in acute care settings have resulted in unnecessary cancellation or postponement of treatment/procedures, and also risks that individual possibly being exposed to SARS-CoV-2 if moved into a COVID-19 treatment unit based on the APOCT result [28]. Thus, we strongly recommend proper education about the meaning of APOCT results, and ensuring processes are in place for timely confirmation with rRT-PCR if APOCT is implemented.
The setup of asymptomatic testing programs using APOCT requires considerable input of resources and logistical organization. To ensure the utmost quality of testing, APOCT should undergo appropriate test verification, creation of standard operating procedures and training programmes, and include appropriate medical and operational oversight through an accredited laboratory when implementing the associated POCT program [29]. Information technology specialists are generally required to establish reporting systems so that results can be accurately captured to facilitate public health reporting, disease notification, and contact tracing. Furthermore, ongoing oversight to address reporting errors, test distribution, and ongoing test validation must be built into the APOCT infrastructure [30]. The impact of false positive results, alongside these important operational considerations must be accounted for when deciding on the benefit of an APOCT screening program.

The principal limitation of this study is that only positive APOCT tests were confirmed by rRT-PCR, and thus no other test parameters other than a PPV could be calculated. The data however, still confirms in a large asymptomatic HCW population, that APOCT has a low PPV. The major strengths of this study lie in the large number of tests performed, participating sites, and inclusion of two different APOCT platforms.

The utility of screening asymptomatic individuals with COVID-19 APOCT is best determined by weighing the costs and benefits specific to each setting. With widespread vaccination increasing and disease prevalence falling, fewer positive test results are likely to be found among asymptomatic persons in the coming months (with a large proportion of them being false-positives), leading such endeavors to be quite costly from a materials and human resources perspectives for most health care systems. Therefore, it is important to
reconsider the value and effectiveness of asymptomatic APOCT COVID-19 programs over the long term, especially in the context of increasing population immunity.
Declarations

Ethics approval

Presentation of the data contained in this report has been approved by the Human Research Ethics Board at the University of Alberta (study identifier Pro00110831).

Conflicts of interest

None of the authors have any conflicts of interests with respect to this manuscript to declare.

Funding

This work did not receive any specific grant from funding agencies in the public, commercial, or not-for-profit sectors. Tests were purchased by the government of Canada and distributed to provinces to aid in the COVID-19 response. All other resources used internal funds.

Acknowledgements

We would like to thank the Alberta Precision Laboratories POCT staff for their support to the Panbio POCT program who developed and supported designated continuing care facilities. We would also like to thank the staff within the Provincial Seniors Health program who developed the program parameters and operationalised the program (Sandra Gugins and Sharon Leontowicz), and participating Continuing Care sites, staff responsible for the asymptomatic testing programs and those staff who participated in screening.

CRedit Author Statement

Jamil N Kanji – formal analysis, data curation, writing – original draft, writing – review and editing, visualization
Dustin Proctor – validation, writing – original draft, writing – review and editing

William Stokes – conceptualization, methodology, validation, investigation, resources, project administration, writing – original draft, writing – review and editing

Byron Berenger – conceptualization, validation, resources, writing – original draft, writing – review and editing

James Silvius - conceptualization, validation, resources, project administration, writing – review and editing

Graham Tipples - conceptualization, validation, resources, project administration, writing – review and editing

Mark A Joffe - conceptualization, validation, resources, project administration, writing – review and editing

Allison Venner – conceptualization, methodology, validation, investigation, resources, project administration, writing – original draft, writing – review and editing, supervision

Availability of data and materials

The datasets used and/or analysed during the current study are available from the corresponding author on reasonable request.
References


Table 1. Weekly APOCT for asymptomatic staff at continuing care sites across Alberta, Canada.

<table>
<thead>
<tr>
<th>Week</th>
<th>Number of reporting sites</th>
<th>Number of tests performed</th>
<th>Positive APOCTs (%) (^a)</th>
<th>Invalid APOCTs (%)</th>
<th>Number confirmed by rRT-PCR (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Feb 22-28, 2021</td>
<td>11</td>
<td>615</td>
<td>1 (0.16)</td>
<td>4 (0.65)</td>
<td>0</td>
</tr>
<tr>
<td>Mar 1-7, 2021</td>
<td>115</td>
<td>2,446</td>
<td>0</td>
<td>4 (0.16)</td>
<td>0</td>
</tr>
<tr>
<td>Mar 8-14, 2021</td>
<td>188</td>
<td>4,374</td>
<td>3 (0.07)</td>
<td>16 (0.37)</td>
<td>0</td>
</tr>
<tr>
<td>Mar 15-21, 2021</td>
<td>309</td>
<td>8,680</td>
<td>8 (0.09)</td>
<td>29 (0.33)</td>
<td>1 (12.50)</td>
</tr>
<tr>
<td>Mar 22-28, 2021</td>
<td>293</td>
<td>7,603</td>
<td>6 (0.08)</td>
<td>4 (0.05)</td>
<td>1 (16.67)</td>
</tr>
<tr>
<td>Mar 29-Apr 4, 2021</td>
<td>311</td>
<td>8,029</td>
<td>9 (0.11)</td>
<td>13 (0.16)</td>
<td>5 (55.56)</td>
</tr>
<tr>
<td>Apr 5-11, 2021</td>
<td>317</td>
<td>9,599</td>
<td>12 (0.13)</td>
<td>3 (0.03)</td>
<td>8 (66.67)</td>
</tr>
<tr>
<td>Apr 12-18, 2021</td>
<td>325</td>
<td>9,312</td>
<td>15 (0.16)</td>
<td>4 (0.04)</td>
<td>6 (40.00)</td>
</tr>
<tr>
<td>Apr 19-25, 2021</td>
<td>321</td>
<td>9,541</td>
<td>17 (0.18)</td>
<td>6 (0.06)</td>
<td>10 (58.82)</td>
</tr>
<tr>
<td>Apr 26-May 2, 2021</td>
<td>369</td>
<td>11,648</td>
<td>16 (0.14)</td>
<td>4 (0.03)</td>
<td>8 (50.00)</td>
</tr>
<tr>
<td><strong>Total</strong></td>
<td><strong>369</strong></td>
<td><strong>71,847</strong></td>
<td><strong>87 (0.12)</strong></td>
<td><strong>87 (0.12)</strong></td>
<td><strong>39 (44.83)</strong></td>
</tr>
</tbody>
</table>

Abbreviations: Apr – April; Feb – February; Mar – March; rRT-PCR – real time reverse transcriptase polymerase chain reaction.

\(^a\)Change in APOCT positivity across the ten weeks is not significant (Pearson’s Chi-square, p=0.35).
Table 2. APOCT and rRT-PCR confirmatory results for asymptomatic continuing care health care workers in Alberta, Canada.

<table>
<thead>
<tr>
<th>Item</th>
<th>BD Veritor</th>
<th>Panbio</th>
<th>Total (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Total APOCTs</td>
<td>17,689</td>
<td>54,158</td>
<td>71,847</td>
</tr>
<tr>
<td>Positive APOCTs (%)</td>
<td>47 (0.27)</td>
<td>40 (0.07)</td>
<td>87 (0.12)</td>
</tr>
<tr>
<td>Negative APOCTs (%)</td>
<td>n/a</td>
<td>n/a</td>
<td>71,673 (99.76)</td>
</tr>
<tr>
<td>Invalid APOCTs (%)</td>
<td>n/a</td>
<td>n/a</td>
<td>87 (0.12)</td>
</tr>
<tr>
<td>Positive APOCTs confirmed by rRT-PCR (%)</td>
<td>11 (0.06)</td>
<td>28 (0.05)</td>
<td>39 (0.05)</td>
</tr>
<tr>
<td>Number of false positives (%)</td>
<td>36/47 = 76.60%&lt;sup&gt;a&lt;/sup&gt;</td>
<td>12/40 = 30.00%&lt;sup&gt;a&lt;/sup&gt;</td>
<td>48/87 = 55.17%</td>
</tr>
<tr>
<td>Positive predictive value (%)</td>
<td>11/47 = 23.40%&lt;sup&gt;a&lt;/sup&gt;</td>
<td>28/40 = 70.00%&lt;sup&gt;a&lt;/sup&gt;</td>
<td>39/87 = 44.83%</td>
</tr>
</tbody>
</table>

Abbreviations: n/a – not available

<sup>a</sup>Comparison between BD Veritor and Abbott Panbio: p<0.0001.
**STROBE CHECKLIST**


**Manuscript title:**
Multi-centre post-implementation evaluation of SARS-CoV-2 antigen-based point of care tests used for asymptomatic screening of continuing care healthcare workers

<table>
<thead>
<tr>
<th>Section</th>
<th>Description</th>
<th>Location in Manuscript</th>
</tr>
</thead>
<tbody>
<tr>
<td>Title and Abstract</td>
<td>(a) Indicate the study’s design with a commonly used term in the title or the abstract (b) Provide in the abstract an informative and balanced summary of what was done and what was found</td>
<td>Title indicates study type Abstract provides details of outbreak and interventions.</td>
</tr>
<tr>
<td><strong>Introduction</strong></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Background and rationale</td>
<td>Explain the scientific background and rationale for the investigation being reported</td>
<td>Introduction – page 4-5</td>
</tr>
<tr>
<td>Objectives</td>
<td>State specific objectives, including any prespecified hypotheses</td>
<td>Last paragraph of introduction – page 5</td>
</tr>
<tr>
<td><strong>Methods</strong></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Study design</td>
<td>Present key elements of study design early in the paper</td>
<td>Outlined in Methods – Page 6</td>
</tr>
<tr>
<td>Setting</td>
<td>Describe the setting, locations, and relevant dates, including periods of recruitment, exposure, follow-up, and data collection</td>
<td>Methods – Page 5-7</td>
</tr>
<tr>
<td>Participants</td>
<td>Give the eligibility criteria, and the sources and methods of selection of participants. Describe methods of follow-up</td>
<td>Methods – Page 5 (first paragraph)</td>
</tr>
<tr>
<td>Variables</td>
<td>Clearly define all outcomes, exposures, predictors, potential confounders, and effect modifiers. Give diagnostic criteria, if applicable</td>
<td>Methods – Pages 5-6</td>
</tr>
<tr>
<td>Data sources</td>
<td>For each variable of interest, give sources of data and details of methods of assessment (measurement). Describe comparability of assessment methods if there is more than one group</td>
<td>Methods – Pages 7</td>
</tr>
<tr>
<td>Bias</td>
<td>Describe any efforts to address potential sources of bias</td>
<td>Not applicable. There are limitations outlined in the discussion.</td>
</tr>
<tr>
<td>Study size</td>
<td>Explain how the study size was arrived at</td>
<td>As this was a retrospective review, not applicable. However, sample sizes and details of data extraction provided in Methods page 7 and Results 7-8.</td>
</tr>
<tr>
<td>Quantitative analysis</td>
<td>Explain how quantitative variables were handled in the analyses. If applicable, describe which groupings were chosen and why</td>
<td>Methods page 7.</td>
</tr>
<tr>
<td>Statistical methods</td>
<td>Describe all statistical methods</td>
<td>Methods pages 7.</td>
</tr>
<tr>
<td><strong>Results</strong></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Participants</td>
<td>(a) Report numbers of individuals at each stage of study—eg numbers potentially eligible, examined for eligibility, confirmed eligible, included in the study, completing follow-up, and analysed (b) Give reasons for non-participation at each stage (c) Consider use of a flow diagram</td>
<td>Results – Page 8</td>
</tr>
<tr>
<td>Descriptive data</td>
<td>(a) Give characteristics of study participants (eg demographic, clinical, social) and information on exposures and potential confounders (b) Indicate number of participants with missing data for each variable of interest (c) Summarise follow-up time (eg, average and total amount)</td>
<td>Results – Pages 7-8</td>
</tr>
<tr>
<td>Outcome data</td>
<td>Report numbers of outcome events or summary</td>
<td>Results pages 7-8, Table 1+2</td>
</tr>
<tr>
<td>Measures over time</td>
<td>Main results</td>
<td>Other analyses</td>
</tr>
<tr>
<td>-------------------</td>
<td>--------------</td>
<td>----------------</td>
</tr>
<tr>
<td>(a) Give unadjusted estimates and, if applicable, confounder-adjusted estimates and their precision (eg, 95% confidence interval). Make clear which confounders were adjusted for and why they were included (b) Report category boundaries when continuous variables were categorized (c) If relevant, consider translating estimates of relative risk into absolute risk for a meaningful time period</td>
<td>Results pages 7-8, Table 1+2</td>
<td>Not applicable.</td>
</tr>
<tr>
<td>Other analyses</td>
<td>Report other analyses done—eg analyses of subgroups and interactions, and sensitivity analyses</td>
<td></td>
</tr>
</tbody>
</table>

**Discussion/Interpretation**

| Key results | Summarise key results with reference to study objectives | First paragraph of Discussion. |
| Limitations | Discuss limitations of the study, taking into account sources of potential bias or imprecision. Discuss both direction and magnitude of any potential bias | Limitations section of Discussion (page 11). |
| Interpretation | Give a cautious overall interpretation of results considering objectives, limitations, multiplicity of analyses, results from similar studies, and other relevant evidence | Pages 9-12. |
| Generalisability | Discuss the generalisability (external validity) of the study results | Pages 10-11. |

**Other**

| Funding | Give the source of funding and the role of the funders for the present study and, if applicable, for the original study on which the present article is based | Outlined in declarations section. |