Evaluation of a Commercially Available Rapid RT-PCR Assay’s Detection of SARS-CoV-2 Novel Variants

Lewis Back, BS,¹ Jennifer K. Logue, BS,¹ Caitlin R. Wolf, BS,¹ Peter D. Han, MS,²,³ Lea M. Starita, PhD,²,³ Helen Y. Chu, MD, MPH¹

¹Division of Allergy and Infectious Diseases, Department of Medicine, University of Washington, Seattle (98195), Washington, USA
²Brotman Baty Institute for Precision Medicine, Seattle (98195), Washington, USA
³Department of Genome Sciences, University of Washington, Seattle (98195), Washington, USA

Abstract

Rapid molecular diagnostic tests have been critical in the response to the COVID-19 pandemic. It is important to evaluate the ability of these assays to identify variants of concern, particularly across varying collection and storage conditions. Nasal swabs positive for Alpha (B.1.1.7), Beta (B.1.351), Delta (B.1.167.2), Gamma (P.1), or Omicron (B.1.1.529) variants of concern (VOCs) were stored in TE buffer and viral transport media (VTM). We evaluated the sensitivity of the Cepheid Xpert® Xpress SARS-CoV-2 assay in detecting VOC samples and validated TE buffer for use with the assay. Testing of known VOC positives revealed no substantial reduction of PCR sensitivity. Comparison of TE and VTM samples also revealed no reduction in performance when using TE buffer, validating the use of TE buffer to store SARS-CoV-2 samples. SARS-CoV-2 VOCs collected and stored across various conditions can be detected by the Cepheid Xpert® Xpress SARS-CoV-2 assay.
**Background**

Throughout the COVID-19 pandemic, rapid and accurate diagnosis of Severe Acute Respiratory Syndrome Coronavirus 2 (SARS-CoV-2) infection has been critical to managing viral spread. Reverse transcriptase-polymerase chain reaction (RT-PCR) tests for detecting SARS-CoV-2 were some of the first diagnostic tools to be developed during the global pandemic and became a pivotal technology in diagnosing SARS-CoV-2 infection worldwide. The Xpert® Xpress SARS-CoV-2 assay (Cepheid) for point-of-care testing was among the earliest RT-PCR assays available, having obtained EUA status in March 2020 [1]. The assay is marketed as a rapid on-demand test that can accurately detect the presence of SARS-CoV-2 in under an hour using primers that target the viral envelope (E) and nucleocapsid (N2) genes.

The Xpert® Xpress SARS-CoV-2 assay has shown concordance with the Cobas® SARS-CoV-2 assay (Roche) and the Centers for Disease Control and Prevention (CDC) RT-PCR test, and increased sensitivity compared to the Abbott ID Now SARS-CoV-2 Assay [2,3,4]. However, since the assay’s development using the USA-WA1/2020 strain, numerous novel genetic variants have been observed circulating in the population. As of January 2023, the Omicron variant, which contains more than 30 mutations in the spike protein-coding region of its genome, is estimated to account for nearly all coronavirus variants currently circulating in the United States [5]. Variants can affect performance of diagnostic PCR assays due to mutations in primer binding sites that may lead to false negative results. Reduced sensitivity and amplification of the S-gene target in variant samples, also known as S-gene target failure, has been observed in several EUA-authorized tests for SARS-CoV-2 [6]. Assays that target other genes, such as the Xpert® Xpress, may be able to detect those variants with S-gene mutations that might otherwise cause target failure. However, several single nucleotide polymorphisms (SNPs) within the nucleocapsid gene have also been reported to cause N2-gene target failure in the Xpert® Xpress assay [7].
Objectives

Given the increased burden of COVID-19 due to VOCs and the potential impact on testing performance, we assessed whether the Xpert® Xpress SARS-CoV-2 assay could detect VOCs without substantial reductions in sensitivity, by comparing results from the Xpert® Xpress assay to those from a clinically certified RT-PCR assay.

The tested VOC samples were stored in low TE (Tris EDTA) buffer, a medium which has not been formally evaluated for use with the Xpert® Xpress. Prior to testing the VOC samples, we validated the use of TE buffer as a storage medium. SARS-CoV-2 positive controls stored in TE buffer were run on the Xpert® Xpress and compared to positive controls stored in standard viral transport medium (VTM; Becton, Dickinson and Company, Franklin, New Jersey, USA).

Study Design

To verify the use of low TE buffer (10 mM Tris-HCl pH 7.5, 0.1 mM EDTA) as a storage medium, 19 positive controls were prepared using Microbiologics HE0065 lyophilized SARS-CoV-2 pellets. 10 samples were prepared in TE buffer and 9 samples were prepared in VTM. The pellets were hydrated per manufacturer specifications by vortexing in provided 1.5 mL DI H₂O tubes [8]. 100 µL of rehydrated whole virus was pipetted into each 3mL tube containing either TE buffer or VTM and vortexed again. Samples were stored at -80°C until use. All samples were loaded into Xpert® Xpress cartridges using the provided fixed-volume 300 µL pipettes under aseptic conditions in a biosafety cabinet and were tested per Cepheid protocols [9].

To assess the assay’s detection of VOCs, we tested 46 SARS-CoV-2 positive anterior nasal swabs stored in TE buffer. Twenty-nine Alpha (B.1.1.7), 5 Beta (B.1.351), 4 Delta (B.1.167.2), and 7 Gamma (P.1) samples were tested with the Xpert® Xpress SARS-CoV-2 assay. Six Omicron (B.1.1.529) samples were tested with the Xpert® Xpress SARS-CoV-2/Flu/RSV assay due to inventory availability at the time of testing. The single plex assay
contained separate channels for $E$ and $N2$ genes while the triplex assay contained one combined channel for $E$ and $N2$ genes.

The VOC samples were collected in Seattle, Washington from March 2021 through December 2021. All samples were previously tested and determined positive for SARS-CoV-2 by the Brotman Baty Institute’s (BBI) Advanced Technology Lab (BATLab), using a laboratory-developed, clinically certified RT-qPCR test consisting of 2 replicate assays each for the $ORF1b$-gene and $S$-gene, and 4 multiplex assays for human marker RNase P [10]. A positive result was indicated if 3-4 reactions for RNase P had cycle threshold ($C_t$) values earlier than 36 cycles, and 2-4 SARS-CoV-2 wells had $C_t$ values earlier than 40 cycles. Samples were subsequently sequenced using the Illumina COVIDSeq Kit followed by genome assembly on a modified iVar pipeline [11]. Variants were then identified using the Pangolin Web App [12].

**Results**

![Comparison of VTM and TE Buffer](image)

<table>
<thead>
<tr>
<th></th>
<th>Positive</th>
<th>Negative</th>
</tr>
</thead>
<tbody>
<tr>
<td>Viral Transport Media (VTM)</td>
<td>8</td>
<td>1</td>
</tr>
<tr>
<td>TE Buffer</td>
<td>10</td>
<td>0</td>
</tr>
</tbody>
</table>

**Figure 1.** Results of TE Buffer and VTM controls on rapid RT-PCR assay. Positive control samples contained in viral transport medium (VTM) and TE buffer were run on the Xpert® Xpress assay to validate the use of TE buffer as a medium. Positive and negative control values for each medium are listed.

Of the 9 VTM positive controls tested, 8 returned positive and 1 returned negative. All 10 TE buffer controls tested returned positive (Figure 1). Upon testing samples of all five variants, we found the Cepheid rapid RT-PCR results to be concordant with the original BBI RT-PCR assay, with a 100% sensitivity among Beta, Delta, Gamma, and Omicron samples and a
96.55% positivity rate among Alpha samples. One instrument error occurred while running Alpha samples which caused the discrepancy in positivity. Omitting the instrument error raised the positivity of Alpha samples to 100% (Figure 2).

![Table]

<table>
<thead>
<tr>
<th>Variant</th>
<th>BBI RT-PCR Assay</th>
<th>Cepheid Assay</th>
<th>% Positive</th>
</tr>
</thead>
<tbody>
<tr>
<td>B.1.1.7 (Alpha)</td>
<td>29</td>
<td>28*</td>
<td>100</td>
</tr>
<tr>
<td>B.1.351 (Beta)</td>
<td>5</td>
<td>5</td>
<td>100</td>
</tr>
<tr>
<td>B.1.617.2 (Delta)</td>
<td>4</td>
<td>4</td>
<td>100</td>
</tr>
<tr>
<td>P.1 (Gamma)</td>
<td>7</td>
<td>7</td>
<td>100</td>
</tr>
<tr>
<td>B.1.1.529 (Omicron)</td>
<td>6</td>
<td>6</td>
<td>100</td>
</tr>
</tbody>
</table>

**Figure 2.** Number of positive results for both original and rapid RT-PCR assays and percent positivity of rapid RT-PCR results, separated by variant of concern.

Percent positivity was calculated by dividing Cepheid assay positive results from BBI assay positive results. *One instrument error occurred during testing. Percent positivity for Alpha samples was adjusted to 100% after omitting the instrument error.

The C_t values for BBI RT-PCR assay showed substantial reduction in S-gene amplification for specimens with the Delta variant (S-gene target failure) (Figure 3a). This is expected as the primer binding site for the laboratory developed S-gene assay is disrupted by the Delta Δ156-157 mutation. The Cepheid assay, however, showed no substantial reduction of amplification in E or N2 genes (Figure 3b).
Discussion

Many diagnostic tests have been developed during the COVID-19 pandemic; however, manufacturing and supply shortages, due to the immense burden of SARS-CoV-2 infections worldwide, have led to new methods of sample collection and storage. Insufficient supply in the standard collection media, VTM, prompted the use of other storage mediums, such as low TE Buffer, that were not originally validated for use with many of the original diagnostic assays. The results of this study indicate that testing of SARS-CoV-2 samples stored in low TE buffer is concordant to VTM and does not diminish sensitivity of rapid molecular assays.

Newly emerging strains of SARS-CoV-2 have increased the spread of COVID-19 through various mechanisms, including evading detection by RT-PCR. The Omicron variant is a prime example of a VOC with potentially significant S-gene target failure due to its unusually high number of S-gene mutations. Our results indicate that the Xpert® Xpress SARS-CoV-2 assays are able to accurately detect SARS-CoV-2 variants despite high numbers of mutations in the viral genome. It is likely that other molecular assays that do not target the S-gene will demonstrate accurate detection of the SARS-CoV-2 variants tested here, including Omicron and its subvariants with numerous mutations in the S-gene region. However, only the B.1.1.529
variant was tested during this study, as it was the only widely circulating Omicron variant at the time of testing. Additionally, no appreciable N2-gene target failure was observed in the Xpert® Xpress; for all samples, the N2 gene was detected with Ct values lower than 34.6. Other assays should be validated for diagnostic use in identifying infections with SARS-CoV-2 variants and further testing of the Xpert® Xpress SARS-CoV-2 is required in the case of variants with numerous E or N2 gene mutations.

Rapid RT-PCR is crucial in quickly identifying and isolating infected individuals and this holds especially true for novel variants of concern. This work showed good correlation and diagnostic accuracy of the commercially available Xpert® Xpress system, compared to a clinically certified RT-PCR assay.

Declaration of Competing Interest

HYC reported consulting with Ellume, Pfizer, The Bill and Melinda Gates Foundation, Glaxo Smith Kline, and Merck. She has received research funding from Emergent Ventures, Gates Ventures, Sanofi Pasteur, The Bill and Melinda Gates Foundation, and support and reagents from Ellume and Cepheid outside of the submitted work.

Funding

Cepheid provided cartridges free of charge. However, Cepheid did not contribute to sample and data collection, analysis, or interpretation.

References

Brief validation of the novel Xpert® Xpress SARS-CoV-2 PCR assay.

*Journal of Virological Methods, 284*, 113925.

https://doi.org/10.1016/j.jviromet.2020.113925


https://doi.org/10.1016/j.jcv.2020.104428


https://doi.org/10.1016/j.idcr.2021.e01233


Instructions For Use. Microbiologics.


   https://doi.org/10.1101/2021.09.29.21264272