Point-of-care cardiac elastography with external vibration for quantification of diastolic myocardial stiffness

Tom Meyer, M.Sc.*, Brunhilde Wellge*, Gina Barzen, MD*, Fabian Knebel, MDb,c, Katrin Hahn, MDb,d,e, Thomas Elgeti, MD*, Thomas Fischer, MD*, Jürgen Braun, PhDf, Heiko Tzschätzsch, PhD*, Ingolf Sack, PhD*

*Authors contributed equally as first authors

a Department of Radiology, Charité – Universitätsmedizin Berlin, Berlin, Germany;  
b German Heart Center Berlin, Department of Cardiology and Angiology, Charité – Universitätsmedizin Berlin, Berlin, Germany;  
c Cardiology Unit, Department of Internal Medicine, Sana Klinikum Lichtenberg, Berlin, Germany;  
d BIH Biomedical Innovation Academy, Berlin Institute of Health at Charité – Universitätsmedizin Berlin, Berlin, Germany  
e Department of Neurology and Experimental Neurology, Charité – Universitätsmedizin Berlin, Berlin, Germany;  
f Institute for Medical Informatics, Charité – Universitätsmedizin Berlin, Berlin, Germany

Short title: Cardiac time-harmonic elastography

Corresponding author:

Ingolf Sack, PhD  
Department of Radiology  
Charité – Universitätsmedizin Berlin  
Charitéplatz 1  
10117 Berlin, Germany  
Tel +49 30 450 539058  
Ingolf.sack@charite.de

Full word count (incl. title page, abstract, tables, references and figure legends): 4845

NOTE: This preprint reports new research that has not been certified by peer review and should not be used to guide clinical practice.
Abstract:

**Background:** Heart failure is an increasing health problem in Western societies. Approximately 50% of patients with heart failure have preserved ejection fraction (HFP EF) and concomitant diastolic dysfunction (DD), in part caused by increased myocardial stiffness not detectable by standard echocardiography. While elastography can map tissue stiffness, cardiac applications are currently limited, especially in patients with a higher body mass index (BMI). Therefore, we developed point-of-care cardiac elastography to detect abnormal diastolic myocardial stiffness associated with DD.

**Methods:** Cardiac time-harmonic elastography (THE) using standard medical ultrasound and continuous external vibration was developed and applied to healthy controls and participants with DD due to wild-type transthyretin amyloidosis (ATTR) in this prospective single-center study between June 2020 and December 2022. A subgroup of participants with ATTR was on tafamidis treatment. Diastolic shear wave speed (SWS) was determined as surrogate marker of myocardial stiffness in different cardiac regions including the septum, posterior wall and automatically detected global left ventricular wall.

**Results:** A total of 130 participants were screened and 44 participants with ATTR (4 women, mean age: 80±7 years, BMI range: 20-37) and 54 healthy controls (26 women, mean age: 47±16 years, BMI range: 15-32) were included. In all analyzed regions, SWS was higher in patients than in controls providing area-under-the-curve (AUC) values (septum: 1.8±0.3 m/s versus 2.9±0.6 m/s, AUC=0.996; posterior wall: 1.9±0.3 m/s versus 2.7±0.5 m/s, AUC=0.938; global left ventricular wall: 2.0±0.3 m/s versus 2.6±0.4 m/s, AUC=0.912). Furthermore, SWS was reduced in participants treated with tafamidis (septum: 2.6±0.4 m/s; posterior wall: 2.4±0.3 m/s; global left ventricular wall: 2.3±0.3 m/s, all p<.005) suggesting the use of THE for therapy monitoring and patient management.

**Conclusions:** Cardiac THE detects abnormal myocardial stiffness in patients with DD, independent of BMI and ROI selection. Because it uses standard ultrasound components, THE can be cost-effectively implemented as a point-of-care device for widespread clinical use.
Introduction

Heart failure is a public health concern with increasing prevalence (1, 2) and related hospital admissions placing a significant financial burden on the healthcare systems in Western societies (2). Approximately half of patients with heart failure have a preserved ejection fraction (HFpEF) (3). The main pathophysiological hallmark of HFpEF is diastolic dysfunction (DD) (4), caused in part by abnormally high left ventricular (LV) myocardial stiffness (5).

Because stiffness measurements require the application of mechanical stress, myocardial stiffness cannot be quantified by standard echocardiography (6).

Elastography is a specialized imaging technique for noninvasive measurement of tissue stiffness. Quantitative elastography relies on the measurement of propagating shear waves induced endogenously by cardiac valve closure (7), acoustic radiation force impulses (ARFI) (8), or by external vibrations (9). The shear waves can be captured by standard imaging techniques like ultrasound (10) or magnetic resonance imaging (MRI) (11) and then converted into stiffness maps (7, 12, 13).

Combined with established echocardiography, cardiac elastography could provide a holistic, noninvasive and quantitative picture of the mechanical work of the heart, helping physicians to detect altered cardiac function in the early stages of disease. However, promising approaches currently under clinical evaluation rely on expensive hardware (14), either MRI (12, 15) or multichannel ultrasound (7, 8, 16-22), which hinders their widespread clinical use (23). In addition, MRI-based cardiac elastography is time-consuming, endogenous shear wave elastography is limited to specific cardiac events and regions and ARFI-based methods are limited in depth (23), which is relevant given obesity as a risk factor for HFpEF (24).

Time-harmonic elastography (THE) relies on standard line-by-line ultrasound acquisition and externally induced low-frequency vibrations (9). The low-frequency waves penetrate deep into the body with little attenuation independent of body-mass-index (BMI) (25). THE generates stiffness maps in the whole
field-of-view and has shown its effectiveness in several organs including the liver(9), brain(26) and aorta(27). However, THE has never been used for quantitative mapping of myocardial stiffness.

Therefore, we developed and present here cardiac THE for the quantification of myocardial stiffness. The clinical utility of cardiac THE is demonstrated in participants with wild-type transthyretin amyloidosis (ATTR), which is associated with increased left ventricular (LV) wall thickness and diastolic myocardial stiffness(28) and for which drug treatment is available(29).

Our aim is to provide a new echocardiographic method that i) quantifies stiffness throughout the LV at greater depths, ii) is easy to use with little operator interaction for regional analysis, iii) is cost-effective and can be distributed to cardiology centers to improve diagnosis and management of cardiac disease associated with abnormal myocardial stiffening.

**Material and Methods**

**Subjects**

The study was approved by the institutional review board (EA1/086/15). Written informed consent for study participation was obtained from all subjects before inclusion. A total of 130 participants were prospectively screened for enrolment from June 2020 to December 2022. 44 participants with verified wild-type ATTR amyloidosis according to the criteria of the European Society of Cardiology(30) and confirmed by bone scintigraphy and genetic tests to rule out hereditary ATTR, were included in this study.

54 participants without known major cardiac disease and no DD (age-adapted) according to the echocardiography guidelines(5), were used as healthy controls. A subgroup of 11 participants with ATTR was on treatment with tafamidis (61mg once daily; Pfizer, New York, USA) for a duration of 14±10 (range: 2-36) months.

Participants with a history of myocardial infarction or stroke within 2 weeks before the investigation, unstable angina pectoris, implantable cardioverter-defibrillators, poor echogenicity, or inability to
follow breathing instructions were excluded from our analysis. The recruitment scheme is shown in figure 1. Demographic data are summarized in table 1. All participants underwent THE and a full echocardiographic examination. 10 healthy participants were re-investigated after 2-6 months to analyze test-retest reproducibility.

**Echocardiography**

The subjects were positioned on a vibration bed (GAMPT, Merseburg, Germany) as required for the subsequent THE examination. A trained cardiologist (BW) performed echocardiography according to recent recommendations (31, 32) using a Vivid E9 scanner (GE Healthcare, Horton, Norway) with an M5Sc transducer.

**Time Harmonic Elastography (THE)**

THE utilized a vibrating bed, as shown in Figure 2, to introduce shear waves into the heart and create a mechanical stiffness contrast (9). The waves, stimulated by a superposition of 60 and 70 Hz continuous vibration frequency, were acquired and processed using a clinical ultrasound scanner equipped with a phased array transducer of 2 MHz center frequency (GAMPT, Merseburg, Germany). THE was performed directly after echocardiography in the left lateral decubitus position with the vibration unit positioned below the heart to ensure sufficiently high wave amplitudes. Images were acquired over 2 s at end-expiration in parasternal long-axis view with a depth of up to 15 cm. The acquisitions were not synchronized to the ECG; however, the ECG signal was recorded to automatically identify the diastolic cardiac phases during post-processing, as described in the Supplementary Information.

Measurements were repeated 5 times to average the final diastolic stiffness maps generated by the post-processing algorithm (13), which is described in detail in the supplemental material S1. In brief: First, the axial displacement between acquired ultrasound frames was computed based on the phase difference of adaptive windows following the cardiac wall motion. Then, spatio-temporal noise was
suppressed using singular value decomposition for denoising. Next, vibration frequencies were isolated using Fourier-based band pass filters for both fundamental vibration frequencies. Finally, the obtained time- and frequency resolved wavefields were converted into shear wave speed (SWS in m/s) maps using wave-number based k-MDEV gradient inversion(13), which quantifies the local phase-gradient of the waves. Diastolic SWS maps were averaged and displayed as surrogate parameter for diastolic stiffness.

Three regions of interest (ROI) were analyzed, as indicated in figure 3: Two ROI, manually drawn by one observer, covering (i) the midsection of the septum, and (ii) the posterior wall excluding the pericardium. Additionally, one ROI included automatically identified myocardium based on a region-growing algorithm with adaptive thresholding of B-mode images (iii). SWS values were averaged within each ROI. Medians of repeated measurements were tabulated as diastolic SWS values (see table 1).

Statistics

Differences between regions and groups were tested using Student’s t-test. Correlations between SWS, demographic-, and echocardiographic parameters were tested using Pearson’s correlation coefficient. The influence of age was analyzed using linear regression. The discriminative power of SWS was estimated using receiver-operator characteristic (ROC) curve analysis. 95% confidence intervals were obtained via bootstrapping. Youden’s index was calculated to identify optimal SWS cutoffs in each region. Corresponding sensitivity and specificity are reported. Bonferroni correction was used to correct for multiple testing. Test-retest reproducibility was analyzed using the one-way random intraclass correlation coefficient (ICC). All values were tabulated as mean±SD with ranges in square brackets, unless otherwise stated. Corrected p-values <.05 were considered significant. The group size was estimated based on a power analysis assuming effect sizes of 0.6 to 0.7 at a 5% significance level and a power of 0.8 according to the reported variability of stiffness parameters encountered in healthy adult and ATTR patients(8, 15, 17, 19). Statistical analysis was performed in R (version 4.1.1;R-Foundation,Vienna,Austria) using R-Studio (version 2021.09.0;RStudio,PBC,Boston,MA).
Results

Demographic, echocardiographic, and THE results are summarized in table 1. Mean age was lower in controls (47±16 [24-79] years) than in participants with ATTR (80±7 [53-91] years), motivating a subgroup analysis of SWS within overlapping age ranges (controls: n=19, age: 64±8 [53-79] years, ATTR: n=13, age: 73±7 [53-79] years), which is summarized in table 2. While BMI was not different between controls (24±4 [15-32]) and participants with untreated ATTR (25±4 [20-37]), the latter had significantly altered heart morphology, as evidenced by greater myocardial wall thickness (p=0.003, see table 1). As expected, echocardiographic parameters describing LV function were significantly different between controls and participants with ATTR (see table 1). There were no differences in demographic or echocardiographic parameters between untreated and treated participants.

THE provided SWS maps of diastolic myocardium (figure 3) for all subjects. Group comparisons are shown in figure 4. In controls, SWS was 1.8±0.3m/s in the septum, 1.9±0.3m/s in the posterior wall, and 2.0±0.3m/s globally. Excellent reproducibility was found with ICC=0.82, 0.82 and 0.79 for septum, posterior wall and global ROI, respectively. SWS varied slightly between regions, with lower values in the septum than in the posterior wall and globally (septum vs. posterior wall: p<.001; septum vs. global: p<.001; posterior wall vs. global: p=.036), indicating a rather homogeneous distribution of myocardial stiffness, especially in untreated ATTR participants, where regional differences were found only between the septum and global ROIs (p=.004).

Compared to controls, participants with untreated ATTR showed 1.6-, 1.4- and 1.3-fold higher SWS with excellent discriminative powers (AUC=0.996, 0.938, 0.912, respectively) for the three regions (see figure 5). Subgroup analysis of SWS within overlapping age ranges also revealed high AUC values for myocardial stiffening due to ATTR in all three regions (0.991, 0.866, 0.793). Participants treated with tafamidis had slightly lower SWS values (septum: p=.039; global region: p=.041) than untreated participants.
Correlations between SWS and echocardiographic and demographic parameters were analyzed separately for each group. In the analysis of age effects (figure 6A), a moderate correlation was found only for SWS of the septum (R=0.33, p=.015). Linear regression analysis yielded an SWS increase of 0.005m/s per year. For participants with ATTR, global SWS correlated with age (R=0.35, p=.04) in the treated group, and SWS in the septum correlated negatively with age (R=0.68, p=.02) in the untreated group. Most echocardiographic parameters showed no correlation with SWS. In particular, no correlation was found between SWS and septal or posterior wall thickness (figure 6B). However, negative correlations were found between global longitudinal strain (GLS) and SWS in the posterior wall (R=-0.51, p=.004) and global region (R=-0.41, p=.003) in controls, and global SWS correlated with left atrial volume index (LAVI; R=0.51, p=.002) in participants with untreated ATTR. No correlation was found between BMI and SWS in any group or subgroup.

Discussion

To the best of our knowledge, this is the first study to quantify in vivo myocardial stiffness in adults by ultrasound elastography with external harmonic vibration. Using cardiac THE with standard line-by-line acquisition, implemented in a point-of-care device without the need for expensive multichannel hardware, we were able to generate quantitative maps of diastolic myocardial stiffness of the septum and posterior wall. Our results demonstrate excellent diagnostic accuracy of cardiac THE in detecting abnormal myocardial stiffness as a hallmark of DD in ATTR patients and its potential clinical use for monitoring treatment responses.

THE provided SWS maps of the full field-of-view with 15cm depth, which resolves several issues with existing methods. Myocardial stiffness could be quantified in several regions based on a single scan, which improves cross-sectional consistency of stiffness data. This includes the posterior wall as an important region for full myocardial assessment(33). Despite obesity (BMI≥30) of eight subjects, all participants could be examined, including the posterior myocardial wall. However, the mean central
septal depth in our study population was 6±1cm, exceeding the ARFI-SWEI limit of 7cm (21) in 36 participants.

Several earlier studies investigated diastolic myocardial stiffness using different elastography methods. For comparison, we converted stiffness reported as shear modulus $G^∗$ to SWS ($SWS=\sqrt{|G^∗|/\rho}$, with unit mass density $\rho=1\text{kg/L}$) (10). Our stiffness values in controls agree with results from ARFI-SWEI, which range from 1.45±0.14m/s (22) to 2.1±0.4m/s (21), and the range reported with MRI elastography at 80Hz of 1.4-2.4m/s (34). As expected, higher SWS values were observed in MRI elastography at higher vibration frequency (140Hz) (2.9[2.7-3.4]m/s) (15). Values similar to ours were also found in studies exploiting the velocity of the myocardial stretch wave after atrial contraction (1.6±0.2m/s) (19). However, many studies based on endogenous waves after mitral valve closure measuring end-diastolic stiffness, including MRI-measured SWS, found higher SWS ranging from 3.2m/s to 4.7m/s (12, 16-18, 20), suggesting myocardial stiffening already in the early phase of isovolumetric contraction.

In agreement with Villemain et al. (21), we observed age-dependent myocardial stiffening in the septum. However, this age effect was less pronounced in our study and similar to the findings of other investigators, who report minor (17) or no (34) age effects, possibly masked by a greater biological variability in our study population, as reflected by a wide BMI-range.

In echocardiography, ATTR cardiomyopathy is usually identified by DD grade 2 or worse, increased wall thickness, and reduced GLS in basal LV regions (“apical sparing”). A concomitant increase in myocardial stiffness due to deposition of transthyretin amyloid fibrils was expected (28) and has been confirmed by our study. Previous studies also observed ATTR-associated myocardial stiffening by factors of 1.2 to 2.0 (15, 17, 19). Our AUC values (0.912-0.996) suggest an excellent discriminative power for ATTR versus healthy controls, especially in the septal region. Similar results were reported for different cardiomyopathies associated with wall thickening (AUC=0.99) (21). However, our correlation analysis of wall thickness and myocardial stiffness demonstrates that there is no linear relationship between the two parameters indicating that stiffness alone is an important diagnostic parameter.
Furthermore, our results in the subgroup of participants with ATTR treated with tafamidis suggest that myocardial stiffness reflects drug efficacy as softer values were found in the septum compared to untreated participants. This observation encourages studies with more participants before and during therapy. Since medications in HFpEF are becoming available (29) and life-style interventions have shown high efficacy (35), monitoring myocardial stiffness may support the introduction and validation of novel therapies.

Despite the encouraging results, our study has limitations. First, by nature of its design as a single-center exploratory study, group sizes were too small to draw conclusions about the effect of treatment duration on myocardial stiffness. As the prevalence of ATTR amyloidosis is higher in the elderly, the groups of participants with ATTR and healthy volunteers with overlapping age ranges were small. Technical limitations are current restrictions to 2D acquisition and assessment of diastolic phases only. A possible 2D bias was minimized by spatiotemporal filters, which effectively suppressed waves that cross the image plane obliquely and by the low impact of this artifact at low crossing angles (9). Assessment of systolic phases is currently under development using further optimized displacement estimation for suppressing rapid wall motion. Finally, our current THE setup relies on a vibrating bed not easily moveable to the patient. To further improve the clinical utility of THE, portable actuators are being currently tested that may replace the vibration bed in the future.

In summary, we have developed cardiac THE – an imaging modality based on external vibration and cost-effective, line-by-line ultrasound - for noninvasive quantification of myocardial stiffness. Our results in ATTR patients with and without treatment demonstrate the excellent diagnostic accuracy of THE in detecting abnormal diastolic myocardial stiffness. Incorporated into clinical routine, THE could complement standard echocardiography for improved diagnosis, treatment monitoring, and management of patients with a wide range of diseases involving elevated diastolic myocardial stiffness.
Funding sources

German Research Foundation (DFG, SFB1340 Matrix in Vision, GRK2260 BIOQIC) and Pfizer (WP2487656).

Disclosures

None.

References

6. Okada K, Kaga S, Abiko R et al. Novel echocardiographic method to assess left ventricular chamber stiffness and elevated end-diastolic pressure based on time-velocity integral


Tables

**Table 1:** Demography, echocardiography, and cardiac THE values by group reported as mean±standard deviation along with p-values for group differences. Ranges are reported in squared brackets.

<table>
<thead>
<tr>
<th></th>
<th>Mean ± SD</th>
<th>p-values</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>CTR (n = 54)</td>
<td>Untreated ATTR (n = 33)</td>
</tr>
<tr>
<td>Demography</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Age (years)</td>
<td>47 ± 16</td>
<td>80 ± 7</td>
</tr>
<tr>
<td>[24-79]</td>
<td>[53-91]</td>
<td>[66-90]</td>
</tr>
<tr>
<td>Sex (f/m)</td>
<td>26 / 28</td>
<td>4 / 29</td>
</tr>
<tr>
<td>BMI (kg/m²)</td>
<td>24 ± 4</td>
<td>25 ± 4</td>
</tr>
<tr>
<td>[15-32]</td>
<td>[20-37]</td>
<td>[21-33]</td>
</tr>
<tr>
<td>Heart rate (bpm)</td>
<td>68 ± 11</td>
<td>77 ± 17</td>
</tr>
<tr>
<td>Echocardiography</td>
<td></td>
<td></td>
</tr>
<tr>
<td>IVSd (mm)</td>
<td>9 ± 2</td>
<td>19 ± 4</td>
</tr>
<tr>
<td>LVPWd (mm)</td>
<td>9 ± 1</td>
<td>16 ± 4</td>
</tr>
<tr>
<td>LAVI</td>
<td>29 ± 7</td>
<td>51 ± 15</td>
</tr>
<tr>
<td>GLS (%)</td>
<td>19 ± 3</td>
<td>11 ± 3</td>
</tr>
<tr>
<td>EF (%)</td>
<td>60 ± 5</td>
<td>48 ± 8</td>
</tr>
<tr>
<td>E (m/s)</td>
<td>0.8 ± 0.2</td>
<td>0.9 ± 0.2</td>
</tr>
<tr>
<td>E/e'</td>
<td>7 ± 3</td>
<td>18 ± 7</td>
</tr>
<tr>
<td>e' (cm/s)</td>
<td>12 ± 4</td>
<td>5 ± 2</td>
</tr>
<tr>
<td>E/A*</td>
<td>1.3 ± 0.5</td>
<td>2 ± 1</td>
</tr>
<tr>
<td>Cardiac THE</td>
<td></td>
<td></td>
</tr>
<tr>
<td>SWS (septum) (m/s)</td>
<td>1.8 ± 0.3</td>
<td>2.9 ± 0.6</td>
</tr>
<tr>
<td>SWS (post. wall) (m/s)</td>
<td>1.9 ± 0.3</td>
<td>2.7 ± 0.5</td>
</tr>
<tr>
<td>SWS (global) (m/s)</td>
<td>2 ± 0.3</td>
<td>2.6 ± 0.4</td>
</tr>
<tr>
<td>Depth (septum) (cm)</td>
<td>6 ± 1</td>
<td>7 ± 1</td>
</tr>
</tbody>
</table>
Table 2: Age- matched subgroup analysis: Demography, echocardiography, and cardiac elastography

THE values by group reported as mean±standard deviation along with p-values for age matched group differences. Ranges are reported in squared brackets.

<table>
<thead>
<tr>
<th>Demography</th>
<th>Mean ± SD</th>
<th>p-values</th>
<th>CTR vs untreated ATTR</th>
</tr>
</thead>
<tbody>
<tr>
<td>Age (years)</td>
<td>64 ± 8 [53-79]</td>
<td>73 ± 7 [53-79]</td>
<td>.001</td>
</tr>
<tr>
<td>Sex (f/m)</td>
<td>7 / 12</td>
<td>1 / 12</td>
<td>n.a.</td>
</tr>
<tr>
<td>BMI (kg/m²)</td>
<td>23 ± 4 [15-29]</td>
<td>26 ± 5 [20-37]</td>
<td>.1</td>
</tr>
<tr>
<td>Heart rate (bpm)</td>
<td>68 ± 10</td>
<td>81 ± 19</td>
<td>.03</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Echocardiography</th>
<th>Mean ± SD</th>
<th>p-values</th>
<th>CTR vs untreated ATTR</th>
</tr>
</thead>
<tbody>
<tr>
<td>IVSd (mm)</td>
<td>10 ± 2</td>
<td>18 ± 3</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>LVPWd (mm)</td>
<td>10 ± 2</td>
<td>17 ± 3</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>LAVI</td>
<td>30 ± 8</td>
<td>46 ± 10</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>GLS (%)</td>
<td>19 ± 3</td>
<td>10 ± 3</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>EF (%)</td>
<td>61 ± 6</td>
<td>46 ± 9</td>
<td>.07</td>
</tr>
<tr>
<td>E (m/s)</td>
<td>0.7 ± 0.2</td>
<td>0.8 ± 0.3</td>
<td>.25</td>
</tr>
<tr>
<td>E/e'</td>
<td>8 ± 4</td>
<td>15 ± 4</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>e' (cm/s)</td>
<td>10 ± 3</td>
<td>6 ± 2</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>E/A*</td>
<td>1 ± 0,5</td>
<td>1.9 ± 1.2</td>
<td>.07</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Cardiac THE</th>
<th>Mean ± SD</th>
<th>p-values</th>
<th>CTR vs untreated ATTR</th>
</tr>
</thead>
<tbody>
<tr>
<td>SWS (septum) (m/s)</td>
<td>1.9 ± 0.3</td>
<td>2.8 ± 0.5</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>SWS (post. wall) (m/s)</td>
<td>2 ± 0.3</td>
<td>2.5 ± 0.4</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>SWS (global) (m/s)</td>
<td>2.1 ± 0.3</td>
<td>2.4 ± 0.3</td>
<td>.007</td>
</tr>
<tr>
<td>Depth (septum) (cm)</td>
<td>7 ± 1</td>
<td>7 ± 1</td>
<td>.08</td>
</tr>
<tr>
<td>Depth (post. wall) (cm)</td>
<td>11 ± 1</td>
<td>12 ± 1</td>
<td>.009</td>
</tr>
<tr>
<td>Amplitude (septum) (µm)</td>
<td>0.68 ± 0.32</td>
<td>0.68 ± 0.28</td>
<td>1.0</td>
</tr>
<tr>
<td>Amplitude (post. wall) (µm)</td>
<td>0.71 ± 0.5</td>
<td>0.78 ± 0.44</td>
<td>.66</td>
</tr>
</tbody>
</table>

* could not be obtained in 24 participants due to atrial fibrilation.

BMI=body mass index; IVSd=interventricular septum thickness in diastole; LVPWd=left ventricular posterior wall thickness in diastole; LAVI=left atrial volume index; GLS=global longitudinal strain; EF=ejection fraction; e'=early diastolic mitral annular velocity; E=early diastolic peak; A=late diastolic peak; SWS=shear wave speed.
Figure 1: 130 subjects were screened for inclusion. The analysis included 54 healthy controls and 44 participants with wild-type amyloid transthyretin (ATTR), of whom 11 were on medical treatment with tafamidis.

Figure 2: Cardiac time-harmonic elastography (THE) setup. (A) Customized clinical ultrasound scanner for data acquisition and data processing. (B) Vibration bed with integrated vibration unit (pink, C) for induction of harmonic multifrequency vibrations.
Figure 3: (A) Anatomical overview of the measurements performed in the parasternal long-axis view. (B) Representative B-mode images and wavefields at 60Hz and shear wave speed (SWS) maps of a healthy control subject and an untreated wild-type amyloid-transthyretin (ATTR) participant. Regions of interest (ROI) are demarcated by white dotted lines. ROI of the septum and posterior wall were manually selected. A third (global) ROI was automatically identified to select a larger region covering the major portions of the myocardium visible in the image.
Figure 4: Shear wave speed of the septum, posterior wall and the automatically masked, global myocardium in healthy controls, untreated wild-type amyloid transthyretin (ATTR) patients, and treated ATTR patients. Stiffness is elevated in all regions in patients compared to controls.

![Receiver operator characteristic curves for the discrimination of healthy controls from wild-type amyloid transthyretin (ATTR) patients (A), age matched ATTR patients (B) based on myocardial stiffness in the septum, posterior wall, and globally averaged over the left ventricle, measured by cardiac time-harmonic elastography.](image-url)

Figure 5: Receiver operator characteristic curves for the discrimination of healthy controls from wild-type amyloid transthyretin (ATTR) patients (A), age matched ATTR patients (B) based on myocardial stiffness in the septum, posterior wall, and globally averaged over the left ventricle, measured by cardiac time-harmonic elastography.
**Figure 6**: Scatterplots showing the correlation of each age (A) and wall thickness (B) with shear wave speed (SWS) in healthy controls (CTR) and ATTR patients with wild-type transthyretin amyloidosis (ATTR) untreated and treated with tafamidis medication.
Supplemental Material

S1. Technical aspects of cardiac time harmonic elastography

Time harmonic elastography (THE) is based on externally induced harmonic vibrations captured with standard line-by-line clinical ultrasound acquisition at relatively low frame rates (1). THE has been validated in phantoms (1, 2) and established for several clinical applications such as the detection of liver fibrosis (3), chronic kidney disease (4), intracranial hypertension (5), or the effects of age and hypertension on aortic stiffness (6). Other concepts in ultrasound elastography such as reverberant shear wave elastography (7, 8) and vibrational shear wave elastography (9) also utilize externally induced harmonic vibrations. In the following, the key technical aspects of cardiac THE acquisition and data processing are briefly summarized.

**Time harmonic elastography (THE) in a nutshell:**

THE utilizes externally induced vibrations at relatively low frequencies between 20 and 100 Hz, to avoid strong attenuation and facilitate wave propagation deep into the body (1, 10). These vibrations are continuously applied over several seconds, to ensure a steady flux of shear wave energy (3). The resulting steady-state, time-harmonic tissue deflection can be efficiently sampled at ultrasound frame rates less than the period of the motion (11). This low-frame-rate stroboscopic sampling allows THE to be implemented in low-cost standard ultrasound hardware. In post-processing, local tissue motion is obtained by phase-based displacement estimation (12). The detected displacement contains a mixture of intrinsic motion and externally induced displacement. Therefore, frequency decomposition by frequency band-pass filtering is used to extract the induced harmonic vibration components (6, 13). The resulting time series of complex-valued shear wave images are then processed by wave number inversion to generate time series of shear wave speed maps (14).

**Data acquisition**

The key elements of THE are the stimulation of the body with gentle vibrations and the acquisition of images based on standard clinical ultrasound. THE vibration frequencies are typically below 120 Hz, which minimizes attenuation and ensures deep penetration of the shear waves into the body. Continuous wave excitation over 1 to 2 seconds produces a steady state of propagating shear waves that can be visualized by medical ultrasound for probing tissue stiffness. Standard line-by-line ultrasound achieves frame rates on the order of 80 to 100 Hz, which causes stroboscopic undersampling of harmonic motion and aliasing after Fourier transformation. However, since the vibration frequencies and the scanner frame rate are known exactly, the wrapped frequencies can be processed further. This principle of controlled aliasing is further explained in Figure S1_1 (1,10). Although stroboscopic under-sampling is one of the core principles of THE, it could also be implemented in parallel imaging systems (11), which allow higher frame rates in the range of 1 kHz and direct sampling of unwrapped frequencies. However, such implementations come at the cost of more complex and more expensive hardware.
Figure S1_1: Acquisition sequence for cardiac THE: Each image, acquired at a frame rate of 100 Hz, consisted of 38 scan lines. Multifrequency harmonic vibration at 60 and 70 Hz is under sampled, causing the frequencies to wrap around the Nyquist frequency to 40 and 30 Hz respectively.

In cardiac applications, THE acquires wave data with a frame rate of 100 Hz over two seconds. The increased frame rate as compared to abdominal applications (80 Hz) was chosen to improve the separation of cardiac motion from the desired harmonic vibration signal during post-processing while an acquisition time of two seconds allowed us to cover more than one cardiac cycle. We avoided any further prolongation of the acquisition time because some patients already suffered from breath-hold periods of 2 to 3 seconds. Measurements were performed in a parasternal long axis view with a maximum view depth of 15 cm to simultaneously assess stiffness values in the left ventricular posterior wall and the septal region. It should be noted that although THE is not limited to a specific image window and view angle, the tradeoff between view depth, lateral window size, and frame rate must be carefully balanced.

Postprocessing
THE processing can be divided into three main steps: (i) estimation of tissue displacements that occurred between acquired ultrasound frames, (ii) generation of frequency-resolved wavefields and (iii) computation of shear wave speed maps using gradient inversion. Each of these steps had to be optimized specifically for cardiac applications. Hyperparameter optimization was performed on a subset of 16 healthy subjects and 16 patients with ATTR. This set of data provided a sufficiently large range of representative cases that ensured optimized post-processing steps from displacement estimation, to frequency decomposition to the reconstruction of shear wave speed maps.

1. Displacement Estimation
Axial displacement between ultrasound frames was estimated from the demodulated, beam-formed, line-by-line radiofrequency data. This was done using Kasai’s algorithm, which is based on the computation of window-wise phase differences between time points (12). In brief, the spatial offset...
between adjacent time points is obtained by correlation of small windows typically around 1-5 mm in size. This yields both the phase difference, which is translated into axial displacement, and a correlation coefficient, which was used as a quality metric for the estimated displacement.

The wrap limit of this algorithm is determined by the ultrasound wavelength $\lambda/2$, which is 380 $\mu$m, considering adjacent frames in cardiac THE at 2-MHz center frequency. However, this limit often does not permit reliable estimation of small time-harmonic deflections superimposed on large intrinsic tissue motion. Therefore, displacement estimation was further optimized to account for large tissue motion, such as that present in the heart. As a first step, we computed the displacement frame by frame, using the median filtered estimate of the previous frame as an initial guess for the position of the search window of the next frame. By using the displacement information of the previous frame as a starting point, wraps only occur if the change in velocity exceeds the wrap limit. As a second step, we used singular value decomposition (SVD)-based denoising to remove residual spatiotemporal noise (see Figure S1_2).

It should be noted that THE captures the projection of waves propagating in all directions within the image plane, although it is currently limited to axial displacement estimation. However, adding lateral displacements to shear wave inversion could potentially further improve THE in the future.

![ultrasound time series](image)

**Figure S1_2:** Main steps of displacement estimation for cardiac THE: Displacement is estimated using Kasai’s algorithm(12). Implicit unwrapping stabilizes the estimation with respect to phase wraps while SVD based denoising suppresses spatio-temporal noise.

**Reconstruction of Wavefields**

The resulting displacement fields contain intrinsic cardiac motion and harmonic multifrequency vibrations. The harmonic vibrations were separated from cardiac motion using Hilbert transform (1, 11). Unlike static THE, where the frequency selection is narrow-band, cardiac THE is based on a wider band of frequencies to allow for time resolution. The width of the frequency band determines the temporal resolution after Hilbert transformation. Similar to THE of the aortic wall and the brain and magnetic resonance elastography of the brain (6, 13, 15), we used Butterworth bandpass filters of order 5 and width $\pm 3$ Hz (see Figure S1_3).
2. Gradient Inversion

Time- and frequency-resolved wavefields were converted to shear wave speed (SWS) maps using wave number based $k$-MDEV gradient inversion (1, 14). In simple terms, $k$-MDEV analyses the local phase-gradient of plane shear waves using first-order 2D derivatives. In mathematical notation, $k$-MDEV assumes plane shear waves $u(r, t)$ with complex wave number $k^* (k^* = k' + ik''$, where $k'$ and $k''$ denote the real and imaginary parts of $k^*$, respectively). With $\omega$, the angular frequency, and $u_0$, the real-valued wave amplitude, the plane wave equation is given by:

$$u(r, t) = u_0 \cdot e^{i(k^* \cdot r - \omega t)}.$$  \hspace{1cm} (1)

Each complex-valued wave images $u(r, t)$ was decomposed into multiple wave images $\tilde{u}_{df}$ for eight propagation directions ($d$) and two frequencies ($f$) using directional bandpass filters (see Figure S1_4) (16).

Additionally, these bandpass filters suppressed noise and compression wave components. Wave numbers were then derived from the phase gradient of the wave fields $\tilde{u}_{df}$:

$$k_{df} = \| \nabla \text{arg}(u_{df}) \|$$  \hspace{1cm} (2)
SWS maps were obtained by amplitude-weighted averaging and inversion of $k_{df}'$

$$SWS_f = \frac{\omega \sum_d w \sum_k k_{df}' w}{\sum_d k_{df}' w}, \text{ with } w = |u_{df}|^2$$

and averaging the inverse SWS over frequencies:

$$SWS = \frac{N}{\sum_{f=1}^{N} SWS_f}.$$  

(4)

SWS is related to the complex shear modulus $G^*$ with its real part (storage modulus) $G'$ and its imaginary part (loss modulus) $G''$ as follows (17):

$$SWS = \sqrt{\frac{2(G'^2+G''^2)}{\rho(VG'^2+G''^2+G')}} = \frac{|G^*|}{\rho}$$

Typically, a mass density of $\rho = 1000 \text{ kg/m}^3$ is assumed in elastography. SWS is the parameter provided by THE without any further model assumptions. Therefore, we report SWS as a surrogate marker of stiffness without conversion to shear modulus or Young’s modulus in accordance with current guidelines for liver elastography (18). Diastolic SWS was automatically detected based on the recorded ECG and averaged within the diastolic phases. The correlation coefficient obtained from the displacement estimation was used to discard all diastolic frames with a correlation coefficient below 0.9, resulting in $n=39\pm15 \text{ [13-114]}$ frames to be averaged. The final THE-SWS maps provided a surrogate marker of diastolic stiffness (see figure S1_5).

**Figure S1_5 Legend:** Averaging of diastolic SWS maps. Diastolic SWS maps were selected based on the recorded ECG and by applying a threshold of 0.9 to the correlation coefficient obtained from the displacement estimation. Selected frames were averaged to generate one SWS map that represents a surrogate marker for myocardial stiffness during the diastole.

It should be mentioned, that THE is currently limited to 2D and axial displacements whereas shear waves in the heart are 3D vector fields. Therefore, a geometric bias may occur when waves propagate obliquely through the image plane. However, the directional filters in the $k$-MDEV inversion support in-plane propagating waves while suppressing waves that cross the image plane obliquely. In addition,
the cosine dependence of the geometric bias, as discussed in (19), minimizes the effect of oblique waves on the resulting SWS maps.

**Supporting Material References:**


