Perineal and rectal nerve recruitment order varies during pudendal neurostimulator implant surgery

Po-Ju Chen1,2, Amador C. Lagunas1,2, Vanessa Soriano2,3, Priyanka Gupta4, and Tim M. Bruns1,2

1Department of Biomedical Engineering, University of Michigan, Ann Arbor, MI, USA.  
2Biointerfaces Institute, University of Michigan, Ann Arbor, MI, USA.  
3Neuroscience Program, University of Michigan, Ann Arbor, MI, USA.  
4Department of Urology, University of Michigan, Ann Arbor, MI, USA.

Abstract

Objectives: To examine urethral pressure changes and compare nerve recruitment driven by pudendal nerve stimulation (PNS) intraoperatively in female patients receiving an implanted neurostimulator.

Subjects and methods: Patients receiving PNS for pelvic pain and/or urinary symptoms were recruited. During the implant surgery, urethral pressure was measured with a multi-sensor pressure catheter placed in the lower urinary tract. PNS-driven changes in urethral pressure and external anal sphincter (EAS) electromyography were compared to determine the relative perineal and rectal nerve recruitment order. Participants completed pelvic pain, bladder, bowel, and sexual function surveys before and after the surgery. The primary outcome measure was the relative nerve recruitment order during PNS. Secondary outcome measures were the PNS-driven urethral responses and changes in survey symptom scores due to PNS.

Results: Data was collected from thirteen intraoperative sessions. Seven participants had rectal nerve recruitment first, four participants had perineal nerve recruitment first, and two participants had mixed nerve recruitment during intraoperative PNS. The average normalized urethral pressure change was 4.7% at the EAS threshold, 59.2% at twice EAS threshold, and 68.2% at three times the EAS threshold. Urethral pressure changes for each participant often varied between different active PNS electrodes. Participants had significant improvements in pelvic pain and bladder function survey scores with PNS (p < 0.04). There was no relationship between nerve recruitment order and changes in any surveys.

Conclusion: PNS can recruit the perineal nerve before the rectal nerve. Each lead electrode may trigger different urethral response patterns within a participant. This study provided new insights into the effect of PNS on the recruitment of nerves in the pelvis and may help guide future surgical placement of PNS systems.

Introduction

Pudendal nerve stimulation (PNS) is an off-label use of sacral neuromodulation (SNM) for targeting pelvic pain and bladder symptoms [1-3]. Studies have shown that patients whose
symptoms are refractory to SNM can be salvaged with PNS leading to improvement of pelvic pain, voiding, and urinary incontinence [4-6]. However, there is limited literature on the direct effects of PNS on the lower urinary tract [7, 8], in particular during intraoperative placement.

The pudendal nerve originates from the S2, S3, and S4 spinal nerve roots. It typically forms a primary trunk and then splits into the inferior rectal nerve, perineal nerve, and genital nerve primary branches [9-11]. The genital nerve, which is sensory only, innervates the external genitalia of both sexes. The perineal nerve innervates pelvic floor, urethra, and perineal muscles, while the rectal nerve innervates the external anal sphincter (EAS) and levator ani [12]. Pudendal nerve anatomical structure is diverse, with only about 60% of individuals possessing a single main nerve trunk [9, 13]. Near the sacrospinous ligament, one to three nerve trunks may be found with different branching points. In some instances, the rectal nerve originates directly from the S4 root [13]. The heterogeneity of pudendal nerve anatomy could pose potential obstacles during a PNS surgical approach and may influence the lead placement and variation in results. No study has investigated the activation patterns of the pudendal nerve among perineal and rectal motor responses during PNS implant surgery.

The PNS implant typically involves two stages of outpatient surgery, following standard SNM procedures. During surgical access to the pudendal nerve in the stage-1 implant procedure, patients are prone and sedated while surgeons use anatomical landmarks, fluoroscopic guidance, and EAS electromyography (EMG) to place the quadripolar lead [3, 8, 14]. The EAS EMG monitoring only accounts for the rectal nerve motor responses, neglecting the perineal nerve. An optimal lead position is parallel to the main pudendal trunk about 5 mm away, with at least 2 electrodes consistently eliciting EAS contractions at low stimulation amplitude without causing leg movements. After approximately 2 weeks if the patient’s primary symptoms are reduced by at least 50% an implantable pulse generator (IPG) will be implanted during a stage-2 surgery.

In this study, we employed a multi-sensor manometry pressure catheter within the urethra during the stage-1 pudendal neurostimulator implant. This allowed us to examine changes in urethral pressure caused by stimulation and determine the relative order of pudendal nerve recruitment between the perineal and rectal nerves amongst participants. In this study we collected 13 intraoperative datasets from 12 female participants and compared pudendal nerve recruitment with clinical outcomes across this cohort.

**Subjects & Methods**

**Participant recruitment**

This study was approved by the Institutional Review Board of the University of Michigan Medical School (IRBMED) and registered on clinicaltrials.gov (NCT04236596). Patients referred for PNS treatment were assessed for eligibility and contacted. Participants eligible for this study had to be at least 18 years old and capable of filling out questionnaires and able to interact with
the research team. Patients with certain medical conditions, including pregnancy, areflexive or atonic bladder, neurogenic bladder, or other conditions affecting the micturition neural circuits were excluded.

**Intra-operative set up**

The PNS implant system received by participants in this study includes a 4-electrode lead (model 978B141 or model 978A128 InterStim SureScan, Medtronic) and an implantable pulse generator (IPG) (model 3058 recharge-free InterStim II, model 97810 rechargeable InterStim Micro, or model 97800 recharge-free InterStim X system, Medtronic). The specifics of the pudendal neurostimulator implant procedure have been described previously [3, 14]. The data collection for this study took place during the lead implant stage-1 surgery.

Each study participant underwent standard preparation for their stage-1 implant procedure with the addition of a multi-sensor manometry pressure catheter (Manoscan MSC-3886, Medtronic) [15, 16]. The 2.75-mm diameter (8.25 French gauge) catheter had 36 circular sensors, each 4 mm in length with 7.5 mm spacing (center to center of two adjacent sensors). The catheter was inserted into the urethra to the bladder (Figure S1) when the participant was first positioned on the surgical table and was taped to the inside of one thigh to secure its location in the urethra. The catheter was connected to a high-resolution esophageal manometry system (Manoscan ESO, Medtronic) with a sampling rate of 100 data points per second per sensor. After catheter insertion, the participant was placed and secured in a prone position on the surgical table. The experimental setup also included standard intraoperative EAS electromyography (EMG) monitoring procedures [14]. EMG needle electrodes (Ambu Neuroline, twisted pair subdermal, 74612-250/1/20) were inserted on either lateral side of the EAS for monitoring stimulation-triggered EMG responses.

The goal of the stage-1 surgery is to place the 4-electrode lead parallel to the main trunk of the pudendal nerve near Alcock’s canal, with EAS EMG responses visible in response to stimulation on at least two or three electrodes. The EAS motor threshold (EAST) was determined by the minimum amplitude required to trigger EAS EMG signals for each electrode. Following the placement of the neurostimulator lead, the EAST for each electrode was determined, and the final position of the lead was documented with fluoroscopy images (Figure S1).

**Intraoperative pudendal nerve stimulation**

Stimulation trials were performed after the lead placement and before the final closure of incisions. Experimental stimulation was applied at 3 Hz to allow for the return of urethral pressure to pre-stimulation baselines before the next stimulus pulse. The InterStim system has a fixed pulse width range of 60 to 450 μs, with a standard value of 210 μs [17]. In this study, we primarily used a pulse width of 210 μs and performed limited trials at the device minimum (60 μs) and maximum (450 μs) pulse widths. The stimulation amplitude was adjusted based on multiple increments of the EAST for an electrode, up to a magnitude that did not induce discomfort or leg motion for patients, with a maximum limit of 5.5 mA. Each stimulation trial
lasted for a minimum of 10 seconds, providing a period of stable urethral responses without artifacts. Only the data gathered during a stable period was quantified.

**Urethral pressure data analysis**

The pressure catheter was operated on its manufacturing software (ManoScan acquisition software, Medtronic). The retrieved data was converted from a text format (.txt) into an Excel file format (Microsoft Excel, .xlsx) for analysis.

The relative position of the catheter with respect to the lower urinary tract was estimated by reviewing the location of the pubic symphysis and the EAS EMG needles around the anus in the intraoperative fluoroscopy image (Figure S1). The Manoscan pressure channel(s) with the highest or two similarly highest pressure readings during a period of no stimulation were identified as being in the region of the bladder neck/proximal urethra. The first sensor that was not at room pressure was identified as the distal urethra location.

For each trial, the 3 Hz frequency stimulation pattern was identified if present. The mean and standard deviation for the pressure change (ΔP) in each stimulation trial was determined for the peak-to-peak pressure change across ten consecutive stimulation responses during a stable period when the stimulation amplitude was fixed and there were no signal artifacts. Trials without a 3 Hz stimulation response were identified as having no response. For all participants except two (1008 and 1010), ΔP could be determined during periods with stable respiration artifacts.

Across participants, the ΔP for each sensor in a given trial was normalized to the maximum pressure change (max ΔP) observed at that sensor. This was done to examine the relative stimulation-driven effect on the urethra in comparison to the increase in stimulation amplitude within a series that had the same stimulation parameters.

**Clinical outcomes analysis**

The primary clinical outcome was determined by the participants’ decision to either retain the neurostimulator implant or have it removed within the timeframe of our study. Matching sets of self-assessment surveys related to pelvic organ function were collected before the stage-1 surgery and again at least two weeks after the stage-2 procedure. These surveys assessed pelvic pain symptoms (Female Genitourinary Pain Index – fGUPI) [18], overall bladder symptoms (American Urological Association Symptom Index – AUASI) [19], urinary incontinence (Michigan Incontinence Symptom Index – M-ISI) [20], bowel symptoms (Colorectal-Anal Distress Inventory 8 – CRAD-8) [21], and sexual function (Female Sexual Function Index – FSFI) [22].

Survey outcomes were reported as the average and standard deviation of the total score across participants. We used a paired Student’s t-test to determine whether any surveys indicated significant changes in symptoms during the study. To evaluate whether the nerve recruitment
order was correlated with symptom changes after PNS implantation, participants were grouped based on the first recruited nerve by the 4-electrode lead: the rectal nerve, the perineal nerve, or a combination of both rectal and perineal nerves (mixed). We calculated the 95% confidence interval for the change in each survey score based on the population standard deviation of the three nerve activation clusters due to the small group sizes.

Results

We collected data from 12 participants who underwent 13 successful pudendal neurostimulator implant surgeries (Table 1). The majority of participants were suffering from pelvic pain with concurrent bladder issues, which were categorized as underactive bladder and/or overactive bladder/incontinence. Participant 1017 required a revision surgery after entering the study for a damaged lead and subsequently became participant 1021. We omitted three male study participants due the smaller sample size to focus on female-participant responses in this report. The average timeline for subject participation in this study was: pre-study surveys completed 30 ± 27 days before stage-1 surgery, 16 ± 3 days interval between stage-1 and stage-2 surgery, and post-study surveys completed 94 ± 91 days after stage-1 surgery (Figure S2).

We observed a multi-site pressure profile in the lower urinary tract with the manometry catheter. The average participant baseline pressures during a 10-second stable period before stimulation trials were 25.4 ± 9.9 cmH2O in the bladder, 57.0 ± 13.7 cmH2O in the proximal urethra/bladder neck, and 19.7 ± 7.9 cmH2O in the distal urethra (Figure S3). There was a significant difference in the baseline pressure among lower urinary tract locations (one-way ANOVA; F-ratio 41.8125, p-value < 0.0001). The mean proximal urethra pressure was significantly different (t-test; p-value < 0.0001) than in the bladder and distal urethra. The highest pressure occurred in the bladder neck and proximal urethra in all participants, except one outlier (1008). This participant had a prior partial distal pudendal nerve resection due to a non-bladder-related medical condition, leading to different pressure trends from other participants. These deviated readings were not factored into the statistical analysis. The average maximum urethral closure pressure (MUCP, the difference between the maximum urethral pressure and bladder pressure) across participants was 31.6 ± 9.3 cmH2O.

The stimulation amplitude in this study was based on the EAS motor threshold (EASt). In Table S1, EASt is given for each participant electrode, for monopolar 3 Hz, 210 µs stimulation. Across participants, E0 and E1 generally had a lower EASt (1.1 ± 0.4 mA, 1.4 ± 1.0 mA respectively) than E2 and E3 (1.9 ± 1.1 mA, 2.1 ± 0.9 mA respectively). There were no differences in EASt between the electrodes (One-way ANOVA; F-ratio 2.56, p-value 0.068). E1 and E2 electrodes evoked EAS responses in all participants. Due to time limitations within the implant surgery, we only conducted a limited number of trials using 60 and 450 µs pulse widths.

Most of the participants had 4 pressure sensors in their functional urethra, except two participants (1001, 1024) who had 3 sensors. Eleven participants had measurable stimulation-
driven urethral pressure changes. The maximum pressure change (max $\Delta P$) for each urethral sensor is given in Figure 1. Two participants (1008, 1010) did not have urethra responses within our testing range. All 11 responding participants had stimulation-driven responses in the proximal urethra (top two proximal urethra sensors). Three of these participants (1007, 1012, 1021) did not have responses at the distal site(s). The largest max $\Delta P$ per participant was driven by E0 (30%), E1 (43%), or E2 (17%). In two participants (1002, 1022) we observed an elevated pressure tone in the proximal urethra when stimulation was ramped up (Figure S4). There was no difference in max $\Delta P$ among urethral pressure sensor sites (One-way ANOVA; F-ratio 0.65, p-value 0.59).

We investigated the effect of increases in stimulation amplitude with respect to EASt (Figure 2). At 1x EASt, only 16.7% of potential participant locations had a urethral response to stimulation. Across participants at 1x EASt, we observed an average $\Delta P$, normalized to the max $\Delta P$, of 4.7% across the urethral locations (2.3-7.1% per-position range). At 2x EASt the urethral responses consistently increased, with 11.9% reaching max $\Delta P$. We observed an average $\Delta P$ normalized to the max $\Delta P$ of 59.2% across the urethral locations at 2x EASt (52.2-67.9% per-position range). For 3x EASt and 4x EASt, most urethral responses increased, however six participants had decreasing $\Delta P$ trends. At these higher stimulation amplitudes, the average normalized $\Delta P$ was within 68.2-79.0% across urethral locations.

The onset order of stimulation-driven urethral responses at different locations suggested the relative recruitment order of the distal pudendal branches. At a stimulation amplitude of 1x EASt, if urethral responses were already prominent, we classified it as having perineal nerve recruitment first (e.g., indicated by values above 0% $\Delta P$ at 1x EASt in Figure 2). Conversely, if no urethral responses were identified at 1x EASt then we classified it as the rectal nerve was recruited first. Two example of nerve recruitment orders are given in Figure 3. The stimulation recruitment order was unique to individual participants, and different electrodes triggered various responses within a participant. Detailed information about the nerve recruitment order for each electrode among all participants is in Supplementary Table S2.

The nerve recruitment orders that most accurately represent the general activation pattern across participants is summarized in Table 2. Seven participants had the rectal nerve recruited first (including 2 participants who only exhibited rectal responses, 1008 and 1010). Two participants (1001, 1012) demonstrated mixed initial nerve recruitment (perineal or rectal nerve) in response to stimulation on different electrodes. Four participants (1007, 1017, 1020, and 1022) had either the proximal or distal perineal nerve recruited before the rectal nerve. Four participants exhibited a dominant proximal perineal nerve response (1007,1012, 1020, and 1021) while two participants had a dominant distal response (1016, 1017) (Table S2). Four participants had mixed responses to different electrodes (1001, 1019, 1022, 1024) (Table S2). Participant 1002 had all urethra sensors follow the same onset pattern (Table S2).

Across 52 functional electrodes tested in this study (4 electrodes for each of 13 participants), 86.5% evoked rectal nerve responses and 67.3% elicited perineal nerve responses. Additionally, 32.7% of the electrodes had perineal responses before rectal, including 1 electrode that only
generated perineal responses. For the 16 electrodes with perineal before an observed rectal response, 6 electrodes elicited at the distal urethra, 8 at the proximal urethra, and 2 across all urethra sensors. For the 18 electrodes that led to a rectal response before an observed perineal response, the first perineal responses varied among the distal urethra (5), the proximal urethra (5), or all urethra sensors at once (8).

Out of 13 participants, 11 had positive implant outcomes (Table 2). Overall, participants had statistically significant improvement in pain (fGUPI) and bladder symptoms (Incontinence – M- ISI; Bladder – AUASI) after the PNS implant (Table 2). There was no clear trend for bowel symptoms (CRAD-8) or sexual function (FSFI), which were not part of the initial symptoms for which participants were receiving the neurostimulator (Table 1). The order of recruitment for the perineal or rectal nerve did not have a relationship to symptom changes based on the overlap in 95% confidence intervals for each recruitment group across all surveys (Table S3).

Discussion

This was the first study to collect urethral pressure responses during pudendal neurostimulator implant surgeries. The intraoperative data collection allowed us to observe real-time stimulation-driven urethral responses, in addition to EAS EMG, and provided subject-specific pudendal nerve recruitment order. The various pudendal nerve recruitment orders across participants (Table 2, Table S2) suggests a need to further investigate urethral activation patterns during pudendal nerve stimulation, which may help guide subject-specific stimulator programming and electrode placement.

We used a multi-sensor catheter to measure semi-continuous pressure in the lower urinary tract while participants were sedated in a prone position. Our baseline bladder pressure measurements (Figure S3) were consistent with prior studies that had similar participant age ranges (18-24 cmH2O [23, 24]). However, our maximum baseline urethral pressures differed from prior studies, which may have been related to the position of the participant. Previous studies have reported a maximum urethral pressure range of 68-84 cmH2O in a semi-seated position [23], and 67-74 cmH2O in a semi-lithotomy position [24], as compared to our average maximum measurement of 57 cmH2O (range 41-86 cmH2O, without an outlier). The prone position used in our study, which is least influenced by gravity, results in a lower pressure placed on the pelvic floor. This aligns with the established understanding that position can affect urethral pressure profiles [25, 26] and is the likely factor in the lower resting MUCP observed in our study (32 cmH2O) as compared to a prior study with the Manoscan catheter (59 cmH2O in [15]). Age, bladder filling state, and bladder underlying condition also all contribute to differences in urethral pressure profile [23, 24, 26-28] and may have been a factor here.

Of our thirteen participants, seven were found to have the rectal nerve recruited first (Table 2 and Table S2). EAS EMG serves as the primary clinical assessment of lead position and our observation that many participants had the rectal nerve recruited first is not surprising. Still, four participants had the perineal nerve recruited before the rectal nerve across rectal-
responsive electrodes and the other two participants had a specific electrode with a perineal response first (Table S2). These findings imply that perineal nerve responses could serve as a useful indicator for pudendal implant electrode placement. In support of this, participant 1022, who lacked EAS responses at E3 within our tested amplitudes (Table S1), displayed real-time perineal urethral responses (Table S2). The selective activation of the perineal nerve in this participant might be attributable to the E3 electrode in proximity to the pudendal nerve after the branching of the rectal nerve. Interestingly, in the participant who had separate surgeries on contralateral sides (1017 and 1021), we observed different nerve recruitment orders (Table 2 and Table S2), which indicated each PNS surgery had a unique electrode to nerve position. Further investigation focusing on the variability of pudendal nerve branching anatomy and the relative positions of implanted electrodes to the nerves are necessary for understanding PNS activation patterns.

The relative position between the stimulation lead electrodes and the nerve may explain that the majority of maximum urethral pressure changes were triggered by E0 (31%) and E1 (43%) across participants (Figure 1). This observation was correlated the relatively lower EAS values for E0 and E1 (Table S1). The surgical approach involves using the tip of the insertion needle to explore the alignment of the pudendal main trunk until steady stimulation-driven EAS EMG responses are observed across at least 2 or 3 electrodes. The higher sensitivity of E0 and E1 stimulation likely results from their closer proximity to the nerve.

We observed that increases in stimulation amplitude above EAS did not elicit proportional increases in urethral responses (Figure 2). In seven participants, twice EAS stimulation amplitudes generated 66-100% of maximum urethral responses. Intriguingly, urethral responses decreased in a few participants when EAS amplitudes increased beyond threefold of EAS. This observation suggests that amplitudes beyond twice EAS may not trigger proportional urethral responses. A recent study with SNM patients presented similar findings: an increase in stimulation amplitude from 2x to 5x motor threshold amplitude only induced a 5% increase (95% - 100%) in sacral evoked responses [29]. These observations may have implications for device programming guidelines, as high stimulation amplitude may result in discomfort and unintentional activation of non-target nerves, such as the sciatic nerve. A more extensive study investigating how participants with pudendal nerve implants utilize their devices at home may provide valuable insights into any relationships between stimulation settings and patients’ sensations.

There were a few limitations to consider in our PNS study. First, our study participant group was not racially or ethnically diverse. This was due to the pool of patients referred to the treatment plan from our collaborating clinic. To address this, a larger scale study across multiple institutions could be undertaken to boost the diversity of the participants. Second, our data collection was confined to the duration of the pudendal implant surgeries. To ensure minimal interruption and delay to the surgical procedures, we did not evaluate all potential electrode combinations or stimulation parameters.
To summarize, we observed that female participants with pelvic pain and bladder symptoms had positive outcomes from the pudendal neuromodulation. Our findings indicated no distinct correlation between the initial activation of either the perineal or rectal nerves and the change in bladder or pain symptoms (Table 2, Table S3). By monitoring stimulation-driven urethral responses intraoperatively, which are neglected in the current clinical approach, we were able to explore the pudendal nerve recruitment order. The recruitment order could assist in tailoring stimulation programs and parameters to individual patient needs, thereby enhancing treatment success. Altogether, this study broadened our understanding of pudendal neuromodulation by investigating intraoperative urethral responses and nerve activation patterns.

Acknowledgments

Our deepest gratitude goes out to all the participants of our study. We thank Mackenzie Moore and Lauren Madden for their help in one of the data collection sessions. We appreciate the efforts of clinical study coordinators Mackenzie Moore and Vanessa Pruitt in recruiting participants for our study. We are also thankful to the Urology clinical team members, Neurology intraoperative monitoring staff including Kelly Ridenour and Stephanie Jones, and Medtronic representatives Jeff Drummond and Meghan Roth for their invaluable assistance in the operation room. We are especially grateful to Dr. Jim Hokanson for a discussion about stimulation-driven pressure tone increase. This project was funded by NIH SPARC award OT2OD028191. The data set from the study will be found on the SPARC Science data portal at DOI: 10.26275.pc8r-r3iu after completing the SPARC curation process.

References

Table 1. Study participant information. The participants were all Caucasian without Hispanic ethnicity.

<table>
<thead>
<tr>
<th>Study ID</th>
<th>Age (yrs)</th>
<th>Height (m)</th>
<th>Weight (kg)</th>
<th>BMI (kg/m²)</th>
<th>Underactive Bladder</th>
<th>Incontinence / Overactive Bladder</th>
<th>Pelvic Pain</th>
</tr>
</thead>
<tbody>
<tr>
<td>1001</td>
<td>31-35</td>
<td>1.68</td>
<td>84</td>
<td>29.7</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1002</td>
<td>61-65</td>
<td>1.63</td>
<td>59</td>
<td>22.2</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1007</td>
<td>51-55</td>
<td>1.63</td>
<td>79</td>
<td>29.9</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1008</td>
<td>56-60</td>
<td>1.75</td>
<td>79</td>
<td>25.9</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1010</td>
<td>76-80</td>
<td>1.73</td>
<td>91</td>
<td>30.5</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1012</td>
<td>51-55</td>
<td>1.65</td>
<td>57</td>
<td>21.0</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1016</td>
<td>46-50</td>
<td>1.68</td>
<td>88</td>
<td>31.2</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1017*</td>
<td>61-65</td>
<td>1.55</td>
<td>65</td>
<td>27.2</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1019</td>
<td>56-60</td>
<td>1.73</td>
<td>97</td>
<td>32.4</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td>1020</td>
<td>66-70</td>
<td>1.47</td>
<td>61</td>
<td>28.1</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td>1021*</td>
<td>61-65</td>
<td>1.55</td>
<td>62</td>
<td>25.9</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1022</td>
<td>56-60</td>
<td>1.63</td>
<td>101</td>
<td>38.0</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>1024</td>
<td>51-55</td>
<td>1.63</td>
<td>67</td>
<td>25.1</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
</tr>
<tr>
<td>Mean ± SD</td>
<td></td>
<td>57.8 ± 10.9</td>
<td>1.64 ± 0.1</td>
<td>76.2 ± 15.3</td>
<td>28.2 ± 4.5</td>
<td>N = 3</td>
<td>N = 11</td>
</tr>
</tbody>
</table>

*Participant 1017 had a lead revision surgery after study completion and is also 1021.
Table 2. Summary of nerve recruitment order, implant outcome, and pelvic function surveys. Zero survey scores indicate no dysfunction except FSFI, for which a score of 36 indicates no dysfunction.

<table>
<thead>
<tr>
<th>ID</th>
<th>Nerve Recruitment Order</th>
<th>Outcome</th>
<th>Pain fGUPI (0 to 45)</th>
<th>M-ISI (0 to 40)</th>
<th>AUASI (0 to 35)</th>
<th>CRAD8 (0 to 100)</th>
<th>FSFI (36 to 0)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1001</td>
<td>Distal PER / REC &lt; Proximal PER</td>
<td>explant</td>
<td>27</td>
<td>1</td>
<td>8</td>
<td>34.4</td>
<td>5.0</td>
</tr>
<tr>
<td>1002</td>
<td>REC &lt; Distal PER = Proximal PER</td>
<td>positive</td>
<td>21</td>
<td>16</td>
<td>14</td>
<td>43.8</td>
<td>4.8</td>
</tr>
<tr>
<td>1007</td>
<td>Proximal PER &lt; REC &lt; Distal PER</td>
<td>positive</td>
<td>26</td>
<td>10</td>
<td>8</td>
<td>6.3</td>
<td>2.6</td>
</tr>
<tr>
<td>1008</td>
<td>REC only (distal pudendal cut)</td>
<td>positive</td>
<td>40</td>
<td>19</td>
<td>33</td>
<td>46.9</td>
<td>2.0</td>
</tr>
<tr>
<td>1010</td>
<td>REC only (breathing artifact on P_u)</td>
<td>positive</td>
<td>40</td>
<td>39</td>
<td>33</td>
<td>75.0</td>
<td>3.6</td>
</tr>
<tr>
<td>1012</td>
<td>Proximal PER / REC (no Distal PER)</td>
<td>positive</td>
<td>31</td>
<td>16</td>
<td>16</td>
<td>50.0</td>
<td>20.3</td>
</tr>
<tr>
<td>1016</td>
<td>REC &lt; Distal PER &lt; Proximal PER</td>
<td>positive</td>
<td>35</td>
<td>16</td>
<td>26</td>
<td>53.1</td>
<td>22.8</td>
</tr>
<tr>
<td>1017</td>
<td>Distal PER &lt; REC &lt; Proximal PER</td>
<td>positive</td>
<td>24</td>
<td>12</td>
<td>15</td>
<td>40.6</td>
<td>2.0</td>
</tr>
<tr>
<td>1019</td>
<td>REC &lt; Distal PER &lt; Proximal PER</td>
<td>positive</td>
<td>24</td>
<td>17</td>
<td>21</td>
<td>56.3</td>
<td>6.4</td>
</tr>
<tr>
<td>1020</td>
<td>Proximal PER &lt; REC &lt; Distal PER</td>
<td>explant</td>
<td>36</td>
<td>30</td>
<td>24</td>
<td>71.9</td>
<td>6.1</td>
</tr>
<tr>
<td>1021</td>
<td>REC &lt; Proximal PER &lt; Distal PER</td>
<td>positive</td>
<td>26</td>
<td>15</td>
<td>21</td>
<td>37.5</td>
<td>3.2</td>
</tr>
<tr>
<td>1022</td>
<td>Proximal PER / Distal PER &lt; REC</td>
<td>positive</td>
<td>35</td>
<td>37</td>
<td>27</td>
<td>37.5</td>
<td>14.5</td>
</tr>
<tr>
<td>1024</td>
<td>REC &lt; Proximal PER ~ Distal PER</td>
<td>positive</td>
<td>23</td>
<td>6</td>
<td>16</td>
<td>18.8</td>
<td>8.5</td>
</tr>
<tr>
<td></td>
<td>Mean ± SD</td>
<td></td>
<td>29.8 ± 6.6</td>
<td>16.2 ± 9.2</td>
<td>16.8 ± 12.3</td>
<td>11.1 ± 10.3</td>
<td>44.0 ± 18.8</td>
</tr>
<tr>
<td></td>
<td>Paired t-test</td>
<td></td>
<td>p = 0.0001</td>
<td>p = 0.0375</td>
<td>p = 0.0026</td>
<td>p = 0.283</td>
<td>p = 0.797</td>
</tr>
</tbody>
</table>
## Figures

### Figure 1.
Maximum urethral ΔP across the urethra in each participant. Darkened cells indicate participants with only 3 functional sensors in their urethra. Light grey cells with X represent functional sensors without urethral pressure responses. Asterisks indicate pressure tone elevation in addition to 3 Hz responses (see Figure S4). Color-coding indicates the electrode which was used to generate the pressure.

<table>
<thead>
<tr>
<th></th>
<th>1001</th>
<th>1002</th>
<th>1007</th>
<th>1012</th>
<th>1016</th>
<th>1017</th>
<th>1019</th>
<th>1020</th>
<th>1021</th>
<th>1022</th>
<th>1024</th>
<th>Mean ± SD (N)</th>
</tr>
</thead>
<tbody>
<tr>
<td>prox</td>
<td>2.4</td>
<td>2.6*</td>
<td>5.5</td>
<td>2.4</td>
<td>1.2</td>
<td>3.8</td>
<td>1.7</td>
<td>2.8</td>
<td>2.3</td>
<td>18.3*</td>
<td>1.4</td>
<td>4.0 ± 4.9 (11)</td>
</tr>
<tr>
<td>dist</td>
<td>1.8</td>
<td>2.1*</td>
<td>6.4</td>
<td>1.9</td>
<td>1.5</td>
<td>2.7</td>
<td>4.3</td>
<td>10.6</td>
<td>1.0</td>
<td>5.3*</td>
<td>2.0</td>
<td>3.6 ± 2.9 (11)</td>
</tr>
<tr>
<td></td>
<td>3.3</td>
<td>3.6</td>
<td>4.1</td>
<td>X</td>
<td>1.2</td>
<td>2.8</td>
<td>3.0</td>
<td>3.4</td>
<td>1.2</td>
<td>1.9</td>
<td>2.3</td>
<td>2.7 ± 1.0 (10)</td>
</tr>
<tr>
<td></td>
<td>1.6</td>
<td>X</td>
<td>X</td>
<td>0.7</td>
<td>3.8</td>
<td>3.1</td>
<td>1.1</td>
<td>X</td>
<td>2.3</td>
<td>2.3</td>
<td>2.1 ± 1.2 (6)</td>
<td></td>
</tr>
</tbody>
</table>

### Figure 2.
Normalized increases in urethral pressure per location across participants. Stimulation-driven ΔP was normalized to the maximum urethral ΔP response per urethral sensor per participant. Horizontal bars indicate group means.
Figure 3. Nerve recruitment order examples. Participant 1020 had clear 3 Hz stimulation-driven responses at 1x EASt in the proximal urethra (A), and the distal urethra responses appeared at 2x EASt (B). For this participant, the proximal perineal nerve was recruited before the rectal nerve, with the distal perineal nerve recruited last. In participant 1016, there were no urethral responses at 1x EASt (C), and the distal urethra had clearer 3 Hz responses than the proximal urethra at 2x EASt (D). In this participant, the rectal nerve was the first recruited, followed by distal perineal and proximal perineal nerves. The slow oscillation in the pressure tone, generally lasting 5-7 seconds per cycle, is likely due to changes in pelvic floor pressure during different phases of respiration.