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Abstract 39 

Objectives. Increased importance in detection and surveillance of SARS-CoV-2 has been 40 

demonstrated due to the emergence of variants of concern (VOCs). In this study we evaluated if 41 

a commercially available real-time SARS-CoV-2 PCR assay can identify B.1.1.7 lineage samples 42 

by a specific N gene dropout or Ct value shift compared to the S or RdRP gene.  43 

Methods. Patients samples with confirmed B.1.1.7 variant by whole-genome sequencing and 44 

variant-specific PCR (n=48) and non-B.1.1.7 samples (n=53) were tested by the Allplex™ SARS-45 

CoV-2/FluA/FluB/RSV™ PCR assay for presence of S, RdRP and N gene of SARS CoV-2. The 46 

N gene coding sequence of SARS-CoV-2 with and without D3L mutation (specific for B.1.1.7) 47 

were cloned into pCR®-TOPO vectors and Allplex™ SARS-CoV-2/FluA/FluB/RSV™ PCR assay 48 

was performed. 49 

Results. All studied B.1.1.7 patient samples showed significantly higher Ct values (Δ 6-10, N-gene 50 

dropout on Ct values >29) in the N gene compared to the respective values of S and RdRP gene. 51 

Receiver operating characteristic (ROC) curve analysis resulted in 100% sensitivity and specificity 52 

for ΔCt N/RdRP and ΔCt N/S. As a result of the reversed genetic experiments we found also the 53 

shift in Ct values for the 3L variant N-gene. 54 

Conclusions. N gene dropout or Ct value shift is specific for B.1.1.7 positive samples using the 55 

Allplex™ SARS-CoV-2/FluA/FluB/RSV PCR assay. This approach can be used as a rapid tool for 56 

B.1.1.7 detection in single assay high throughput diagnostics.  57 

 58 

Introduction 59 

Severe acute respiratory syndrome coronavirus-2 (SARS-CoV-2), the cause of the life-threating 60 

COVID-19 disease, has rapidly spread rapidly worldwide since December 2019. This positive-61 

sense single-stranded RNA virus, a member of the beta-coronavirus subfamily. Since 62 

transmission to humans the virus undergoes adaptive evolution, resulting in genetic variation that 63 
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can be a challenge particularly in molecular diagnostics, which are based on the detection of small 64 

regions of the viral genome. To this date, several major variants of concern (VOCs) of SARS-CoV-65 

2 have been reported. Currently, (i) B.1.351 (first detected in South Africa) [1], (ii) P.1, (Brazil) [2] 66 

and (iii) B.1.1.7 (United Kingdom) [3] are among the most important ones. The B.1.1.7 variant has 67 

been associated with an increased mortality [4] and risk of transmission [5] and is rapidly 68 

expanding its geographic range worldwide; therefore, early identification of this variant in patients 69 

may help reduce further spread of infection. Each lineage is characterized by a combination of 70 

single mutations across the SARS-CoV-2 genome, and while some are shared between the 71 

aforementioned lineages, others are specific for one individual lineage. For example, amino acid 72 

exchange N501Y in the SARS-CoV-2 spike (S) protein is present in all three mentioned lineages, 73 

whereas the additional deletion H69/V70 in the same protein is present in B1.1.7, but not in the 74 

other two VOCs B.1.351 and P.1 [3]. The B.1.1.7 has also a specific mutation in the N gene (D3L) 75 

which can be targeted by PCR assays. 76 

Multiplex PCR is considered as gold standard for SARS-CoV-2 detection, and dual or triple target 77 

approaches are recommended. However, identification of viral variants is not intended with regular 78 

PCR kits. The presence of SARS-CoV-2 variants in a patient sample can potentially change the 79 

performance of the SARS-CoV-2 assay. Occasional dropouts of various genes included as targets 80 

in SARS-CoV-2 multiplex PCR approaches have been reported, affecting the S gene [6,7], N gene 81 

[8,9] or E gene [10], which may allow presumptive identification of specific lineages. While rapid 82 

spread of VOC lineages is an imminent danger in Europe and worldwide, rapid detection of VOCs 83 

is limited by the turnaround time and costs or availability of methods such as next-generation 84 

sequencing (NGS) or variant specific PCR, respectively. Here, we report an approach which 85 

allows for presumptive identification of the B.1.1.17 lineage by calculating a score from the Ct 86 

values of the target genes included in the Allplex™ SARS-CoV-2/FluA/FluB/RSV Assay 87 

(Seegene, South Korea), thus greatly speeding up the time to result of laboratory diagnosis of this 88 

lineage.  89 
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 90 

 91 

Method and Results 92 

 93 

Using a real-time (RT) PCR assay with SARS-CoV-2 detection based on a triple target approach 94 

(S gene, RdRP gene, and N gene), we found N gene-specific changes in early 2021 in a large 95 

clinical diagnostics laboratory in Southern Germany. A total of 48 consecutive samples all showing 96 

N gene dropouts (n=6) or N gene cycle threshold (Ct) value shifts (n=42) was collected for further 97 

analysis aiming at lineage-specific assignment of the respective SARS-CoV-2 strains. To this end, 98 

either whole-genome sequencing (n=23) (Illumina MiSeq and Novaseq 6000) or variant specific 99 

PCR (n=25) (Novaplex™ SARS-CoV-2 Variants I Assay, Seegene) were performed, confirming 100 

all samples with a Δ N/RdRP or N/S score > 5 as belonging to the B.1.1.7 lineage. In addition, a 101 

selection of 58 samples with unsuspicious Δ N/RdRP or N/S scores (< 5) sampled during the same 102 

period of time was also subjected to lineage-specific analysis (Novaplex™ SARS-CoV-2 Variants 103 

I Assay), confirmed as non-B.1.1.7 lineages (B.1.1.317 (n=2), B.1.351 (n=1), N501Y+, E484K+ 104 

(n=1), N501Y-, E484K+ (n=1) and N501Y-, Del. H69/V70- (n=53), reflecting the local epidemiology 105 

in early 2021 (Supplemental Table 2). 106 

The observed N gene Ct shift or N gene dropout was detectable regardless if samples were 107 

strongly or weakly positive for SARS-CoV-2, as evident from the broad range of Ct values for 108 

B.1.1.7 and non-B.1.1.7 (Figure 1A). Receiver operating characteristic (ROC) curve analysis 109 

resulted in 100% sensitivity and specificity for ΔCt N/RdRp and ΔCt N/S (95% confidence interval 110 

(CI) sensitivity 91.62%-100% and selectivity 93.79%-100), while there was no such effect for ΔCt 111 

S/RdRP genes, also reflected by differences in areas under the curve (AUC) (Figure 1B). In 112 

addition, the Ct value shifts observed for both N/RdRP and N/S genes allows for meaningful 113 

classification of B.1.1.17 versus non-B.1.1.17 (no overlapping/outliers). This is also supported be 114 
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the homogeneity for N/RdRP and N/S gene Ct values (visualized in linear regression analysis in 115 

Figure 1 C).  116 

In order to assess the specificity of our findings, a subset of the samples with N gene Ct shift or N 117 

gene dropout were tested by two other commercially available SARS-CoV-2 PCR assays. 118 

Interestingly, neither the Allplex™ 2019-nCoV (Seegene) nor the VIASURE SARS-CoV-2 119 

(CerTest, for BD MAX™ System) showed N gene Ct shift or N gene dropout.  120 

To elucidate the underlying molecular mechanism resulting in the observed N gene dropout or Ct 121 

value shift, we cloned the N gene coding sequence with and without D3L mutation into pCR®-122 

TOPO vectors. Next, each plasmid was diluted to an initial copy number of 125*10^8 afterwards 123 

diluted to 1:10, 1:100 and 1:1000 dilutions. To imitate extraction and test conditions, 0.5 µl of each 124 

dilution was then mixed with 500 µl viral transport medium containing a negative tested 125 

nasopharyngeal swab. Nucleic acid extraction was performed on Seegene Nimbus IVD using the 126 

STARMag 96 X 4 Viral DNA/RNA 200 C Kit (Seegene). Amplification and detection of SARS-CoV-127 

2 was performed with Allplex™ SARS-CoV-2/FluA/FluB/RSV. For variant specific PCR, 128 

Novaplex™ SARS-CoV-2 Variants I assay was performed.  129 

Again, we found a shift in Ct values for the 3L variant N-gene using the Allplex™ SARS-CoV-130 

2/FluA/FluB/RSV assay. This confirmed that the D3L mutation can be discriminated by the 131 

Allplex™ SARS-CoV-2/FluA/FluB/RSV assay, but not by the Allplex™ 2019-nCoV test (Figure 2A, 132 

B).   133 

 134 

 135 

Discussion 136 

 137 

N gene dropout or Ct value shift are specific for B.1.1.7 positive samples 138 

We were able to demonstrate that all confirmed B.1.1.7 samples have an N gene dropout or Ct 139 

value shift compared to the S or RdRP gene for SARS-CoV-2 by the Allplex™ SARS-CoV-140 
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2/FluA/FluB/RSV assay. These N gene dropouts or Ct value shifts were caused by D3L mutation 141 

in the N gene of SARS-CoV-2 which was confirmed by reverse genetics. In contrast, strains of 142 

other lineages were not affected by N gene dropouts or Ct value shifts. Mutations in the N gene 143 

are known to occur less often than in other regions of the SARS-CoV-2 genome [11–15]. To the 144 

best of our knowledge, this is the first report of N gene dropout or Ct value shift with diagnostic 145 

relevance as a marker of the B.1.1.7 lineage (Allplex™ SARS-CoV-2/FluA/FluB/RSV Assay), 146 

similar to what has previously been reported for S gene dropouts for TaqPath COVID-19 assay 147 

(ThermoFisher, US). However, the N gene dropout has a higher specificity for the B.1.1.7 lineage, 148 

as it does not occur in N501Y-, ds69-70 strains (e.g. lineages from mink and others). 149 

 150 

Allplex™ SARS-CoV-2/FluA/FluB/RSV Assay can be used as fast detection tool for 151 

presumptive identification of the B.1.1.7 lineage 152 

Detection of SARS-CoV-2 variants has become an additional task for many laboratories, which 153 

can be a time critical challenge. As whole-genome sequencing is the gold standard to detect, track 154 

and monitor virus variants (surveillance), this method is neither accessible everywhere nor easy-155 

to-perform. Especially in clinical contexts, fast identification of VOC lineages is crucial for patient 156 

management in both inpatient and outpatient settings (infection control and prevention measures 157 

including contact tracing). While most laboratories have meanwhile implemented workflows to 158 

deliver SARS-CoV-2 RT-PCR results in a timely manner, variant specific discrimination of positive 159 

samples requires additional resources and thus delays reporting of VOCs. This counteracts public 160 

health strategies particularly aiming at slowing down the spread of VOCs because of their 161 

increased transmissibility. 162 

In addition to the detection of four viral respiratory pathogens (SARS-CoV-2, Influenza A and B 163 

plus RSV), the Allplex™ SARS-CoV-2/FluA/FluB/RSV Assay allows for presumptive assignment 164 

of SARS-CoV-2 positive samples to the B.1.1.7 lineage in a one-step approach by using the 165 

proposed Δ N/RdRP or N/S score. However, confirmation of this presumptive result is warranted 166 
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as the Allplex™ SARS-CoV-2/FluA/FluB/RSV Assay is not intended for detection of VOCs by the 167 

manufacturer. Furthermore, the proposed Δ N/RdRP or N/S score cannot be applied for detection 168 

of VOCs other than the B.1.1.7 lineage.  169 

In conclusion, this approach can be used as a rapid tool for B.1.1.7 detection and surveillance in 170 

high throughput diagnostics.  171 

 172 
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 254 

Figure 1: The Allplex™ SARS-CoV-2/FluA/FluB/RSV Assay reliably discriminates SARS-255 

CoV-2 B.1.1.7 from non-B.1.1.7 positive patient specimens. A) Violin plots with median (solid 256 

black lines), quartiles (dashed black lines) and individual data points (open circles) of determined 257 

cycle thresholds (Ct) values for B.1.1.7 and non-B.1.1.7 positive patient specimens in RT-PCR 258 

for three genes, S, RdRp and N. B) Receiver operating characteristic (ROC) curves 259 

discriminating absolute differences in Ct values of B.1.1.7 and non-B.1.1.7 positive patient 260 

specimens between N gene and S gene (left panel), N gene and RdRp gene (middle panel) and 261 

S gene and RdRp gene (right panel). Lower respective panels display differences in Ct values; 262 

dashed lines indicate Ct with 100% sensitivity and specificity as determined in ROC curves. C) 263 

Linear regression of Ct values of N gene and S gene (left panel) and N gene and RdRp gene of 264 

B.1.1.7 (blue line and 99% prediction band) and non-B.1.1.7 (gray line and 99% prediction band) 265 

positive patient specimens, respectively. No significant difference in slope is determined, y-266 

intercepts (elevations) differ significantly (**** p < 0.0001). 267 

 268 

Figure 2: The Allplex™ SARS-CoV-2/FluA/FluB/RSV Assay discriminates SARS-CoV-2 N 269 

gene 3L from D3 plasmids, while the Allplex™ 2019-nCoV Assay does not. A) Standard 270 

curves of pCRII-TOPO_N-gene_3L (blue line and 99% prediction band) and _D3 (gray line and 271 

99% prediction band) plasmid titrations using the Allplex™ SARS-CoV-2/FluA/FluB/RSV assay 272 

(left panel) and the Allplex™ 2019-nCoV assay (right panel), respectively. B) Linear regression 273 

of Ct values of pCRII-TOPO_N-gene_3L and _D3 assessed using the Allplex™ SARS-CoV-274 

2/FluA/FluB/RSV assay (blue line and 99% prediction band) and the Allplex™ 2019-nCoV assay 275 

(gray line and 99% prediction band). No significant difference in slope is determined, y-intercepts 276 

(elevations) differ significantly (**** p < 0.0001). 277 
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Supplemental data 1A, B, C, D. A). Linear regression of Ct values of S gene and RdRp gene of 278 

B.1.1.7 (left panel, blue line and 99% prediction band) and non-B.1.1.7 (right panel, gray line and 279 

99% prediction band) positive patient specimens. B and C). Included samples (n=106) with Ct 280 

values of the S, RdRP and N gene by the Allplex™ SARS-CoV-2/FluA/FluB/RSV assay with the 281 

corresponding results of whole genome sequencing or variant specific PCR. N501Y+, Del. 282 

H69/V70+ indicate presence of lineage B.1.1.7 D.) Nucleotide sequence alignment (MUSCLE) of 283 

N gene sequences from two exemplary patient samples (non-B.1.1.7 and B.1.1.7, respectively) 284 

and pCRII-TOPO_N-gene_D3 and _3L plasmids. Only the region containing the D3L mutation is 285 

shown (nucleotide position 1-12), with D3 highlighted in green (non-B.1.1.7) and 3L (B.1.1.7) 286 

highlighted in red. Translated amino acid sequences are shown above and below the nucleotide 287 

sequences. N gene sequences from the patient samples were extracted from whole-genome 288 

sequences.  289 

 290 

 291 
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