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Abstract 26 

Purpose: Compared to nasopharyngeal/oropharyngeal swabs, non-invasive saliva samples 27 

have enormous potential for scalability and routine population screening of SARS-CoV-2. In 28 

this study, we are investigating the efficacy of saliva samples relative to 29 

nasopharyngeal/oropharyngeal swabs for use as a direct source for the RT-PCR based SARS-30 

CoV-2 detection. 31 

Methods: Paired nasopharyngeal/oropharyngeal swabs and saliva samples were collected 32 

from suspected positive SARS-CoV-2 patients and tested using RT-PCR. Generalised linear 33 

models were used to investigate factors that explain result agreement. Further, we used 34 

simulations to evaluate the effectiveness of saliva-based screening in restricting the spread of 35 

infection in a large campus such as an educational institution. 36 

Results: We observed 75.4% overall result agreement. Prospective positive samples stored for 37 

three or more days showed a drastic reduction in the probability of result agreement. We 38 

observed 83% result agreement and 74.5% test sensitivity in samples processed and tested 39 

within two days of collection. Our simulations suggest that a test with 75% sensitivity, but 40 

high daily capacity can be very effective in limiting the size of infection clusters in a 41 

workspace. Guided by these results, we successfully implemented a saliva-based screening in 42 

the Bangalore Life Sciences Cluster (BLiSC) campus. 43 

Conclusion: These results suggest that saliva may be a viable sample source for SARS-CoV-44 

2 surveillance if samples are processed immediately. We strongly recommend the 45 

implementation of saliva-based screening strategies for large workplaces and in schools, as 46 

well as for population-level screening and routine surveillance as we learn to live with the 47 

SARS-CoV-2 virus. 48 

 49 
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 3 

Introduction 51 

The COVID-19 pandemic spread rapidly in India, infecting more than 30 million people in 52 

two years [1]. Given this magnitude and speed, COVID-19 presents various diagnostic 53 

challenges, in the context of massive population density and limited diagnostic and health 54 

infrastructure capabilities. Viral diagnosis has progressed tremendously, and of the various 55 

modalities for SARS-CoV-2 diagnosis, the most reliable test is the reverse transcription-56 

polymerase chain reaction (RT-PCR) on Nasopharyngeal/Oropharyngeal swabs collected in 57 

Viral Transport Medium (N/OPS-VTM). This demands skilled technical staff, involves 58 

procedural complexities such as viral inactivation and RNA extraction. Besides, the sample 59 

collection protocol causes significant discomfort to the patient [2] and demands strict 60 

protocols for prevention of infection to healthcare workers. These procedural complexities of 61 

the test are associated with increased cost and turnaround time. 62 

 63 

The SalivaDirect is an alternative RNA extraction free, cost-effective RT-PCR-based 64 

protocol with a short turnaround time and less dependence on the supply chain [3]. Using 65 

saliva as a source sample has several advantages: 1) samples can be collected by patients 66 

without the help of trained personnel, 2) stringent personal protective equipment (PPE) are 67 

not required, 3) non-invasive routine testing is possible 4) dispensing with swabs or VTM 68 

adds flexibility, and 5) no requirement for RNA extraction reduces the cost and hence widens 69 

its applicability. Evidence related to using saliva for SARS-CoV-2 testing is evolving, and 70 

recent studies have reported promising results [4, 5]. Unfortunately, saliva-based tests in 71 

India are explored by very few studies [5, 6]. 72 

 73 

In this study, we assessed the performance of saliva relative to N/OPS-VTM samples for use 74 

as a direct source (without RNA extraction) for the RT-PCR based SARS-CoV-2 detection. 75 
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We also investigated correlates for discordance between N/OPS-VTM and saliva sample 76 

pairs. Further, we used simulations that incorporate concordance to evaluate the effectiveness 77 

of SalivaDirect in restricting the infection spread in a large campus such as an educational 78 

institution. Finally, we present a case study on the implementation of such a strategy in an 79 

educational institution. Through this study, we provide evidence for a low cost, easy, fast, 80 

and accurate test that has a considerable advantage in a country like India, especially in 81 

learning to ‘live with the virus’. 82 

 83 

Materials and Methods 84 

Ethical statement 85 

The study was approved by the Institutional Review Board of Bangalore Baptist Hospital 86 

(BBB/IRB/2020/010); Institutional Human Ethics Committee and Institutional Biosafety 87 

Committee, National Centre for Biological Sciences (NCBS/IEC-22/01, NCBS/IEC-26/, 88 

NCBS:34IBSC/UR1). 89 

 90 

Sample collection, processing and testing for SARS-CoV-2 91 

Samples were obtained from patients of Bangalore Baptist Hospital between December 2020 92 

and May 2021. From each individual, a N/OPS-VTM and saliva (5 ml) were collected. Each 93 

paired sample was given a unique biorepository number and transported to the COVID-19 94 

testing laboratory at Institute for Stem Cell Science and Regenerative Medicine (inStem). 95 

Upon arrival, samples were stored in a 4°C refrigerator in the biosafety laboratory. Storage 96 

time before processing the samples varied from 0 to 15 days with a mean of 4 days. In case of 97 

storage beyond two days, the samples were moved to a -20°C freezer. 98 

N/OPS-VTM samples were processed following the Indian Council of Medical Research 99 

(ICMR) approved protocol. RNA was extracted using a magnetic bead-based automated Viral 100 
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RNA Extraction protocol (Beckman Coulter Life Sciences). Saliva were processed following 101 

SalivaDirect protocol [3] and tested for RdRP, E and N genes of SARS-CoV-2 and human 102 

RNase P gene using NeoDx-CoviDx™ mPlex-4R SARS-CoV-2 RT-PCR Detection kits. Test 103 

results were evaluated based on manufacturer’s guidelines. Detailed sample collection and 104 

testing strategies are provided in the Supplementary material. 105 

 106 

Analysis 107 

We determined (a) the number of individuals positive for SARS-CoV-2 in both N/OPS-VTM 108 

and saliva, (b) those positive only in N/OPS-VTM, (c) those positive only in saliva, and (d) 109 

those negative in both N/OPS-VTM and saliva. From this data, we computed the test 110 

sensitivity on each sample type. Since nasopharyngeal swab sampling has been shown to 111 

produce false negatives by RT-PCR [7], sensitivities for the saliva and the N/OPS-VTM are 112 

defined here respectively as (a+c)/(a+b+c) and (a+b)/(a+b+c), considering any individual 113 

with a positive result on one or the other sample as true positive [4].  114 

 115 

We compared positive outcomes from the saliva results with true positives and used a 116 

Generalized Linear Model (GLM) to understand the factors that explain result agreement (or 117 

disagreement). We modelled result agreement/disagreement (success/failure) as a function of 118 

the sex of the patient, age, severity of the symptoms (asymptomatic and symptomatic), and 119 

storage duration (number of days between collection and testing; grouped into two bins: 0-2 120 

days and 3-15 days), assuming a binomial error distribution. This analysis did not include 121 

individuals showed inconclusive results. We also assessed the Ct-value distribution of all test 122 

genes for concordant samples and compared using Wilcoxon test [8]. 123 

 124 

Modelling infection spread on a network 125 
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We explored the effectiveness of campus-wide saliva-based screening using a Monte Carlo 126 

simulation of infection transmission in a network of 1600 individuals. In the simulation, a 127 

subset of individuals are tested each day, and test results are reported after some delay. 128 

Individuals who test positive are isolated, and their contacts are subsequently tested and 129 

isolated if positive. We start with a single positive case and run the simulation until there are 130 

no infected individuals remaining. The model is stochastic, so each run of the simulation 131 

produces a different result. The total number of infections at the end of the simulation defines 132 

the size of the cluster. An important goal of mitigation is to limit the size of a cluster seeded 133 

by a single infection. The model used for simulation is described in the Supplementary 134 

material. 135 

 136 

Results 137 

SARS-CoV-2 detection in paired N/OPS-VTM and saliva samples 138 

We observed 75.4% overall result agreement between N/OPS-VTM and saliva sample pairs; 139 

30.3% positive agreement and 45.1% negative agreement (Table 1). The inconclusive results 140 

were 1.1% and 5.7% for N/OPS-VTM and saliva, respectively. Interestingly, 3.4% of saliva 141 

samples were positive when the corresponding N/OPS-VTM were negative. The sensitivity 142 

of saliva and N/OPS-VTM were 70.2% and 92.9%, respectively. 143 

In the GLM with four variables, duration of storage was independently associated with result 144 

agreement (Supplementary Table 1). Among N/OPS-VTM positive or saliva positive 145 

patients, we observed a clear drop in result agreement (Fig 1) from 80.8% ( SE 70.7-88) to 146 

55.5% (SE 45.7-64.9) when samples were stored for more than two days (p=0.025). 147 

Concordance (83%) and the sensitivity (74.5%) of the saliva test improved when we 148 

considered only the samples tested within two days of collection (Table 2). This also resulted 149 

in a significant improvement (decrease) in inconclusive test results (1.8% in saliva and 0.9% 150 

 . CC-BY-NC 4.0 International licenseIt is made available under a 
perpetuity. 

 is the author/funder, who has granted medRxiv a license to display the preprint in(which was not certified by peer review)preprint 
The copyright holder for thisthis version posted February 8, 2022. ; https://doi.org/10.1101/2022.02.07.22269889doi: medRxiv preprint 

https://doi.org/10.1101/2022.02.07.22269889
http://creativecommons.org/licenses/by-nc/4.0/


 7 

in N/OPS-VTM). We also found that viral loads were statistically indistinguishable in 151 

positive sample pairs for all three viral genes (Wilcoxon p > 0.05, Fig 2) among positive 152 

concordant samples. 153 

 154 

Simulations reveal that saliva-based screening can limit infection spread 155 

We track the probability that a single starting infection leads to a large cluster (of size 25 or 156 

more) as the testing parameters are varied (Fig 3). This model is not meant to replicate the 157 

transmission dynamics of an actual workforce; rather, it is a proof of principle to identify key 158 

factors that influence the success of screening. We focus on three key factors of the testing 159 

protocol: (a) sensitivity, (b) daily testing capacity, (c) delay in reporting results. In our 160 

simulations, in the absence of testing and isolation, the probability of a large cluster is 20% 161 

under the assumed parameter values. However, by using a test with 75% sensitivity, at 200 162 

tests per day with a one-day delay for results, we decrease the probability of a large cluster 163 

ten-fold, to about 2%. Moreover, this protocol works better than a test with 100% sensitivity, 164 

but with half the capacity or twice the delay. 165 

 166 

Implementation of a saliva screening program 167 

In the light of these results, we implemented saliva-based screening in Bangalore Life 168 

Science Cluster (BLiSC) campus of ca. 1400 adults. Participants donated a saliva sample 169 

once every seven days, and information was collected using a mobile phone application. 170 

Individuals were instructed on the sample collection protocol using a video played at the 171 

collection centre with no verbal instruction. Samples were tested on the same day, the 172 

maximum delay between sample collection and testing being ca. 8 hrs. Over six months, we 173 

tested ca. 20000 saliva f samples for SARS-CoV-2 using the protocols described here. An 174 

average of 160 samples were tested each day, with a maximum of 300 samples on a single 175 
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day. Samples were collected between 10 am and 2 pm Monday to Friday, processed in about 176 

6 hrs, with final results delivered soon after (the same evening) via mobile phones. Over 177 

these six months, we noted only ca. 10 instances where amplification of the internal control 178 

(RP) did not occur, presumably due to inhibitory factors in the collected saliva. Over that 179 

same period, nine saliva samples tested positive. Of these, eight individuals were completely 180 

asymptomatic, and one had very mild generic symptoms suggestive of an upper respiratory 181 

tract infection. Among these nine individuals, three tested positive on NP swabs collected on 182 

the same day, one tested negative, and the remaining 5 declined further testing and preferred 183 

to isolate as per public health guidelines. 184 

 185 

Discussion 186 

Saliva is emerging as an effective alternative sample type for SARS-CoV-2 testing, with very 187 

high sensitivity and specificity [3, 9]. However, N/OPS-VTM remain the more effective 188 

sample type for routine diagnosis. Within this context, we examine the efficacy of the saliva 189 

for direct RT-PCR and their potential for large-scale testing. Our results suggest that saliva is 190 

an excellent alternative to conventional N/OPS-VTM with a reasonable concordance. The 191 

overall result agreement between N/OPS-VTM and saliva was 75.4%, slightly lower than 192 

reported in recent studies [10, 11]. This reduction in result agreement could be attributed to 193 

the longer storage duration of samples, timing of sampling and severity of the disease [12]. 194 

Since saliva samples were collected without any stabilization media, RNA stability might 195 

have been compromised during the storage and freeze-thaw, resulting in lower positivity [13, 196 

14]. When recalculated for samples with less than two days of storage, concordance (83%) 197 

and sensitivity (74.5%) were closer to those reported in several recent studies [4]. 198 

 199 
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The sensitivity of saliva was lower than that of N/OPS-VTM. This could be because most 200 

samples were follow-up samples of admitted positive patients collected after a week of 201 

hospitalisation. Many would have been symptomatic for more than two weeks; however, this 202 

information was unavailable. Recent studies have found a higher percentage of viral 203 

positivity in saliva when collected within ten days of COVID-19 diagnosis [15, 16]. Delayed 204 

sample collection could have been a reason for the low saliva sensitivity in our study. 205 

Another important finding of this study is that the Ct value comparison of three viral genes 206 

for samples with positive result agreement showed no significant variation. This suggests that 207 

these samples would have been taken in the initial phase of the infection. It also indicates that 208 

both positive N/OPS-VTM and saliva samples had a similar viral load, suggesting saliva is a 209 

valuable alternative sample type for SARS-CoV-2 detection [17]. 210 

 211 

Testing of asymptomatic individuals in a workforce is a proactive approach that can help 212 

identify and isolate sources of SARS-CoV-2 infection. In choosing the testing protocol, one 213 

confronts a trade-off between test sensitivity on the one hand, and testing capacity and testing 214 

delay on the other. For example, Rapid Antigen Tests produce immediate results with low 215 

sensitivity, while the gold-standard N/OPS RT-PCR test achieves high sensitivity but with 216 

limited capacity and delayed results. Furthermore, even a 100% sensitive test cannot prevent 217 

spread, since only a fraction of individuals are sampled each day, and individuals in early 218 

stages of infection may not test positive. We explored these trade-offs using a simulation of 219 

infection transmission. We found that increased testing capacity and decreased delay more 220 

than offset decreased test sensitivity, in preventing the emergence of large infection clusters. 221 

In particular, higher testing capacity enabled a more rapid cycle for testing an entire 222 

workforce, increasing the chance that an infection missed in one cycle was picked up in the 223 

next. 224 
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 225 

The saliva-based protocol described here meets the criteria highlighted above, for effective 226 

workplace screening. It is non-invasive, simple and self-collected without any PPE and can 227 

be used directly for RT-PCR [18]. The SalivaDirect protocol does not require RNA 228 

extraction, a significant bottleneck in the testing workflow [3]. These unique features of 229 

saliva screening significantly reduce testing costs and complexity when compared to N/OPS-230 

VTM testing although we have not performed a formal cost analysis. Adopting saliva-based 231 

screening could yield higher testing capacity and shorter delays in result reporting. In case of 232 

resource constraints, saliva pooling can also be employed to further reduce overall turnaround 233 

time and test burden [19, 20]. Given these benefits, as well as the observed concordance 234 

between N/OPS-VTM and saliva, we piloted saliva-based screening to detect COVID-19 235 

infections in the BLiSC academic campus. We found that this screening and surveillance 236 

effort was successful, enabling the campus to remain functional during the ongoing COVID-237 

19 pandemic in India. Regular screening, which depends heavily on participant compliance, 238 

allows the resumption of normal workplace activity with enhanced safety with respect to 239 

COVID-19 infection. The approach described here can be scaled up for routine surveillance 240 

efforts, and implemented in schools, offices, academic institutions, and residential 241 

apartments. 242 

 243 

Conclusion 244 

While there is substantial evidence for saliva as a source sample for SARS-CoV-2 detection 245 

globally, we present here a comprehensive study where we validate saliva as a screening tool 246 

for SARS-CoV-2 in India. Simulations aimed at detecting infection clusters guided the setup 247 

of a regular saliva-based screening on an academic campus, given estimates of concordance 248 

between saliva and nasopharyngeal/oropharyngeal swabs. Finally, we highlight the successful 249 
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implementation of such a strategy on an academic campus. We hope this study can serve as 250 

an example and provide guidelines for the setup of a rapid and efficient approach to safe 251 

functioning of large establishments, including schools and industries, in the coming years as 252 

the world continues to live through a pandemic. 253 
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Tables and Figures 346 

 347 

Table 1: A matrix showing the alignment of results from the two methods - N/OPS-VTM 348 

and Saliva - for all samples (N = 175). The asterisk indicate result agreements. 349 

N/OPS-VTM (N=175) 

Saliva 
(N=175) 

 
Positive Negative Inconclusive Total 

Positive 30.3% (53)* 3.4% (6) 0.6% (1) 34.3% (60) 

Negative 14.3% (25) 45.1% (79)* 0.6% (1) 60.0% (105) 

Inconclusive 5.7% (10) 0.0% (0) 0.0% (0) 5.7% (10) 

Total 50.3% (88) 48.6% (85) 1.1% (2) 175 

 350 

 351 

Table 2: A matrix showing the alignment of results from the two methods - N/OPS-VTM 352 

and Saliva - for samples tested within two days of collection (N = 112). The asterisk indicate 353 

result agreements. 354 

N/OPS-VTM (N=112) 

Saliva 
(N=112) 

  Positive Negative Inconclusive Total 

Positive 27.7% (31)* 3.6% (4) 0.9% (1) 32.1% (36) 

Negative 10.7% (12) 55.4% (62)* 0.9% (1) 67.0% (75) 

Inconclusive 0.9% (1) 0.0% (0) 0.0% (0) 0.9% (1) 

Total 39.3% (44) 59.0% (66) 1.8% (2) 112 

 355 
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 356 

Fig 1: Probability of result agreement in positive samples (0-2 days: N = 49; 3-15 days: N = 357 

46). Samples stored for more than two days showed high result disagreement between paired 358 

samples. Error bars are standard errors and the asterisk denotes a significant difference. 359 

 360 

 361 

Fig 2: Boxplot showing Ct value distribution for three SARS-CoV-2 genes and human 362 

RNAse P gene. There is no significant difference in mean Ct values for viral genes between 363 

N/OPS-VTM and saliva samples. 364 

 365 
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 366 

Fig 3: Results of a Monte Carlo simulation of infection transmission on a network of 1600 367 

individuals. We track the probability that a single starting infection seeds a cluster of 25 or 368 

more infections. We compare a baseline protocol that has a capacity of 200 tests per day and 369 

a delay in reporting of one day (green), with variations having higher or lower capacities or 370 

delays (see legend). Error bars represent SEM values over 5000 replicate simulations. 371 

 372 
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