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Abstract. 
Rapid testing methods can identify outbreaks and trigger preventive strategies for slowing the spread of 
SARS-CoV-2, the virus that causes COVID-19. The “gold-standard” detection method for SARS-CoV-2 is 
reverse transcription quantitative polymerase chain reaction (RT-qPCR) performed on samples collected 
using a nasopharyngeal (NP) swab. While NP RT-qPCR provides high sensitivity, it requires trained 
personnel to administer and suffers from lengthy time-to-result. Recently, the testing community has 
turned to rapid saliva-based screening methods including saliva-to-RT-qPCR and/or saliva-to-RT-LAMP 
(reverse transcription loop-mediated isothermal amplification) to identify infected individuals regardless of 
symptomatic presentation. Here, we report a simple and rapid RT-LAMP fluorometric assay performed 
directly on heat-inactivated saliva, without the addition of buffers or proteinase K treatments we call saliva 
LAMP (SLAMP). Over the course of two days, a total of 243 individuals were tested using NP RT-qPCR, 
saliva-based qPCR, and saliva-based RT-LAMP. Of the 243 NP RT-qPCR tests, 65 were positive, 178 
were negative, and SLAMP demonstrated a 91% sensitivity and 98% specificity. SLAMP sensitivity 
becomes 95% when samples negative in saliva tests while positive in NP RT-qPCR are excluded from 
evaluation, potentially indicating significant differences in viral titer between collection sites on the 
body. SLAMP is performed in triplicates and takes 45 min to run in the laboratory, requiring less 
technician time and instrument run time than NP RT-qPCR. These results demonstrate that saliva-based 
RT-LAMP can enable frequent and rapid screening of large numbers of people to identify pre-
symptomatic and asymptomatic individuals thereby controlling outbreaks. 
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Introduction. 
COVID-19, the disease caused by the SARS-CoV-2 virus,1 has developed into a worldwide 
pandemic threatening public health, economics, and quality of life. Viral spread can be 
controlled by deploying population-level nucleic acid amplification testing (NAAT) per day at a 
population-level to rapidly identify infected individuals. NAATs have helped stop viral 
transmission, enabled contact tracing, and permitted safer global movement. However, 
inexpensive, widely available, and rapid tests are needed to help reopen our communities. 
Currently, the “gold-standard" method for the detection of SARS-CoV-2 is reverse transcription 
quantitative polymerase chain reaction (RT-qPCR). However, the RT-qPCR test requires 
significant reagent consumption, specialized equipment, trained operators, and several hours to 
perform. Expanding surveillance across a global scale calls for new testing strategies that are 
inexpensive, minimize reagent consumption, decrease assay time, and allow for simple 
monitoring without requiring trained personnel. 
 
A particularly exciting NAAT alternative to RT-qPCR is reverse transcriptase loop-mediated 
isothermal amplification (RT-LAMP). RT-LAMP is an isothermal technique for the exponential 
amplification of RNA. LAMP reactions use 4-6 primers, enhancing assay specificity. Typically 
performed at fixed temperature between 60 °C  and 65 °C, RT-LAMP simplifies NAAT testing 
and removes the longer times and technical barriers of thermal cycling at higher temperatures 
required by PCR-based methods2-7. Amplification is much faster than traditional PCR, even 
when large amounts of non-target RNA are present in the collected specimen, as is the case for 
blood, serum, saliva, and wastewater. The RT-LAMP assay is completed within 45 min, and 
exceptionally high viral loads can be detected within 5 min using either colorimetric or 
fluorometric detection methods. 
 
Here, we present a simple saliva LAMP testing method we call SLAMP, a rapid RT-LAMP 
fluorometric assay performed directly on heat-inactivated saliva, without the addition of buffers 
or proteinase K treatments. Saliva samples containing SARS-CoV-2 virus are inactivated and 
optimally lysed by heating at 95 °C for 15 min post-collection, before adding directly to an RT-
LAMP assay. Through the systematic testing of additives including guanidine HCl, UDG/dUTP, 
and optimizing primer design, we have developed a workflow that enables sensitive RT-LAMP 
detection of SARS-CoV-2 RNA direct from saliva. We report the findings of a multi-day pilot 
study of 243 individuals in which we perform a direct comparison of these individuals sampled 
using nasopharyngeal (NP) RT-qPCR and SLAMP. Of the 243 tests, 65 were positive and 178 
were negative under NP RT-qPCR. The study was performed alongside existing campus NP 
RT-qPCR SARS-CoV-2 testing at Montana State University (MSU) in Bozeman, MT, USA 
during November 2020. We also compare SLAMP to SalivirDetect, a direct saliva-to-qPCR 
assay in which saliva is heated for 45 min in an oven and directly added to an RT-qPCR 
reaction. Both saliva tests are compared to the "gold standard" NP RT-qPCR. SLAMP tests are 
performed in triplicate, significantly decreasing the false negative rate. Of the 243 tests, 65 were 
positive and 178 were negative under NP RT-qPCR. When compared to the NP RT-qPCR, we 
report that SLAMP can achieve SARS-CoV-2 RNA detection in saliva with a sensitivity and 
specificity of 91% and 98%, respectively. SalivirDetect achieved a sensitivity and specificity of 
89% and 97%, respectively. When positive samples that were detected in NP RT-qPCR but not 
in SLAMP nor SalivirDetect were excluded, implying a significant difference in virus titer 
between collection sites on the body, SLAMP achieved a 95% sensitivity. Additionally, when NP 
RT-qPCR-positive test subjects at Ct ≥ 33 measured under SalivirDetect used toothpaste or 
consumed gum, yoghurt, or coffee and were excluded, SalivirDetect sensitivity increased to 
96%. SLAMP requires minimal reagents and transfer steps to perform. The method can be an 
effective screening test for universities and other organizations interested in identifying 
asymptomatic or pre-symptomatic carriers of SARS-CoV-2. Importantly, SLAMP does not 
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require trained medical personnel to collect samples, as in the case of nasopharyngeal (NP) 
swabs. Subjects can self-collect saliva for mail-in or drive-through testing, thereby minimizing 
contact between testing staff and potentially infectious individuals. SLAMP lowers the overall 
need for personnel and personal protective equipment, significantly reducing costs. 
 
MATERIALS AND METHODS 
 
Saliva sample collection and SLAMP assay workflow. 
Nasopharyngeal (NP) swab samples and saliva sample collection took place at the Montana 
State University (MSU) symptomatic testing site in Bozeman, MT, USA between the days of 
mid-November 2020 under MSU IRB approval. Volunteers for the pilot study were provided with 
a 3D-printed accessory caddy containing a 30-mL polypropylene medicine cup (MedPride 
97205), a 1-mL transfer pipet (Szsrcywd kkll), and a screw cap tube (VWR 16466-040). Saliva 
was first expressed into a medicine cup with wide opening (Figure 1i) before using the pipet to 
transfer ≈1.0 mL of saliva into the screw-cap tube (Figure 1ii). Tubes were indexed with 
adhesive labels (Electronic Imaging Materials, Inc. 667) prepared via barcode printer (TSC 
MB340T) and transported to the lab in hard-sided coolers. 70% ethanol sprays were frequently 
used to decontaminate surfaces. The samples were heat-treated within a biosafety cabinet 
using a heat block (Labnet AccuBlock) at 95 °C for 15 min to inactivate the viruses (Figure 1iii). 
Samples were removed from heat treatment and left at room temperature for 20 min to allow 
debris in the saliva to settle to the bottom of the tubes. Barcodes were read to the database 
using a handheld barcode scanner (Motorola Symbol LS2208-SR20007R-NA). Each 5-μL 
sample was added to 20  μL of RT-LAMP solution (NEB) in a 96-well qPCR plate (MicroAmp 
EnduraPlate Optical 96-well Fast Clear Reaction Plate with Barcode, 4483485) before being 
read on a QuantStudioTM  3 Real-Time PCR System (Applied Biosystems) (Figure 1iv). 
 

 
Figure 1. SLAMP testing workflow. (i) 1mL saliva is expressed directly into medicine cup before being pipetted (ii) into screw 
cap sample tube. (iii) Virus inactivation is performed directly on the saliva in the tube without any added buffers in a heat block 
at 95 °C for 15 min. Each sample is pipetted in triplicate RT-LAMP reactions in a qPCR machine (iv) at 65 °C for 45 min. 

 
Subject questionnaire. 
Test subjects were provided with a self-reported questionnaire (SI Methods) for age, gender, 
race, and ethnicity information. Additionally, subjects were asked to confirm whether they were 
currently symptomatic or asymptomatic and whether they had known contact with infected 
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individuals. Finally, subjects were asked to disclose if, in the last 30 min, they had eaten, drank, 
or used mouthwash, chewing gum/lozenge, smoked, chewed tobacco, or brushed teeth. 
 
3D-printed caddy accessory for efficient saliva collection. 
To facilitate drive-through saliva collection, each subject was provided a 3D-printed caddy 
accessory containing a medicine cup, transfer pipet, and sample tube (SI Figure 1A). Accessory 
designs were optimized for low cost and high throughput, enabling printing of five caddies at a 
time (SI Figure 1B). Accessories were manufactured using an SLA 3D-printer (Formlabs, Form 
2 and 3) loaded with clear UV cross-linkable resin (Formlabs, RS-F2-GPCL-04), soaked in 
isopropanol for 20 min, and post-cured under UV light (Formlabs, Form Cure FH-CU-01) at 60 
°C for 15 min. Drainage holes were included at the bottom of each caddy to drain excess resin 
during printing and post-processing and drain 70% ethanol during decontamination. 3D models 
and print files are available as supplementary material. 
 

Duplex RT-LAMP primers for SARS-CoV-2 detection and internal control 
All primers were based on New England Biolabs designs8, ordered from Integrated DNA 
Technologies (Coralville, IA, USA), and resuspended to 100 μM in nuclease-free water (NEB 
B1500L). All primers were desalted except FIP and BIP sequences, which were HPLC purified. 
For 100 reactions, the SARS-CoV-2 primer sets (N2, E1) were prepared as a duplex primer mix 
in the following manner: 40 μL of FIP, 40 μL of BIP, 10 μL of LF, 10 μL of LB, 5 μL of F3, 5 μL of 
B3, and 30 μL nuclease-free water (250 μL total volume). A third internal control primer set 
targeting human beta-actin (ACTB) was also similarly prepared, except with the addition of 140 
μL of nuclease-free water (250 μL total volume). The prepared working primer solutions thus 
consisted of 16 μM of each FIP and BIP, 4 μM of each LF and LB, and 2 μM of each F3 and B3. 
The primer stocks and prepared working primer solutions were stored at -20 °C until use. 
 

Primers Sequence 5’-3’ 

N2_FIP TTCCGAAGAACGCTGAAGCGGAACTGATTACAAACATTGGCC 

N2_BIP CGCATTGGCATGGAAGTCACAATTTGATGGCACCTGTGTA 

N2_F3 ACCAGGAACTAATCAGACAAG 

N2_B3 GACTTGATCTTTGAAATTTGGATCT 

N2_LF GGGGGCAAATTGTGCAATTTG 

N2_LB CTTCGGGAACGTGGTTGACC 

E1_FIP ACCACGAAAGCAAGAAAAAGAAGTTCGTTTCGGAAGAGACAG 

E1_BIP TTGCTAGTTACACTAGCCATCCTTAGGTTTTACAAGACTCACGT 

E1_F3 TGAGTACGAACTTATGTACTCAT 

E1_B3 TTCAGATTTTTAACACGAGAGT 

E1_LF CGCTATTAACTATTAACG 

E1_LB GCGCTTCGATTGTGTGCGT 
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ACTB_FIP GAGCCACACGCAGCTCATTGTATCACCAACTGGGACGACA 

ACTB_BIP CTGAACCCCAAGGCCAACCGGCTGGGGTGTTGAAGGTC 

ACTB_F3 AGTACCCCATCGAGCACG 

ACTB_B3 AGCCTGGATAGCAACGTACA 

ACTB_LF TGTGGTGCCAGATTTTCTCCA 

ACTB_LB CGAGAAGATGACCCAGATCATGT 

 
Fluorescent RT-LAMP Reactions. 
RT-LAMP reactions were set up as described by NEB protocol E1700 (New England Biolabs, 
Ipswich, MA, USA) at 25 μL reaction volume with the following modifications: 12.5 μL Warm 
Start 2X Master Mix, 0.175 μL of dUTP, 0.5 μL of UDG, 2.5 μL of primer mix, 0.5 μL 25 μM 
SYTO-9 (Invitrogen SYTO-9 Green Fluorescent Nucleic Acid Stain, cat no. S34854) 0.25 L of 
ROX reference dye for qPCR (Lumiprobe, Hunt Valley, MD, USA), 2.5 μL of 0.4 M molecular 
biology grade guanidine HCl (GuHCl, final concentration 40 mM) (Alfa Aesar J65661), 1.075 μL 
of nuclease-free water (NEB), and 5 μL of saliva sample. The reactions were performed in a 
QuantStudioTM  3 Real-Time PCR System (Applied Biosystems) for 45 min and monitored every 
1 min for fluorescence in the FAM channel. Triplicate reactions were set up for each saliva 
sample. Controls were run on each 96 well plate, including virus-free, heat-treated human saliva 
as a no-template control for SARS-CoV-2 and a positive internal control for human beta-actin 
(ACTB). The positive control was fragment 1 of the synthetic SARS-CoV-2 RNA provided by the 
National Institute of Standards and Technology (NIST) (RGTM 10169, 5 × 106 RNA copies per 
microliter). The positive control was diluted in virus-free saliva so that there were 5 × 104, 5 × 
102, or 5 copies/μL in the reaction mix. 
 
NEB Luna Kit RT-qPCR Reactions. 
All RT-qPCR reactions used for SLAMP standard curve comparisons were prepared according 
to manufacturer protocol (NEB E3006L): 10 μL of Luna Universal Probe One-Step Reaction Mix 
(2×), 1 μL of Luna Warm Start RT Enzyme Mix (200×), 4 μL of primer mix, and 5 μL of template 
for a final reaction volume of 20 μL. The CDC N1 forward primer was 
GACCCCAAAATCAGCGAAAT, CDC N1 reverse primer TCTGGTTACTGCCAGTTGAATCTG, 
and probe FAM-ACCCCGCATTACGTTTGGTGGACC-BHQ1. The primer mix was prepared 
from a 20 μM stock of each primer and constituted the following: 0.4 μL of both forward and 
reverse primers (0.4 μM final concentration), 0.2 μL of probe (0.2 μM final concentration), 0.5 μL 
of UDG, and 2.5 μL of nuclease-free water. The reactions were performed in a QuantStudio 7 
Real-Time PCR system with the following thermocycler conditions: reverse transcription at 55 
°C for 10 min, initial denaturation at 95 °C for 1 min, followed by 44 cycles of denaturation at 95 
°C for 10 s, extension at 55 °C for 30 s, and plate read. The data was analyzed using Design & 
Analysis Software, Release Version: 2.5.0, Copyright 2020 Thermo Fisher Scientific. 
 
Curve fitting. 
RT-LAMP amplification curves were described by equation Rn(t) = a + (k - a)(1 + exp[-b(t - m)]) 
where ΔRn(t) represents a scaled and baselined fluorescence intensity as a function of reaction 
time t.9 Fit parameters a and k define the lower and upper saturation limits, respectively, while m 
and b describe the x-coordinate and slope at the inflection point, respectively. The time-to-
positive Tp = m - 2/b is derived from m and b fitting parameters and serves as an analog to the 
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familiar cycle threshold Ct used in qPCR results interpretation. Fitting was performed using 
KaleidaGraph v4.1 non-linear least squares routine. 
 
Synthetic vRNA standards for determining LOD. 
Standards were prepared from heat- and TCEP-inactivated saliva to protect RNA from 
endonucleases and represent ideal backgrounds. Final TCEP concentrations in reactions were 
2.5 mM. Full-length synthetic genomic vRNA was purchased from Twist Biosciences (Control 9 
Genbank ID: MT152824, GISAID ID: USA/WA2/2020). 
 
BSL-3 SARS-CoV-2 growth and heat inactivation of infectivity. 
Plaque assays (sensitivity limit 5 plaque-forming units (PFU)/mL) were performed on infectious 
solutions of USA/WA1/2020 strain (BEI Resources) SARS-CoV-2 serially diluted 10-fold in viral 
media which consists of 1× Dulbecco's Modified Eagle's Medium (DMEM), 2% fetal bovine 
serum (FBS), and 1× Pen Strep. Dilutions are inoculated onto susceptible E6-Vero cells (ATCC) 
and incubated for 1 h to facilitate infection. Subsequently, cells are overlaid with a diffusion-
limiting agent composed of 0.75% methylcellulose and incubated at 37 °C for 3-4 days. Viral 
replication causes "plaques" to form on the cell monolayer, the number of which correlate with 
infectivity present in the original sample. Heat treatment was conducted in 1.5 mL screw cap 
tubes from 1.5 mL of viral supernatant at 1.2 × 107 PFU/mL and temperatures were confirmed 
with thermometers and digital probes10. 
 
SalivirDetect RT-qPCR. 
SLAMP was compared to a saliva-to-RT-qPCR assay called SalivirDetect with FDA Emergency 
Use Authorization (EUA) application number EUA202615, submitted August 25, 2020 and 
developed by Drs. Phillip Buckhaults and Carolyn Banister (University of South Carolina). 
SalivirDetect, like SLAMP, uses heating at 95 °C to process saliva without inactivation buffers or 
additives. SalivirDetect was conducted in the InHealth Life Sciences CLIA/CAP laboratory led by 
Dr. Deborah Keil (MSU). Briefly, ≈5 mL of saliva was collected in a 50 mL centrifuge tube. The 
tube was placed in a 95 °C oven (Fisherbrand Isotemp General Purpose Heating and Drying 
Oven) for 45 min, then allowed to sit at room temperature to cool. Two 5-μL aliquots of the 
saliva were transferred to two wells in a 96-well plate containing RT-qPCR reagents, one well 
containing N1 primers and the second well containing human RNase P  (RP) primers from the 
United States Center for Disease Control (US CDC) Real-Time Reverse Transcription PCR 
Panel for SARS-CoV-2 detection. Reactions were prepared using NEB Luna Kit as described 
above. Samples were run on a BioRad CFX96 qPCR machine. 
 

Primers Sequence 5’-3’ 

2019-nCoV_N1-F GACCCCAAAATCAGCGAAAT 

2019-nCoV_N1-R TCTGGTTACTGCCAGTTGAATCTG 

2019-nCoV_N1-P FAM-ACCCCGCATTACGTTTGGTGGACC-IBFQ 

RP-F AGATTTGGACCTGCGAGCG 

RP-R GAGCGGCTGTCTCCACAAGT 

RP-P Cy5-TTCTGACCTGAAGGCTCTGCGCG-IBRQ 

 
Nasopharyngeal (NP) swab RT-qPCR.  
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Nasopharyngeal (NP) swab material was diluted 1:2 with molecular-grade H2O (50 μL NP 
material: 50 μL H2O) and mixed in a corresponding well of a 96-well PCR plate. Plates were 
covered with sealing foil and heated to 95° C for 5 min in a standard thermocycler then cooled 
to 4° C. Ten microliters of diluted, heat-extracted sample material was mixed with 15 μL of each 
1-step PCR master mix consisting of: 1. 1.5 μL each N1 and N2 primer probe set, 5 μL 
Quantabio Ultraplex 1-Step Toughmix (4×), and 7 μL H2O per reaction; 2. 1.5 μL human RNase-
P reaction primer probe mix, 5 μL Quantabio Ultraplex 1-Step Toughmix (4×), and 8.5 μL H2O 
per reaction. Real-time PCR thermocycling was performed per CDC guidelines. Each sample 
was screened in a combined N1, N2 reaction as well as an internal control human RNase-P 
reaction. Samples with no registered fluorescence for either assay and those with SARS-CoV-2 
target fluorescence between 39.5 and 45 cycle thresholds were re-tested using a validated RNA 
purification kit (Promega Maxwell RSC Viral Total Nucleic Acid Multi-Pack Kit, ASB1330). RNA-
purified samples were assayed under the same conditions, but with 5 μL of purified sample 
added to each reaction for 20 μL total reaction volume. 
 
RESULTS AND DISCUSSION 
 
Optimizing saliva sample heat inactivation. 
Collected saliva samples may contain infectious SARS-CoV-2 virus and must be rendered safe 
through viral inactivation11. Frequently, a chemical inactivation agent is added to the sample or 
is present in vials prior to sample collection12. However, components of such inactivation buffers 
are often costly (tris(2-carboxyethyl)phosphine (TCEP) or thermolabile proteinase K) and have 
seen limited available during the COVID-19 pandemic. Chemical inactivation methods often 
function in a dual capacity to decrease viral infectivity13 and to inactivate the abundant 
endonucleases that could rapidly degrade SARS-CoV-2 viral RNA (vRNA) and potentially inhibit 
downstream amplification during the RT-LAMP reaction14. The SLAMP method does not require 
the addition of any chemical agents, using instead a simple heat inactivation procedure that 
accomplishes viral inactivation. A range of effective temperatures and heating times have been 
reported15 for sputum and other viruses16 sometimes with chemical additives prior or post 
heating17, 18.  In addition, previous work has suggested that SARS-CoV-2 vRNA is stable in 
human saliva and detectable with molecular-based approaches19.  However, most previous 
LAMP studies have used colorimetric detection with or without RNA extraction17, 20, 21. 
 
To ensure that saliva samples handled within the laboratory are sufficiently inactivated to render 
them safe for use in the SLAMP method, we  explored heating times at a temperature of 95 °C, 
reported22 to most completely inactivate SARS-CoV-2 in viral transport media. A high titer stock 
of SARS-CoV-2 was diluted in viral growth media in triplicate to a final volume of 200 µL. The 
diluted viral supernatant was then heated to 95 °C for variable lengths of time, ranging from 0 - 
10 min. Infectivity was then measured via plaque assay in which a limiting dilution of virus was 
inoculated onto susceptible cells to determine the quantity of infectious virus present in each 
sample (Figure 2A). Non-inactivated virus (Figure 2A, solid black circles) contained 1.21 × 107 
PFU/mL. The same diluted viral supernatant heated at 95 °C for 3 min (Figure 2A, solid black 
squares) resulted in 3.41 × 102 PFU/mL representing a decrease of ≈105 PFU/mL. Heating for a 
total of 5 min resulted in a further decrease to 5.0 × 101 PFU/mL (Figure 2A, solid black upright 
triangles). The final times of 7 and 10 min resulted in complete inactivation of viral infectivity with 
no detectable plaques at any dilution. 
 
Similar time points were performed for infectious SARS-CoV-2 spiked into saliva that had tested 
negative for SARS-CoV-2 (Figure 2B). Spiked dilutions reduced the initial infectious viral titer 
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from 1.09 × 107 PFU/mL to 8.40 × 105 PFU/mL (Figure 2B, solid black circles). Due to the high 
number of infectious virus particles present after 3 min of heating at 95 °C from the previous 
inactivation studies in viral supernatant, we only evaluated time points ≥5 min for saliva spiked 
samples. Infectious virus was undetected following exposure to 95 °C heat for 5, 7, and 10 min, 
indicating high titers of SARS-CoV-2 can be completely heat-inactivated in saliva in <5 min 
(Figure 2B). Comparable heat inactivation of SARS-CoV-2 is only achieved at 65 °C after 20 
min10. With the loss of some viral infectivity following the spike into saliva, we suggest a 
minimum heating time of 10 min at 95 °C to ensure samples are fully inactivated before use. In 
addition, heating at 95 °C represents a potential 2× faster option for viral inactivation compared 
to inactivation times reported for 65 °C. 
 

 
 
Figure 2. 95 °C heat-inactivation durations and subsequent SARS-CoV-2 virus infectivity. Plaque-forming units (PFU) per 
mL after 95 °C heat inactivation of infectious SARS-CoV-2 for no heating (solid black circles) and 3 (solid black squares), 5 
(solid black upright triangles) min in (A) viral growth media and (B) human saliva. All data represent the mean of triplicate 
samples +/- SEM. 

 
While Infectivity experiments suggest that 5 min at 95 °C of heat inactivation is sufficient to 
eliminate risk of infection, the viral envelope must also be lysed to access vRNA if the most 
sensitive detection limits are to be achieved. Furthermore, nucleases and inhibitors present in 
human saliva must also be inactivated to protect free vRNA from degradation23 while avoiding 
vRNA degradation due to prolonged heating. To optimize reaction conditions, we performed 
SLAMP reactions on raw positive saliva samples (Figure 3). Three concentrations of SARS-
CoV-2-positive saliva were prepared by dilution with negative saliva. The samples were left 
untreated or were heated at 95 °C for 5, 10, 15, 20, and 30 min, then amplified using SLAMP 
(Figure 3A-3C). Undiluted positive saliva (Figure 3A) amplified under all heating durations, but 
relative fluorescent detection was low, ΔRn < 15. Interestingly, undiluted positive saliva added 
to a SLAMP reaction, heat inactivated, and lysed for the 45 min duration at 65 °C exhibited a 
linear, instead of sigmoidal, increase in relative fluorescence intensity ΔRn (Figure 3A, open 
blue circles). At 10-fold dilution, all incubation durations resulted in sigmoidal amplification 
curves (Figure 3B). The unheated positive saliva amplified the slowest (Figure 3B, open blue 
circles) suggesting that the heat inactivation step is resulting in viral lysis. At 100-fold dilution, a 
single sample triplicate incubated at 95 °C for 5 min failed to amplify (Figure 3C, open red 
squares). The mean time-to-positive Tp values <Tp> for each triplicate trial under each dilution 
and duration were plotted as a function of 95 °C heating time t (min) (Figure 3D). As the positive 
saliva sample is diluted, greater scatter is observed between amplification curves as evidenced 
by greater standard deviations at all heating durations (Figure 3D, solid green diamonds). 
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Greater scatter between triplicates is observed as the SLAMP limit of detection (LOD) is 
approached. 10-fold diluted samples exhibited significant differences between <Tp> without 
heat inactivation and at heating times t > 5 min (Figure 3D, solid red squares). The undiluted 
saliva samples exhibit diminishing <Tp> as a function of heating time, implying detectable vRNA 
increased consistently from 5 – 30 min (Figure 4D, solid blue circles). Interestingly, across all 
dilutions, the 30 min heating time produced <Tp> values with low standard deviation and 
consistent separation of ≈2 min. Similar results are observed at 20 min heating. Therefore, we 
choose a 15-min heating time at 95 °C for SLAMP with an additional ≈5 min to allow 
temperature to ramp-up, closely approximating a 20 min total heating time. 

 
 
 
 

 
 

Figure 3. 95 °C heat inactivation duration optimization of positive saliva sample dilutions. Triplicate SLAMP 
reactions were performed on 95 °C heat inactivation for 5 (open red squares), 10 (open orange diamonds), 15 (green 
diagonal crosses), 20 (light blue upright crosses), and 30 (open brown upright triangles) min in addition to no heating 
(open blue circles) for (A) undiluted, (B) 10× dilution, and (C) 100× dilution. Solid lines represent RT-LAMP curve fits 
(see Materials and Methods). (D) Mean time-to-positive <Tp> values as a function of 95 °C inactivation durations t 
(min) for undiluted (solid blue circles), 10× diluted (solid red squares), 100× diluted (solid green diamonds) from 
triplicate data in parts (A)-(C). Error bars represent a single standard deviation. Lines guide the eye. 
 
Comparing testing methods: SLAMP, SalivirDetect, and NP RT-qPCR. 
We compare samples across three different testing methods, SLAMP, SalivirDetect, and the 
"gold standard" RT-qPCR. Sample collection was performed using nasopharyngeal (NP) swab 
for RT-qPCR while saliva, shown to provide sufficient viral RNA for detection15, was used for 
both SLAMP and SalivirDetect. Both SalivirDetect and NP RT-qPCR are PCR-based while 
SLAMP uses isothermal LAMP amplification. 
 
Standard curves and LOD for SLAMP reactions. 
Effective tests for curbing the potential for asymptomatic or presymptomatic spread of SARS-
CoV-2 must be able to detect the virus reliably and early in the course of infection before the 
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onset of symptoms24. In practice, this requires a test with high sensitivity and specificity at a low 
limit of detection (LOD). The LOD for the "gold standard" NP qPCR method has been reported25 
as 10 copies/uL whereas publications have reported14 the LOD and sensitivity levels for RT-
LAMP assays at 2-700 copies/reaction. Furthermore, the sample matrix such as saliva, NP 
swab, or mid-turbinate swabs can influence the LOD due to the presence of different inhibitors, 
the variability in sampling methods, differences in infection between sites, or the time of 
sampling26, 27. 
 
We evaluated the LOD of SLAMP using spiked saliva samples. To accurately simulate a heat-
inactivated SARS-CoV-2-positive sample, we harvested saliva from an individual confirmed 
negative for the presence of SARS-CoV-2 and heated it for 15 min at 95 °C to inactivate 
endonucleases before adding full-length synthetic SARS-CoV-2 RNA (Twist Biosciences). To 
completely eliminate heat-resistant endonucleases, we added TCEP to saliva for a final reaction 
concentration of 2.5 mM. If the saliva background is not completely inactivated, synthetic RNA 
quickly becomes degraded and undetectable in minutes by the action of RNases28, 29 (data not 
shown).  
 
Synthetic RNA-spiked samples were prepared at concentrations of 105, 104, 103, 102, 10, and 1 
copies/μL and amplified using SLAMP (Figure 4A). Amplification curves exhibit characteristic 
sigmoidal profiles seen in LAMP reactions, with fluorescence detection onsets ranging between 
10-20 min. Each concentration is separated by ≈2 min (Figure 4A, curves). Calculated time-to-
positive Tp values are used to generate a SLAMP standard curve (Figure 4A, inset). The 
apparent LOD = 1-10 copies/μL. 
 
We provide further confirmation of contrived sample RNA concentrations by performing RT-
qPCR amplification (Figure 4B). The RT-qPCR LOD appears >1 copies/μL. The RT-qPCR 
standard curve (Figure 4B, inset) spans a greater dynamic range of Ct values compared to the 
Tp values of RT-LAMP reactions with a significantly lower standard deviation. 

 
 

Figure 4. Determining limit of detection (LOD) and standard curves for SLAMP. Contrived saliva samples prepared at 105 

(solid blue circles), 104 (solid red squares), 103 (solid green diamonds), 102 (solid orange upright triangles), 10 (solid black 
inverted triangles), and 1 (solid purple right triangles) copies/uL. Synthetic full-length SARS-CoV-2 RNA diluted in inactivated 
negative human saliva and amplified using (A) SLAMP and (B) NEB Luna Kit RT-qPCR. (A) Relative fluorescence intensity 
ΔRn recorded as a function of time t (min). Limit of detection (LOD) lies between 1 and 10 c/μL. Inset: SLAMP standard curve 
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Tp = 23.99 – 2.30log10 [copies/μL] (R2 > 0.97) calculated using time-to-positive Tp values (see Materials and Methods) generated 
from data in part (A). (B) RT-qPCR standard curve. Ct values determined at ΔRn = 0.069 cutoff determined using Design & 
Analysis Software (see Materials and Methods). Inset: NEB Luna Kit RT-qPCR standard curve Ct = 36.55 – 
3.50log10[copies/μL] (R2 > 0.999) calculated using Ct values from part (B). 

 
RT-LAMP reaction optimized using GuHCl and duplex primer sets. 
RT-LAMP reactions involve a minimum of four primers per set to function. The addition of a loop 
primer pair for a total of six primers has been shown to increase the speed of the reaction. 
Furthermore, by including multiple 6-primer sets in a single reaction, the sensitivity and speed of 
the RT-LAMP reaction can be increased significantly. 
 
Saliva is a challenging sample medium for nucleic acid testing, largely due to variability in pH30, 
ionic strength , and the presence of nucleases that degrade vRNA before it can be detected31. 
RT-LAMP is more resistant to "dirty" samples, including saliva, than traditional RT-qPCR19. 
Here, we tested established methods to increase the sensitivity and speed of the RT-LAMP 
reaction on saliva using guanidine hydrochloride (GuHCl) and multiplexed primer sets. 
 
Strategies to overcome sensitivity loss associated with saliva sampling include the addition of 
GuHCl to the RT-LAMP master mix, a strong chaotropic agent used frequently in molecular 
biology for varied applications including RNA isolation and protein extraction. Low GuHCl 
concentrations (40 mM) can be used as additives in the RT-LAMP reaction, facilitating 
enzyme/nucleic acid interactions and thereby increasing sensitivity without an accompanying 
reduction in specificity8. 
 
We compared triplicate SLAMP reactions of SARS-CoV-2-positive saliva using a single E1 or 
N2 primer set (Materials and Methods) and duplexed NE primer sets (Figure 5A – 5D) at 103 
(Figure 5A, open circles), 102 (Figure 5B, open squares), and 10 (Figure 5C, open diamonds) 
genome copies/μL concentrations C. At 103 c/μL, every primer set triplicate SLAMP reaction 
results in amplification and positive detection of SARS-CoV-2. At a ten-fold dilution, the E1 
primer set alone begins to perform poorly, failing to amplify 2 triplicates (Figure 5B, open blue 
squares). Additionally, the N2 primer set triplicates also begin to lose sensitivity at 100 c/μL. 
While no N2 primer set reactions failed to amplify, one reaction amplified much later (Figure 5B, 
open red squares). All duplex NE primer reactions amplified (Figure 5B, open orange squares). 
As the limit of detection is reached at 10 c/μL, each primer set condition drops at least a single 
replicate (Figure 5C). However, the NE primer set most accurately amplifies at <Tp> appropriate 
for 10 c/μL (Figure 5C, open orange diamonds). Comparison of <Tp> values for triplicates under 
different genome concentrations and primer sets reveal that the duplex NE primer set produces 
both an accurate prediction of the genome copies/uL and less variability between successful 
amplifications (Figure 5D, solid green diamonds). The E1 and N2 single primer sets (Figure 5D, 
solid blue circles and solid red squares, respectively) both exhibit significantly greater scatter 
and deviation from predicted concentrations based on the SLAMP standard curve. 
 
After establishing that duplex NE primer sets offer greater sensitivity and reproducibility than 
single E1 or N2 primer sets, we evaluated whether the addition of GuHCl improved amplification 
reliability. We performed triplicate SLAMP reactions at positive saliva concentrations of 1000, 
100, and 10 copies/uL SARS-CoV-2 genomes using the duplex NE primer sets and 40 mM 
GuHCl (Figure 5E, open orange circles, squares, and diamonds, respectively). While the 
addition of GuHCl has partially deviated <Tp> from the standard curve, every replicate amplified 
and standard deviations were low (Figure 5F). 
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Figure 5. Duplex NE primer set and guanidine HCl (GuHCl) improves sensitivity and speed of SLAMP. Triplicate SLAMP 
reactions of (A) 1000 (open circles), (B) 100 (open squares), and (C) 10 (open diamonds) copies/μL positive saliva samples 
without GuHCl and only single E1 primer set (blue), single N2 primer set (red), or duplex NE primer sets (orange). Curve fits 
yield time-to-positive Tp values (see Materials and Methods). (D) <Tp> as a function of genome copies/μL C for single E1 
primer set (solid blue circles), single N2 primer set (solid red squares), and duplex NE primer sets (solid green diamonds) from 
parts (A) – (C). Error bars represent one standard deviation. Lines guide the eye. (E) Triplicate SLAMP reactions of positive 
saliva samples at 1000 (open circles), 100 (open squares), and 10 (open diamonds) genome copies/μL using only duplex NE 
primer sets (orange) with 40 mM GuHCl. (F) <Tp> as a function of 1000 (open circle), 100 (open square), and 10 (open 
diamond) genome copies/μL C for duplex NE primer sets with 40 mM GuHCl from part (E). Error bars represent one standard 
deviation. Lines guide the eye. 
 
We demonstrate that the addition of GuHCl, along with the use of a duplex primer set composed 
of both N2 and E1 primers (see Materials and Methods) in the same reaction, optimizes the 
saliva RT-LAMP reaction, achieving greater sensitivity and more rapid time-to-result, thereby 
increasing the utility of SLAMP for more consistent detection of low viral titers in saliva. 
 
With an optimized assay (GuHCl, primers), knowledge of LOD and heating times, we performed 
our trial study. Volunteers operating at MSU’s symptomatic testing site collected samples from 
243 individuals who provided NP swabs for CDC RT-qPCR "gold standard" testing and saliva 
samples for SalivirDetect and SLAMP. A questionnaire (see Materials and Methods) was also 
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provided to collect self-reported demographic and illness presentation data, in addition to 
determining whether any foods, drinks, or potential inhibitors were consumed 30 min prior to 
sample collection. 
 
Demographics, illness presentation, and potential inhibitors in saliva. 
Ages were typical of a campus population (Figure 6A), ranging between 17 and 63 with a 
median age of 20. Males comprised 54% and females 46% of known sexes, with a single 
respondent opting not to provide information (Figure 6B). Racial (Figure 6C) and ethnic (Figure 
6D) statistics matched well with those of Bozeman, MT as a whole. To the closest percentage, 
test subjects were comprised of 94% white and 5% other races including American Indian, 
Alaskan Native, Native Hawaiian or Pacific Islander, Asian, and African American, with 1% 
opting not to respond. The City of Bozeman 2010 census32 reports 92.1% white and 3.3% other 
race, and also similar to our survey, 53% male and 47% female. Notably due to drawing largely 
from college students, the test survey median age of 20 years differed most significantly among 
all the statistics, compared to 2010 Census data of 27.8 years. Finally, participants self-reported 
as symptomatic or asymptomatic (Figure 6E). Among these, respondents indicated whether 
they had knowledge of exposure to a COVID-19-positive individual or not. The majority 70% of 
those tested were symptomatic and 54% of these were aware of contact with a positive 
individual. Among the asymptomatic 30% remaining, 6% were unaware of exposure, with the 
remaining 94% seeking tests before symptom onset after becoming aware of their exposure. 
 
Participants were surveyed for potential inhibitors should they have imbibed orally within 30 min 
of testing (Figure 6F). Among all actions, drinking and tooth brushing dominate followed by 
eating. Inhibitors, such as mouthwash and gum, are known to interfere with the RT-LAMP 
reaction33. Finally, few respondents reported the use of tobacco (smoking or chewing). It should 
be noted that in our study, we did not exclude persons who potentially had interference (ate, 
drank, brushed, etc.) within 30 min of testing. 
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Figure 6. Self-reporting survey results for Saliva LAMP pilot study participants. (A) Distribution of participant 
ages. (B) Proportion of male and female participants. One non-respondent. (C) Racial demographics of participants. 
(D) Ethnicity (Hispanic or Latino) breakdown of participants of any race. (E) Self-reported exposed or not exposed to 
known positive cases for symptomatic and asymptomatic participants. (F) Potential inhibitors engaged in 30 min 
before testing. Respondents may have selected multiple options. 
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Self-reported disease presentation and prior SARS-CoV-2 exposure. 
Disease presentation was self-reported by all SLAMP pilot testing volunteers. While the MSU 
COVID-19 testing site was designated as operating for symptomatic testing only, this was not 
the case for a proportion of subjects. Thus, individuals who self-reported as currently 
experiencing symptoms associated with COVID-19 were designated symptomatic while any 
others were asymptomatic. Additionally, subjects were asked if they had been exposed to any 
individuals who had recently tested positive for presence of SARS-CoV-2. The unexposed 
option only refers to an individual's personal knowledge of exposure to someone with a 
confirmed positive SARS-CoV-2 test while still potentially contagious. A total of 237 of 243 
responses fell within three categories: 79 individuals self-reported as symptomatic exposed 
(Figure 7A-7D), 91 individuals self-reported as symptomatic unexposed (Figure 6E-6H), and 67 
individuals self-reported as asymptomatic and exposed (Figure 6I-6L). Remaining responses 
were from volunteers who had neither exposure nor symptoms and all such cases tested 
negative across all three testing methods, "gold standard" NP qPCR, SalivirDetect saliva qPCR, 
and SLAMP saliva RT-LAMP. 
 
Individuals who self-reported as symptomatic and exposed totaled 79 and were composed of 23 
positive and 56 negative subjects for a disease prevalence of 29% between all three testing 
methods (Figure 7A-7C). However, one test subject was negative in both saliva-based test 
methods but positive under NP qPCR (Figure 6D, sample ID 98624) and another test subject 
was positive under SLAMP but negative in both NP and SalivirDetect qPCR (Figure 6D, sample 
ID 98946). 
 
Symptomatic individuals with no knowledge of potential SARS-CoV-2 exposure numbered 91 in 
total and had a higher disease prevalence than any other disease presentation category at 33% 
under NP qPCR (Figure 6E), 29% under SalivirDetect (Figure 6F), and 31% under SLAMP 
(Figure 6G), except for the SalivirDetect method, which had the same 29% disease prevalence 
for all symptomatic individuals. Both saliva methods provided negative results for two samples 
(Figure 6H), suggesting concentrations of SARS-CoV-2 virus or RNA can differ between 
nasopharyngeal cavity or fluids versus the mouth and saliva. 
 
A total of 67 individuals reported as asymptomatic and exposed, among which 15% tested 
positive using NP qPCR (Figure 6I), 18% tested positive using SalivirDetect (Figure 6J), and 
13% tested positive under SLAMP (Figure 6K). Interestingly, sample IDs 98568 and 24988 were 
both positive under saliva testing methods, but negative under NP swab (Figure 6L), further 
suggesting potential differences between sample types. Asymptomatic exposed individuals 
number the lowest of all categories with the lowest disease prevalence, which is expected 
considering the likelihood of successful SARS-CoV-2 transmission is not 100% and other 
categories were already symptomatic. Asymptomatic exposed individuals are likely the most 
relevant category for preventing transmission, and good agreement was shown between testing 
methods. 
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Figure 7. Comparison of exposed symptomatic, unexposed symptomatic, and exposed asymptomatic 
subjects across three testing methods: "Gold standard" nasopharyngeal (NP) qPCR, SalivirDetect saliva 
qPCR, and SLAMP saliva RT-LAMP. (A-C), (E-G), and (I-K) pie charts comparing the proportion of positive (blue) 
and negative (magenta) test results from among 79 individuals who self-reported as symptomatic and exposed, 91 
individuals who self-reported as symptomatic and unexposed, and 67 individuals who self-reported as asymptomatic 
and exposed, respectively, for (A, E, I) NP qPCR, (B, F, J) SalivirDetect saliva qPCR, and (C, G, K) SLAMP saliva 
RT-LAMP. (D, H, L) cycle threshold Ct for NP (blue) and SalivirDetect (magenta) and mean time-to-positive Tp for 
SLAMP (gray) for each 5-digit positive sample ID, for exposed symptomatic, unexposed symptomatic, and exposed 
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asymptomatic individuals, respectively. Error bars indicate one standard deviation. Results are ordered by largest to 
smallest Ct for NP qPCR. Missing values indicate sample was undetected. Samples with 3/3 positive replicates are 
indicated, otherwise samples with error bars represent 2/3 positive replicates and no error bars indicates 1/3. Note: 
total positive samples in parts D, H, or L include all positives between the three methods and may be greater than 
those reported in individual pie charts. Samples reporting asymptomatic unexposed were all negative and excluded 
from these totals. 
 
Statistical predictions at triplicate, duplicate, or as a single replicate. 
The performance metrics of saliva methods SalivirDetect and SLAMP have been evaluated 
based on 244 samples and compared to the "gold standard" NP qPCR method. We report the 
true positive (TP), true negative (TN), false positive (FP), and false negative (FN) counts along 
with the true positive rate (TPR) and true negative rate (TNR), also called sensitivity and 
specificity, respectively (Table 1). The sensitivity/specificity (in %) of SalivirDetect and SLAMP 
methods are 89/97 and 91/98, respectively. Based on NP qPCR, 65 positive and 179 negative 
individuals were identified resulting in a disease prevalence of 27% among the tested cohorts. 
These include all samples, including those who failed to provide questionnaires.  

Method TP TN FP FN TPR 
(%) 

TNR 
(%) 

SalivirDetect 
RT-qPCR 58 173 5 7 89, 96* 97 

SLAMP 
RT-LAMP 59 176 3 6 91, 95† 98 

Table 1. Testing results for both saliva-based methods, SalivirDetect RT-qPCR (N=243) using NP RT-qPCR as the 
"gold standard" method of comparison. *SalivirDetect sensitivity/specificity increases from 89/97 to 96/97 when a Ct ≥ 
33 cut-off is applied and samples containing interferences are excluded. †SLAMP sensitivity/specificity increases from 
89/98 to 95/98 when samples positive under NP swab but negative under both saliva methods are excluded. 
 

For the assay comparisons between SLAMP and RT-qPCR in Table 1, triplicate assays 
performed as long as 45 min per individual student were used for SLAMP.  Bootstrapping (with 
1000 random bootstrap samples) was used to predict sensitivity and specificity when only a 
single assay or duplicate assays are used for SLAMP, see Figure 8. For each testing scenario, 
Figure 8 shows how specificity increases as assay length of time is increased. As reported 
earlier, SLAMP with 3 replicates produced a sensitivity of 91% (95% CI: [83.6%, 96.7%]) 
compared to the NP RT-qPCR result. Bootstrapping predicted a 86% sensitivity (95% CI: 
[75.4%, 93.4%]) for SLAMP with two replicates, and a 77% sensitivity (95% CI: [67.2%, 86.9%]) 
for SLAMP with a single replicate. 

 

 

 . CC-BY-NC-ND 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted April 5, 2021. ; https://doi.org/10.1101/2021.03.31.21254634doi: medRxiv preprint 

https://doi.org/10.1101/2021.03.31.21254634
http://creativecommons.org/licenses/by-nc-nd/4.0/


 

Figure 8.  Sensitivity over time different testing scenarios. Percent of SLAMP positive individuals over time 
based on triplicate (A), duplicate (B) or single (C) assays for SLAMP.  Dashed lines indicate the mean. Solid lines 
indicate 95% bootstrap confidence intervals. 

 

Based upon an estimated capacity of running six 384-well plates per day (see Materials and 
Methods), we compare three scenarios of running samples with a single replicate (Figure 9A), in 
duplicate (Figure 9B), and in triplicate (Figure 9C). For these scenarios, we use the following 
sensitivity values: 0.91 for triplicate, 0.86 for duplicate, and 0.77 for single replicates. The 
specificity is assumed to be constant 0.98 for all scenarios. Note this also assumes there are 10 
wells in each plate reserved for controls. Given the fixed constraint on the number of tests (≈384 
× 6), screening a larger number of individuals can identify more positive cases. 

 
Figure 9. Total number of positive cases identified based upon replicate strategy. True positives (blue) and 
false positives (red) are generated for population disease prevalence between 0.00 and 0.10 for (A) single replicates, 
(B) duplicates, and (C) triplicates. Based on daily capacity of 6 plates with well size of 384, reserving 10 wells for 
controls. Assuming sensitivity of 0.91 for triplicate, 0.86 for duplicate, 0.77 for single replicates. Specificity is assumed 
constant of 0.98 for all three scenarios. 
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It should be noted that specificity is assumed constant across the three replicate strategies, but 
is likely lower with single replicates or duplicates than for triplicates. Therefore, running more 
tests, with a lower specificity can also lead to more false positives that may require confirmatory 
testing. It should also be noted that running more samples with single replicates are likely to 
lead to more false negatives, but ideally a high frequency testing strategy would catch those 
other cases. (Based on validation results, there appears to be a relationship between Ct value 
from the PCR and sensitivity, so perhaps these cases have lower viral load and are less 
infectious). Nonetheless, the data suggest that the SLAMP assay run in triplicate per individual 
could perform at the level of a clinical diagnostic, while when run as a single replicate could be 
used as a broad screening tool to identify unknown positives. 
 
CONCLUSIONS and FUTURE DIRECTIONS 
We have presented the results of a pilot study for a SARS-CoV-2 saliva testing method based 
upon fluorescence-based RT-LAMP nucleic acid amplification. SLAMP was developed to be a 
streamlined assay directly on saliva and yields 91% sensitivity and 98% specificity compared to 
NP swab without accounting for interference within 30 min of sampling. The saliva sample is 
simply heated at 95 °C for 15 min without inactivation buffers and aliquoted directly into an RT-
LAMP reaction. SLAMP uses a saliva sample which can be collected in <1 min, with 
inexpensive sample tubes or 3D-printable accessories and requires no trained personnel to 
administer. Dependent upon specific supplies and personnel used, we estimate a single SLAMP 
assay could cost approximately $2 while SLAMP run in triplicate could cost approximately $6 
(see Table 2). 
 

 SLAMP SalivirDetect 

Cost per test (USD) 2.01* 1.13 

Runtime per test 45 min (15 min heat/30 min assay) 3 h (45 min heat/2 h assay) 

Estimated tests per day 
(with 1 qPCR machine) 2000 380 

Table 2. Estimated costs of SLAMP and SalivirDetect SARS-CoV-2 testing methods. *Test cost based on running a 
single replicate at a capacity of 60,000 tests/month. 
 
Sample inactivation was performed at 95 °C for 15 min. A heat block was used in this study; but 
ovens or water baths could be utilized for higher throughput. SLAMP requires no buffers or 
additives during the heat inactivation step. Heating inactivates SARS-CoV-2 virus, nucleases, 
and lyses the viral envelope to release vRNA. Nucleic acid amplification was performed using 
the RT-LAMP reaction and was optimized by the inclusion of GuHCl (40 mM) to increase 
sensitivity near the LOD without denaturing enzymes or significantly inhibiting/slowing reaction 
time. Carry-over contamination is avoided with the inclusion UDG/dUTP to digest any amplicons 
produced by prior reactions. Finally, a duplex N2 and E1 primer set was chosen for increased 
specificity and rapidity of the time-to-positive result. Apparent viral concentrations in saliva 
agreed with previous reports34. 
 
An accompanying self-reported survey identifies potential inhibitors, such as foods, drinks, and 
oral hygiene products, along with providing demographic and disease presentation information. 
Among the symptomatic who had been exposed to individuals who already tested positive for 
SARS-CoV-2, we observed a 29% disease prevalence (as opposed to the total test disease 
prevalence of 27%). The majority of negative tests from this population could have been due to 
lower viral output over longer times between when first symptoms were observed and sample 
collection took place, false self-reporting, or higher prevalence of other common causative 
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agents of respiratory infection such as common cold coronaviruses, rhinovirus, enterovirus, 
adenovirus, and others. Influenza number have dropped significantly in 2020. 
 
Statistical modeling predicts that SLAMP replicate numbers per test can be lowered from 
triplicates at the expense of sensitivity. Additionally, reducing the volumes of RT-LAMP reagents 
needed per test could offset costs associated with including more replicates. Sensitivity >70% is 
suitable for screening testing methods35, shown to significantly reduce transmissibility among 
populations. SLAMP sensitivity becomes 95% when samples negative in both saliva tests while 
positive in NP RT-qPCR are excluded from evaluation. These samples exhibit Ct within the 
detection limits of SalivirDetect and SLAMP, potentially indicating a difference in virus titers 
between the NP swab and saliva infection sites in the body. SalivirDetect sensitivity increases to 
96% when interfering samples with Ct ≥ 33 are excluded. Sample pooling can also be explored 
as a method to reduce costs and increase throughput.  
 
SLAMP is cheap, quick, and effective and an attractive testing strategy for controlling COVID-19 
outbreaks. We anticipate SLAMP and similar saliva-based testing will complement the “gold 
standard” NP swab test in future pandemics. 
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