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Abstract 
 
Background: Recently developed software utilizing artificial intelligence for fast detection and triage of stroke 
cases has the potential to accelerate stroke care and improve patient outcomes. We performed this analysis to 
evaluate the performance and time-to-notification of one such software - RAPID LVO.  
Methods: We created a database of 151 consecutive acute stroke patients for whom CT scans were processed by the 
RAPID LVO software over a period of eight months. The LVO notification and time to notification of the software 
were collected, alongside patient information and the CTA findings. 
Results: RAPID LVO achieved a sensitivity of 63.6% and specificity of 85.8% for large vessel occlusion, with an 
average time to notification of 32.53 minutes. 
Conclusions: RAPID LVO has low sensitivity, moderate specificity and high time-to-notification performance. Our 
study data demonstrated in particular low overall sensitivity (63%) for distal occlusions (M2-3). The disparity 
between the observed performance and the performance reported in RAPID LVO’s FDA clearance demonstrates the 
importance of independent, multi- center evaluation. The gap between the performance in this study compared to 
published records of RAPID AI may be due to differences in imaging hardware, software implementation, 
connectivity or clinical definitions.  
 
 
 
 
 

1. Neuroradiology division, The department of radiology, McGill University, Quebec, Canada. 
2. The Ruth and Bruce Rappaport Faculty of Medicine, Technion- Israel Institute of Technology, Haifa, 

Israel. 
3. Faculty of Medicine, McGill University, Montreal, Quebec, Canada. 
4. Department of Neurology and Neurosurgery, McGill University, Montreal, Quebec, Canada. 
5. Division of Neurology, St. Mary’s Hospital, Montreal, Quebec, Canada. 

 
 
  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 . CC-BY 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted April 5, 2021. ; https://doi.org/10.1101/2021.04.02.21253083doi: medRxiv preprint 

NOTE: This preprint reports new research that has not been certified by peer review and should not be used to guide clinical practice.

https://doi.org/10.1101/2021.04.02.21253083
http://creativecommons.org/licenses/by/4.0/


 

 

Introduction 
Stroke is the leading cause of serious disability and death worldwide, with an annual incidence exceeding 15 million 
and a prevalence of 42 million 1. In the USA alone, stroke is affecting nearly 800,000 people annually, with up to 
3% of the US population reported they were disabled because of stroke2,3. 
  
Large vessel occlusions (LVOs) are defined as acute occlusion of the proximal intracranial anterior and posterior 
circulation, causing hypoperfusion in the affected cerebral territory, which is presented clinically as an acute stroke. 
The vast majority of strokes are ischemic strokes, and LVOs account for 24-46% of them4. 
 
Effective therapies such as intra-arterial thrombolysis or mechanical thrombectomy are available for patients 
suffering from LVOs. However, The efficacy of these treatments is highly time sensitive, as was demonstrated in 
numerous randomized controlled trials and meta-analysis studies5,6,7,8,9,10, with a single minute of delay translating to 
the loss of 1.9M neurons11, 4.2 days of disability12and $1,059 of lost net economic benefit to the health system13. 
Hence, timely diagnosis of a stroke patient suffering from LVO is crucial for treatment and for a better prognosis.  
 
Recent advances in artificial intelligence, cloud computing and mobile technology enabled the development of novel 
medical software that automatically analyzes vascular imaging studies and alerts entire care teams simultaneously 
on suspected LVOs.  
Automatic detection is especially crucial in medical institutions which do not have neuroradiologists available 24 
hours a day and 7 days per week.14. These sites typically use overnight coverage by general radiologists (either in-
house or via Teleradiology services), who are less specialized than neuroradiologists in the interpretation of 
advanced neurovascular imaging and the detection of a LVO stroke, resulting in lower accuracy and longer time to 
detection. Automatic triage systems are intended to bridge this gap and provide timely notifications directly to the 
neurovascular specialist on-call.  
In recent months, several publications demonstrated the real-world impact of one such system, Viz LVO (Figure 1, 
left), demonstrated a reduction in time-to-treatment, reduced length of stay and improved patient outcomes, when 
comparing pre- and post-implementation of the AI software. In one study, Hassan et al.15 have found a significant 
reduction of 66 minutes in the median time from CTA acquisition at a primary stroke center (PSC) to arrival at a 
comprehensive stroke center (CSC), and a reduction of 2.5 days in the length of Neuro-ICU stay (p=0.00086) when 
comparing pre- and post- Viz LVO implementation. Morey et al.16 demonstrated both statistically significant time 
savings as well as statistically significant improvement in patient outcomes, as measured by NIHSS at discharge as 
well as 5-day and 90-day follow-ups . These increased efficiencies, and their impact on patient outcomes, are in line 
with current understanding of the complexities and bottlenecks of stroke workflow17.  
 
Recently, a new LVO detection software was launched commercially by RAPID.AI, called RAPID LVO (Figure 1, 
right). We have been using RAPID LVO for several months, and the purpose of this study is to evaluate the 
performance of the software in terms of sensitivity, specificity and processing time to establish its clinical utility. To 
the best of our knowledge, this is the first independent evaluation of the performance of RAPID LVO.  
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Figure 1: software for automatic detection and triage of large vessel occlusions from CTA. left: Viz.ai application, 
right: RAPID.AI application.  
 
 
Methods 
 
A retrospective study was conducted including patients who presented with suspected acute stroke symptoms at the 
Montreal neurological hospital (MNH). All patients whose imaging studies were processed by RAPID LVO 
between the dates 4/7/20 and 31/12/20 were included in the study. The AI Software utilized in this study was 
RAPID LVO by iSchemiaview Inc. The software analyzes CT angiogram images of the brain, acquired in the acute 
setting, and sends notifications that a suspected large vessel occlusion has been identified. Images can then be 
accessed through the mobile application.  
 
The study was approved by the local Institutional Review Board-MUHC REB NEUPSY. 
 
Imaging protocol: 
All the patients included in the study underwent imaging, and subsequently, thrombectomy procedure if needed, at 
the same tertiary stroke center. The institutional stroke protocol, which was performed in all patients in the study, 
consists of non-contrast agent enhanced CT acquisition of the head, followed by acquisition of contrast enhanced CT 
(section thickness, 0.8mm-1mm) of the head. The basic imaging used 80kv and varying mA values for the 19 
volumes acquired: 310mA for the mask, 150mA during pre-arterial phase, 300mA during arterial phase and finally 
150mA for the rest of the acquisition. Rotation time was 0.75. The CT scanner that was used is the Toshiba Aquilion 
One 320 slices. The contrast that was used was ISOVUE 370. Total scan time was 60 seconds. The servers were the 
Internal PACS and RAPID server. Reformats were MPR on arterial peak. Axial thickness 1mm, with interval of 
0.8mm. MIP on all 19 volumes coronal and sagittal 2mm, with 2mm interval, DSA movie and Perfusion maps. 
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Data and statistical analysis: 
Demographic and clinical variables as well as the software’s output and processing times were collected. 
Demographic variables include date, age and sex; clinical variables include the presence or absence of a LVO as 
well as its location and the affected side.  
 
The statistical analysis was carried out as follows. For quantitative variables, averages and standard deviations are 
reported. For binary or categorical variables, percentages are reported. Each patient is defined as either a true 
positive, true negative, false positive or a false negative based on the clinical variables and the output of the software 
(see Table 2 for more details). Two cases where the software alerted, but identified the occlusion on the wrong side, 
were counted as False Positives.  
 
 

 LVO YES LVO NO 

RapidAI alert 
YES True Positive False Positive 

RapidAI alert 
NO False Negative  True Negative 

 
Table 2: Definitions of terms used for correlating ground truth and software output 

 
 
 
Sensitivity and specificity are estimated as proportions, and 95% two-sided confidence intervals are computed using 
the Clopper-Pearson method. Time-to-notification was defined as the duration of time from the start of the scan 
(defined as the first scout) to arrival of the notification. The average is reported as well as a 95% confidence interval 
computed using the t distribution. All computations were performed using Google Sheets and the programming 
language Python3.7. 
 
 
Results  
 
A total of 151 patients were collected during the study (mean age 70.57 (±15.87), 54.3% women). Of these patients, 
85 did not have LVOs and 66 did have LVOs (51.5% on left side, 45.4% right side, 3% posterior circulation). LVO 
locations were as follows: ICA (4 patients), MCA-M1 (32 patients), MCA-M2/3 (28 patients), posterior circulation 
(2 patients). A single Tandem ICA-M1 occlusion was counted as MCA-M1. A total of 54 alerts were generated by 
the software, with 42 being true positive alerts and 12 being false positive alerts. Examples are provided in Figure 2. 
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Figure 2: examples of true positive and false positive alerts. Left: A true positive alert, detecting a right MCA-m1 
occlusion. Middle: False positive alert, detecting a non-existing left MCA-M1 occlusion. Right: Maximal intensity 
projection (MIP) of the original CTA for which the false positive alert was generated, demonstrating potent left 
MCA-M1.  
 
Overall sensitivity and specificity were 62.12% [49.34, 73.78] and 85.88% [76.64, 92.49], respectively. In two 
cases, the software generated an alert, but the visual marker indicated the wrong location (see Figure 2, middle). 
These cases were counted as false-positives. Average time to notification was 32.53 minutes (sd. 63.11 mins). These 
results are summarized in Table 1. There were 3 cases whose alerts had arrived in a delay of a few hours or days. 
When excluding these patients, the average time to notification was 18.31 minutes (sd. 5.07mins). 
Remarkably, the estimated performance metrics are different from other publications describing the performance of 
the device. For example, the performance of the device as reported in the relevant FDA clearance18 or by 
Amukotuwa et al.19. These different estimates are summarized in Table 2. 
Among the 12 false positive results, except for one study all of the CTA were considered technically good. In two 
studies a subdural hematomas were detected, a unilateral in one study and bilateral on the other study. In two out of 
the false positive cases no possible cause for the false detection was found. In the remaining of the false positive 
cases different degrees of stenosis were found either in the ICA or M1 stenosis. The findings are summarized in 
Table 3. 
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Characteristics 

Sample size 151 

Age (mean ± SD) 70.57 (±15.87) 

Sex 

Men 69 (45.7%) 

Women 82 (54.3%) 

LVO 

LVO No 85 (56.3%) 

LVO Yes 66 (43.7%) 

LVO Location 

ICA 4 (6.1%) 

M1 32 (48.5%) 

M2 24 (36.4%) 

M2-M3 2 (3%) 

M3 2 (3%) 

Basilar 1 (1.5%) 

P1 1 (1.5%) 

Side 

Right 31 (45.5%) 

Left 34 (51.5%) 

RapidAI 
detection % of scans alerted overall 35.8 

Notification Time (min) 32.53 

 
    Table 1: summary of the variables collected in this study  
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Table 2: comparison of the performance of RAPID LVO as published in the relevant regulatory clearance vs. the            
performance observed in this study. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
        Table 3: Summary of the false positive cases and possible findings that influence the end result 
 
 
 
.  
 
 
 
  

Performance metric RAPID LVO FDA 
clearance 

Amukotuwa et 
al. 

Our study 

Sensitivity (%) 0.970 [0.933,0.987] 0.969 
[0.943,0.985] 

0.636 [0.508, 0.751] 

Specificity (%)  0.956 [0.919, 0.977] 0.743 
[0.706,0.778] 

0.858 [0.766, 0.924] 

Time-to-
Notification (min) 

 2.86 [2.79, 2.92] NA 18.3 (sd. 63.11) 

No Technical 
quality of the 

study 

Possible finding that can 
influence the end result 

Remarks 

1 Good Bilateral SDH  
2 Good Non 25% ICA 

stenosis 
3 Good Severe Distal ICA stenosis  
4 Good Severe proximal ICA 

stenosis 
 

5 Moderate 
motion artifact 

Chronic ICA occlusion  

6 Good Acute on chronic ICA 
occlusion 

 

7 Good Severe distal M1stenosis  
8 Good Non  
9 Good Unilateral SDH  
10 Good Severe P2 stenosis  
11 Good Severe M1 stenosis  
12 Good Severe M1 stenosis LVO was 

noted on the 
contralateral 

side  
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Discussion  
 
This study evaluated the RAPID AI software which analyses CTA scans of suspected stroke patients to provide an 
automatic alert of an intracranial circulation LVOs. The software demonstrated a sensitivity of 63.6% and specificity 
of 85.8%, as well as time-to-notification of over 18.3 minutes, on average. There is a remarkable gap between the 
performance witnessed in this study and recent publications Amukotuwa et al 19, including the formal numbers 
provided in the software developers. This gap, coupled with the long time-to-alert (18.3 minutes, on average) may 
reduce the clinical efficacy of the device in the emergent clinical where fast and accurate decision making is a key 
factor for a better prognosis. 
In comparison, Viz LVO is a different software Shalitin et al. 20evaluated the performance of Viz LVO by 
aggregating data from 139 sites, and had found overall sensitivity and specificity of 96% and 93%, respectively, and 
an average time to notification of 5:45 minutes. 
Lev et al.21estimated the sensitivity and specificity of neuroradiologists reading scans for LVOs at 98% and 86%, 
respectively, and estimated the time-to-analysis at 15 minutes. More recently, Becks et al.22 estimated the sensitivity 
at 91-96%, and the specificity at 86%-96%, with the sensitivity for distal occlusions being lower than the sensitivity 
for proximal occlusions, as expected. However, most stroke centers, including tertiary centers, are reliant on 
residents and general radiologists, who may be less experienced, and achieve lower sensitivity and specificity, and 
longer reading times, especially if they are covering additional practices such as a busy trauma center.  
In this study, the sensitivity of the RAPID.AI software for proximal occlusions was 88.57% [73.26, 96.8], which is 
close to the sensitivity of experienced radiologist, however the low specificity translates to a high false positive rate, 
which may lead, in our experience, to alert fatigue and reduce the overall efficacy of the system.  
In the distal occlusion group (m2/m3), the sensitivity was 35.71%. This group is of particular interest given the 
recent evidence demonstrated that these distal artery occlusions(DAO) are not necessarily “benign” condition. Distal 
artery occlusions may present with high clinical severity and projected disability. These studies concluded that 
endovascular therapy for DAO may be safe 23,24 , hence the importance that the same standards of specificity and 
sensitivity of proximal LVO will apply on distal occlusions. Given the low sensitivity of radiologist in detecting 
distal vessel occlusions an AI software can be helpful. However, at the moment sensitivity of 35.71% is likely not 
sufficient to improve clinical workflow for such distal occlusions.  
When reviewing the false positive results, our hypothesis was that poor technical study was the cause, either motion 
artifact or the timing of contrast injection. However, the results demonstrated that the hypothesis was wrong. Only 
one study had motion artifacts that were considered moderate, the rest of the studies were without any technical 
flaw. Most of the false positive alerts resulted in patients with severe chronic stenosis in the ICA or the M1 and were 
detected as occlusions. Given the fact that the RAPID LVO algorithm abnormality detection is based on drop in the 
vessel density and comparison to the opposite hemisphere, severe stenosis either in the presumed affected side or the 
contralateral hemisphere can produce false positive alert. In two cases a subdural hematoma was detected, we 
assume that the presence of extra axial collection can also effect on the vessel density and produce the false 
detection alarm. 
Another outstanding concern is the long processing time evidenced in our practice - 32.53 min on average in this 
study and even when excluding 3 cases whose alerts had arrived in a delay, the average time to notification was 
18.31 minutes which is longer than was reported in the previous publications for the same software that was 2.86min 
and much longer compared to published estimates of similar software (e.g., 5:45 minutes for Viz LVO, reported by 
Shalitin et al.). Anecdotally, the alerts that were excluded arrived hours, or even days, after the scan was performed.  
Since time to treatment is a key determinant of patient outcomes, we speculate that long processing times may 
attenuate the clinical utility of the device.  
To the best of our knowledge this is the first big cohort study performed at a big tertiary stroke center, that evaluates 
the time to notification of RAPID LVO.  
Our study has several limitations: First, this is a retrospective design, providing only device performance metrics 
without measuring the downstream impact on patient outcomes. Second, it is a single site study, evaluating the 
performance of a single setup. Including both the make and model of the CT scanner, the imaging protocol, as well 
as the technical setup of the RAPID LVO software, including data transfer and processing setup. These may differ 
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comparing to a different stroke center. A third limitation is the lack of sufficiently large subgroups for posterior 
circulation occlusions (2 patients), tandem occlusions (1 patient) and isolated ICA occlusions (4 patients).  
Further studies including more patients, more sites, emphasis on distal occlusions and different subgroups along 
with comparison study to other available software could prove insightful and useful.  
 
 
 
Conclusion  
 
In conclusion, at the Montreal neurological hospital (MNH), RAPID LVO has moderate sensitivity, moderate 
specificity and high time-to-notification performance. Our study data demonstrated in particular moderate overall 
sensitivity (63%) and low sensitivity for distal occlusions(M2-3), high performance for distal occlusions is of 
particular importance in light of the emerging evidence on the efficacy of thrombectomy for patients suffering from 
such distal occlusions. Aside from accuracy, the processing time of the system is a critical determinant of its clinical 
efficacy, and is likely to affect the clinical utility of the device in setups similar to MNH’s. The disparity between 
the observed performance and the performance reported in different studies demonstrates the importance of 
independent, real-world evaluations such as this one. The gap between the performance in this study compared to 
published records of RAPID AI may be due to differences in imaging hardware, software implementation, 
connectivity or other technical parameters. A large scale performance study covering a wide range of scanners and 
sites is required to establish the robustness of performance across a variety of clinical and technical settings.  
  

 . CC-BY 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted April 5, 2021. ; https://doi.org/10.1101/2021.04.02.21253083doi: medRxiv preprint 

https://doi.org/10.1101/2021.04.02.21253083
http://creativecommons.org/licenses/by/4.0/


 

 

 
Reference: 
1. Feigin, VL, Abajobir, AA, Abate, KH, Abd-Allah, F, Abdulle, AM, Abera, SF, et al. Global, regional, and 
national burden of neurological disorders during 1990–2015: a systematic analysis for the Global Burden of Disease 
Study 2015. Lancet Neurol. 2017;16:877–897. doi: 10.1016/S1474-4422(17)30299-5. 
2. Virani S , Alonso, A., Benjamin, E. J., Bittencourt, M. S. Callaway, C. W., Carson, A. P., Chamberlain, A. M., 
Chang, A. R., Cheng, S., Delling, F. N., Djousse, L., Elkind, M., Ferguson, J. F., Fornage, M., Khan, S. S., Kissela, 
B. M., Knutson, K. L., Kwan, T. W., Lackland, D. T., Lewis, T.  American Heart Association Council on 
Epidemiology and Prevention Statistics Committee and Stroke Statistics Subcommittee (2020). Heart Disease and 
Stroke Statistics-2020 Update: A Report from the American Heart Association. Circulation, 141(9), e139–e596. 
https://doi.org/10.1161/CIR.0000000000000757. 
3. Caplan, L. R. (2016). Etiology, classification, and epidemiology of stroke. Up-to-Date [database on the Internet]. 
Waltham (MA): UpToDate. 
4. Rennert, R. C., Wali, A. R., Steinberg, J. A., Santiago-Dieppa, D. R., Olson, S. E., Pannell, J. S., & Khalessi, A. 
A. (2019). Epidemiology, natural history, and clinical presentation of large vessel ischemic stroke. Neurosurgery, 
85(suppl_1), S4-S8. 
5. Saver, J. L., Goyal, M., van der Lugt, A., Menon, B. K., Majoie, C. B., Dippel, D. W., Campbell, B. C., Nogueira, 
R. G., Demchuk, A. M., Tomasello, A., Cardona, P., Devlin, T. G., Frei, D. F., du Mesnil de Rochemont, R., 
Berkhemer, O. A., Jovin, T. G., Siddiqui, A. H., van Zwam, W. H., Davis, S. M., Castaño, C. HERMES 
Collaborators (2016). Time to Treatment with Endovascular Thrombectomy and Outcomes From Ischemic Stroke: 
A Meta-analysis. JAMA, 316(12), 1279–1288. https://doi.org/10.1001/jama.2016.13647. 
6. Lees, K. R., Bluhmki, E., von Kummer, R., Brott, T. G., Toni, D., Grotta, J. C., Albers, G. W., Kaste, M., Marler, 
J. R., Hamilton, S. A., Tilley, B. C., Davis, S. M., Donnan, G. A., Hacke, W., ECASS, ATLANTIS, NINDS and 
EPITHET rt-PA Study Group, Allen, K., Mau, J., Meier, D., del Zoppo, G., De Silva, D. A. Byrnes, G. (2010). Time 
to treatment with intravenous alteplase and outcome in stroke: an updated pooled analysis of ECASS, ATLANTIS, 
NINDS, and EPITHET trials. Lancet (London, England), 375(9727), 1695–1703. 
7. Kunz, W. G., Almekhlafi, M. A., & Menon, B. K. (2018). Public Health and cost consequences of treatment 
delays in endovascular thrombectomy for stroke based on HERMES collaboration data. In European Stroke 
Conference. 
8. Khatri, P, Yeatts, SSD, Mazighi, M, IMS III Trialists et al. IMS III trialists. Time to angiographic reperfusion and 
clinical outcome after acute ischemic stroke: an analysis of data from the interventional management of stroke (IMS 
III) phase 3 trial. Lancet Neurol 2014; 13: 567–574. 
9. Froehler, MT, Jeffrey, LS, Zaidat, OO, et al. Interhospital transfer before thrombectomy is associated with 
delayed treatment and worse outcome in the STRATIS registry (systematic evaluation of patients treated with 
neurothrombectomy devices for acute ischemic stroke). AHA J 2017; 136: 2311–2321. 
10. Khatri, P, Abruzzo, T, Yeatts, SD, For the IMS I and II Investigators et al. Good clinical outcome after ischemic 
stroke with successful revascularization is time-dependent. Neurology 2009; 73: 1066–1072. 
11. Saver JL. Time is brain--quantified. Stroke. 2006;37(1):263-266. 
12. Meretoja A, Keshtkaran M, Tatlisumak T, Donnan GA, Churilov L. Endovascular therapy for ischemic stroke: 
Save a minute-save a week. Neurology. 2017;88(22):2123-2127. 
13. https://neuronewsinternational.com/time-is-money-not-just-brain. 
14. Lamb, L., Kashani, P., Ryan, J., Hebert, G., Sheikh, A., Thornhill, R., & Fasih, N. (2015). Impact of an in-house 
emergency radiologist on report turnaround time. CJEM, 17(1), 21–26. https://doi.org/10.2310/8000.2013.131235. 
15. Hassan, A. E., Ringheanu, V. M., Rabah, R. R., Preston, L., Tekle, W. G., & Qureshi, A. I. (2020). Early 
experience utilizing artificial intelligence shows significant reduction in transfer times and length of stay in a hub 
and spoke model. Interventional Neuroradiology, 1591019920953055. 

 . CC-BY 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted April 5, 2021. ; https://doi.org/10.1101/2021.04.02.21253083doi: medRxiv preprint 

https://doi.org/10.1101/2021.04.02.21253083
http://creativecommons.org/licenses/by/4.0/


 

 

16. Morey, J. R., Fiano, E., Yaeger, K. A., Zhang, X., & Fifi, J. T. (2020). Impact of Viz LVO on Time-to-
Treatment and Clinical Outcomes in Large Vessel Occlusion Stroke Patients Presenting to Primary Stroke Centers. 
medRxiv. 
17. Goyal, M., Jadhav, A. P., Bonafe, A., Diener, H., Mendes Pereira, V., Levy, E., ... & Saver, J. L. (2016). 
Analysis of workflow and time to treatment and the effects on outcome in endovascular treatment of acute ischemic 
stroke: results from the SWIFT PRIME randomized controlled trial. Radiology, 279(3), 888-897. 
18. https://www.accessdata.fda.gov/cdrh_docs/pdf20/K200941.pdf. 
19. Amukotuwa, Shalini A., et al. "Fast automatic detection of large vessel occlusions on CT 
angiography." Stroke 50.12 (2019): 3431-3438. 
20. Shalitin et al. AI-powered stroke triage system performance in the wild. Journal of Experimental Stroke & 
Translational Medicine. 2020;12(3):03. 
21. Lev MH, Farkas J, Rodriguez VR, Schwamm LH, Hunter GJ, Putman CM, et al. CT angiography in the rapid 
triage of patients with hyperacute stroke to intraarterial thrombolysis: accuracy in the detection of large vessel 
thrombus. J Comput Assist Tomogr. 2001; 25:520–528. 
22. Becks MJ, Manniesing R, Vister J, Pegge SAH, Steens SCA, van Dijk EJ, et al. Brain CT perfusion improves 
intracranial vessel occlusion detection on CT angiography. J Neuroradiol. 2019; 46:124–129. 
23. Jeffrey L.Saver, Rene Chapot, Ronit Agid, Ameer E. Hassan, Ashutosh P.Jadhav, David S. Liebeskind, Kyriakos 
Lobotesis, Dan Meila, Lukas Meyer, Guy Raphaeli, Rishi Gupta and the Distal Thrombectomy Summit Group. 
Thrombectomy for distal, medium vessel occlusions. Stroke 2020; 51:2872-2884. 
24. Nogueira, Raul G., et al. "Endovascular therapy in the distal neurovascular territory: results of a large 
prospective registry." Journal of NeuroInterventional Surgery (2020). 

 . CC-BY 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted April 5, 2021. ; https://doi.org/10.1101/2021.04.02.21253083doi: medRxiv preprint 

https://doi.org/10.1101/2021.04.02.21253083
http://creativecommons.org/licenses/by/4.0/

