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ABSTRACT 

Aim:In the diagnosis of severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2), 
reverse transcriptase-polymerase chain reaction (RT-PCR) technique is often used. We 
evaluated the compatibility of SARS-CoV-2 RT-PCR kits containing different gene targets 
during the pandemic. Materials & methods: Samples were tested by Bio-Speddy® (RdRp 
gene) and Diagnovital® (RdRp+E genes). The correlation between two assays were 
determined by Deming regression and chi-square heatmap analyses. Results: Diagnovital 
PCR kit showed in a constricted range and conveniently exponential amplification curves than 
Bio-Speedy PCR kit. While the correlation increased when a secondary biomarker was added 
to the kit. Conclusion: In an unknown sample, using together different PCR kits that target 
different genes during the pandemic situation may provide a more accurate diagnosis of 
SARS-CoV-2.  
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INTRODUCTION 

The disease-causing factor was determined to be a new coronavirus after reports of 
pneumonia cases identified in Wuhan Province of China in December 2019 to the World 
Health Organization (WHO) regional office. It was declared as a pandemic by WHO on 
March 11, 2020, after the cases spread across the world. The new virus was an etiological 
agent of pandemic coronavirus disease 2019 (COVID-19), and since the genome of the new 
virus was the same as severe acute respiratory syndrome coronavirus (SARS-CoV), it was 
named as SARS-CoV-2 (1). SARS-CoV-2 was found to have a much higher transmission rate 
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than known human coronavirus strains, while also causing damage to the lung tissue, causing 
respiratory failure and potentially leading to death. Individuals over 65 years of age, smokers, 
and people with chronic diseases such as hypertension, diabetes, kidney failure were more 
severely affected. Patients often showed signs of dry cough, high fever, and shortness of 
breath, while some patients with abdominal pain, diarrhea, and headache have also been 
reported. It was understood that some infected individuals remained asymptomatic. As of the 
end of May 2020, the number of cases reported worldwide as SARS-CoV-2 positive has 
exceeded 4.5 million, and deaths exceeded 300,000 (2,3).  In Turkey, the first cases in which 
the WHO declared a pandemic, March 11, 2020 were seen, and 157.814 cases and 4369 death 
were present at the end of May 2020 (4). According to new phylogenetic analysis of the virus 
in Turkey; the introduction of the virus into the country for the first time is earlier than the 
first reported case of infection, and the virus was found to have many independent 
international entries into the country (5) 

First of all, to prevent COVID-19 pandemic, early detection and isolation of asymptomatic 
and symptomatic infections are necessary. Diagnostic tests information for SARS-CoV-2 is 
still developing, and a clear understanding of the nature of the tests and interpretation of their 
findings is essential. During the COVID-19 pandemic, in the diagnosis of SARS-CoV-2, 
reverse transcriptase-polymerase chain reaction (RT-PCR) and IgM and IgG enzyme-linked 
immunosorbent assay tests are often used (6,7). Additionally, it remains unclear whether RT-
PCR is the gold standard and whether false positive or false negative results are common. 
Centers for Disease Control and Prevention (CDC) recommends the collection of 
oropharyngeal and nasopharyngeal swab specimens to test for SARS-CoV-2. (8). Various 
RNA gene targets are used by different manufacturers; most tests target envelopes (E), spike 
(S), nucleocapsid (N), RNA-linked RNA polymerase (RdRp), and ORF1 genes 1 or more (9). 
Among these assays, the RdRp assay had the highest analytical sensitivity (3.8 RNA 
copies/ml reaction at 95% detection probability) (10). In Turkey, the diagnosis was made 
according to the recommendations given by “COVID-19 Diagnosis and Treatment Guide” 
published by the Turkish Ministry of Health (11). RT-PCR diagnostic kit for detecting SARS-
CoV-2 in respiratory tract samples has been developed by the Ministry of Health General 
Directorate of Public Health Microbiology Reference Laboratories and Biological Products 
Department Virology Laboratory. From the beginning of the COVID-19 epidemic in Turkey, 
RdRp assay developed in-house and applied in all regions of the country.  

In COVID-19 infection, viral RNA in the nasopharyngeal swab, measured by the threshold 
cycle (Ct), can be detected in most individuals a week before the onset of symptoms and 
peaked in the first week of symptom onset. Ct is the number of replication cycles required to 
produce a fluorescent signal with low Ct values indicating high viral RNA loads. Those with 
PCR positive will have a Ct value of less than 40. PCR positivity begins to decrease until the 
3rd week and then becomes undetectable (12). Failure of the sampling process to coincide 
with the appropriate time and maloperation of nasopharyngeal swabs can cause false negative 
results. Most RT-PCR tests have a specificity of 100% because their primary design is 
specific to the genome sequence of SARS-CoV-2. False positive results may occasionally 
occur due to technical errors and reagent contamination (13,14). 

RdRp assays had been implemented in 30 laboratories in Europe (15). However, this method 
requires improvement as a molecular diagnostic test used by clinical laboratories. The WHO 
recommended the detection of at least two different targets on the SARS-CoV-2 genome (16). 
It is also recommended that E gene assay as a primary screening tool followed by the RdRp 
gene assay as confirmatory tests (17,18). However, there are problems in the ongoing 
diagnostic processes with PCR kits. We do not have sufficient information on the diagnostic 
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powers, validations, and standards of the kits used. Questions such as comparative analysis of 
PCR diagnostic kits, analysis compatibility with each other, and which genes of SARS-CoV-2 
cause in diagnostic processes await answers. In the COVID-19 pandemic, we aimed that we 
would understand the problems encountered during the diagnosis process with PCR kits and 
obtain data on how to improve the diagnostic process. 

International external quality controls of the kits used have not been established yet. 
Therefore, an unknown sample is correlated with the close distances of the compared kits 
when measuring the correct diagnosis. Also, PCR tests used in pandemics are qualitative for 
an early and accurate diagnosis. Here we evaluated the compatibility of two different 
multiplex RT-PCR methodologies used in the simultaneous detection of two regions of the 
SARS-CoV-2 genome (E and RdRp genes) and the RdRp gene.  

 

METHODOLOGY 

A total of 96 patients oro/nasopharyngeal swab samples from different hospitals in Kocaeli 
city (Kocaeli State Hospital, Seka State Hospital, Gebze Darıca State Hospital and Gölcük 
State Hospital) which were sending for SARS-CoV-2 diagnosis to PCR unit of Kocaeli 
University were included to this study between March and April 2020. All samples were 
studied by a comparison of two different RT-PCR kits produced in Turkey. 

One of the RT-PCR kits is the Bio-Speddy® (Bioeksen R&D Technologies Inc. COVID-19 
RT-qPCR Detection Kit v2.0, Istanbul-Turkey) determined valuable by the “Turkish Ministry 
of Health" and used throughout COVID-19 pandemic. The other kit; Diagnovital® (RTA 
Laboratories Inc, SARS-CoV-2 Real-Time PCR Kit v2.0 Istanbul-Turkey) is a commercial kit 
and mainly exported to European and Middle East-North Africa zones during the pandemic. 
Each RT-PCR kit production followed CDC’s and WHO’s detection guidelines (19,20).  
However, each kits are included in the WHO Emergency Use Listing for SARS-CoV-2 in 
vitro diagnostic products (https://www.who.int/diagnostics_laboratory/EUL/en/).  Viral RNA 
extraction from samples were performed according to the manufacturer’s instructions. For 
automated viral nucleic acid extraction processing Qiagen - EZ 1 Advanced XL platform 
(Qiagen, Hilden Germany) and for PCR assay run Qiagen - Rotorgene Q thermal cycler 
platform (Qiagen, Hilden Germany) was used. Limit of detection values of the kits of 
analytical sensitivity belonging in 95% confidence. A negative (human specimen control) was 
included in every RNA extraction procedure, and a non-template (water) control was included 
in every RT-PCR run. An internal control amplification was performed to monitor RNA 
extraction and RT-PCR quality. Characteristics of the SARS-CoV-2 RT-PCR kits are shown 
in Table 1.  

Swab materials available for sample collection for COVID-19 based on the CDC Interim 
Guidelines for Collecting, Handling, and Testing Clinical Specimens from Patients Under 
Investigation for COVID-19 (21). Oropharyngeal/nasopharyngeal samples were collected 
from the patients by synthetic fiber swabs with plastic shafts (Citotest Scientific Co, Haimen 
City, P.R.China). The swabs were placed in 3 mL sterile viral transport media (Citotest 
Scientific Co, Haimen City, P.R.China) during the collection and transferred with biohazard 
specimen bag. After the samples were taken, they were transferred to the center and tested 
shortly within the 2 hours. Samples were vortexed for 3-5 seconds prior to testing, and a 
calibrated pipette was used to transfer the sample volume specified in each manufacturer's 
instructions for use.  

Ethical approved 
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This study was approved by the COVID-19 Scientific Research Committee of Ministry of 
Health (S.B. 2020-05-13T14_11_33) and by local Non-Interventional Research Ethics 
Committee of Kocaeli University (GOKAEK-2020/08.30 - 2020/144). 

Statistical analysis 

The chi-square tests were calculated using a significance level of 95%. Chi-square scores 
were calculated using Excel. The heatmap is obtained by comparing chi-square scores for a 
range of Ct threshold combinations, where any patient with Ct value below the threshold is 
assumed positive for Bio-speedy and any patient with Ct value below the threshold for both of 
the genes (gene E and RdRp) is assumed positive for Diagnovital. 

For Deming regressions, the data pairs with only positive Ct values were used for each 
experiment, except cumulatives. To obtain the cumulative Ct scores, an arbitrary copy number 
was obtained using 2-Ct for gene E and RdRp obtained by Diagnovital, where the Ct is 
available. Otherwise, an arbitrary copy number of zero is used. The arbitrary copy numbers 
were added to obtain a cumulative copy number, and the cumulative Ct is obtained by ln 
(cumulative copy number)/ln(2). Calculations were done using Excel. 

 

RESULTS 

Of all analyzed samples, 68 were positive, and 28 were negative by two PCR kits. The mean 
age of the study population was 44 (range;17 - 85), and 67 (64%) were male, including both 
genders showing signs and/or symptoms of COVID-19 infection. Demographic, laboratory, 
and medical findings of the study patients are shown in Table 2.  

Diagnovital and Bio-speedy kits were compared by RT-PCR amplification yield results. The 
initial quantity and yield quality of targets had been monitored by the exponential 
amplification phase of the RT-PCR reaction. There were different Cts for the same patient 
samples, and each kit indicated differently yield quality. Especially, Diagnovital showed in a 
constricted range and conveniently exponential amplification curves than Bio-speedy (Fig 1). 

The Deming regression of Ct values obtained for RdRp gene for the two separate kits and 
95% confidence interval for the regression line shown in Fig 2. Diagnovital and Bio-speedy 
both use RdRp as a biomarker for their detection. The regression of Cts obtained for this 
biomarker showed correlation. It was important to note that since the isolation methods and 
possibly primers were different, we did not expect to observe a slope of 1. Indeed, Bio-speedy 
showed higher variation when it comes to Cts, yet the correlation was statistically significant 
(p<0.01) with a Pearson correlation of 0.73 (Fig 2).  

The Deming regression of Ct values obtained for RdRp gene and gene E for Diagnovital and 
95% confidence interval for the regression line shown in Fig 3. The two biomarkers used by 
Diagnovital, gene E, and RdRp gene were also showed some degree of correlation. This 
correlation was found statistically significant (p<0.01) with a Pearson correlation of 0.82 (Fig 
3).  

Fig 4 shows the Deming regression of the cumulative Ct values of Diagnovital and RdRp Ct 
values of Bio-speedy and 95% confidence interval for the regression line. The cumulative Ct 
values were calculated by the sum of arbitrary copy numbers of gene E and RdRp genes 
obtained through 2-Ct. The cumulative scores, when compared to Bio-speedy results, showed 
statistically significant (p<0.01) correlation with a Pearson coefficient of 0.83. This value 
being higher than 0.73 coefficient obtained through comparison of RdRps of the two kits 
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only, showed that inclusion of a secondary biomarker by Diagnovital improved the correlation 
of different kits.  

In Fig 5 the analyzed heat map for chi-square scores obtained for a range of thresholds for 
Bio-speedy and Diagnovital kits are shown. Black and white squares indicateD chi-square 
score of 1 and 0, respectively. According to chi-square heat map, while the two kits showed 
high independence for manufacturers choice of Ct, there was a range of Ct combinations for 
the two where the two kits showed a high correlation. When the Ct of 40 for Bio-speedy and 
35 for Diagnovital was applied as instructed by the manufacturers, the chi-square score of 
0.18 was obtained, indicating a high independence between the kits for manufacturer defined 
Cts. On the other hand, the maximum dependence for the two kits could be established if the 
Ct were modified to any of the 38 and 32, 38 and 34, 37 and 35, 34 and 37 combinations for 
Bio-speedy and Diagnovital, respectively. While dependence could increase at even higher Ct 
values, it is important to note that high dependence is not an indication of high sensitivity or 
specificity. 

 

DISCUSSION 

On January 26, the first batch of four registration certificates of Novel Coronavirus PCR  kit 
was issued by the State Food and Drug Administration for the emergency, without a series of 
clinical trials (https://www.fda.gov/news-events/press-announcements/coronavirus-covid-19-
update-fdaissues-new-policy-help-expedite-vailability-diagnostics). Then, new PCR kits 
began to be produced by different laboratories and institutes. Many studies on the obtained 
kits have also been carried out and are still underway (22). Nowadays, Turkey is among the 
countries producing SARS-CoV-2 diagnostic PCR kits. In this study, we investigated the 
compatibility between the two different SARS-CoV-2 PCR kits, which included different 
gene targets that produced in Turkey during the COVID-19 pandemic. We used two separate 
SARS-CoV-2 RT-PCR kits similar to each other, including the procedure, analytic sensitivity, 
storage of the kits, studied samples, and other features shown in Table 1. The differences were 
the addition of E gene analysis in addition to RdRp gene analysis in the Diagnovital PCR kit 
and isolation methods. In the absence of international quality controls, an unknown sample 
may more accurately diagnose with a high cumulative correlation of kits. According to two 
PCR kits, there were 68 positive and 28 negative results as cumulative in our study. 

The mean age of our patient population was 44, and 64% of them were male. There are many 
articles reporting gender differences in terms of frequency and severity of the disease 
(23,24,25). The higher prevalence is in males because ACE2 expression is more dominant in 
men, and smoking is more common in men than in women (26). The most common 
symptoms on admission were cough (24%), 10% fever, and there was more than one 
symptom association. Within 68 positive patients, there were 15 patients (22%) without 
symptoms (data not shown). Studies are showing variable results about the transmission rates 
of asymptomatic individuals (27,28). The samples came from the city of Kocaeli, one among 
the cosmopolitan cities of the country, where the industry is developed, and the working class 
is quite high. The COVID-19 epidemiology varies between regions. Among the possible 
reasons for this variation are the demographic and socio-cultural structure, transportation. The 
city of Kocaeli is also among the cities where the country's export and import are made the 
most. That is why the number of workers was considerably high (40%) in our study 
population. Comorbidities were present in 13% of the patients. The comorbidities with the 
highest frequency were as follows: coronary artery disease with hypertension (33%), diabetes 
(25%), chronic obstructive lung diseases (17%). Similar results for comorbid diseases were 
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obtained in a study from China. (29). In 5 of 28 PCR (18%) negative patients, CT findings 
were consistent with COVID-19, and all five patients had symptoms (data not shown). 

It was interesting that different Cts for the same patient samples were seen in each kit. 
Starting quantities were the same, but they had different yield quality. Especially, Diagnovital 
PCR kit showed in a constricted range and conveniently exponential amplification curves than 
Bio-speedy PCR kit (Fig 1). This case suggested that two different RNA target gene assays 
were more appropriate as suggested by WHO in the diagnosis of COVID-19 disease (15). In 
general, it is difficult to understand the analytical sensitivity differences of different molecular 
tests due to natural variations in sample processing and reference materials used for validation 
in different laboratories. However, the study comparing three different molecule tests by 
Uhteg K et al. showed that similar results were found; The PCR kit with two different genes 
of the SARS-CoV-2 had a higher yield than the other two kits performing one gene analysis 
(30).  

Our data suggested that all two PCR methods yielded comparable results (a Pearson 
coefficient of 0.83) for both negative and positive clinical specimens (Fig 4). However, we 
did find a notable difference comparison of RdRps of the two kits had a correlation of 0.73 
(Fig 2). It was important to note that since the isolation methods and possibly primers were 
different, we did not expect to observe a slope of 1. Indeed, Bio-speedy showed higher 
variation when it comes to Cts, yet the correlation was statistically significant (p<0.01). This 
case indicated that while the two kits reported similar results for the RdRp gene, there was a 
considerable difference as well. The addition of a secondary biomarker for Diagnovital 
improved the correlation of different kits and increased the correlation by 0.10 (Fig 4). While 
Bio-speedy did not alone represent the true values, the increased correlation was an indication 
of improved diagnostic power. On the other hand, as shown in Figure 3, both biomarkers were 
somewhat correlated with the 95% confidence interval for the Deming regression line of the 
Ct values obtained for the Diagnovital for the RdRp gene and the E gene. This result indicated 
that the two biomarkers reported relatively close results adding to the cumulative detection 
power. 

Choosing a threshold level is essential to finalize the diagnosis and classify the patient. Most 
diagnostic tools refer to any Ct value above a specific threshold, too low for detection and 
refrain from a conclusive classification. In the case of a pandemic event, the doctors, 
however, do not have the luxury or resources. Unfortunately, without true positives or true 
negatives, we do not have the means to perform ROC analyses in order to determine the right 
thresholds to reach an optimum diagnostic power. In spite, we had the means to compare the 
two diagnostic tools and how they were correlated with each other. Using Deming, while it 
was possible to correlate the Cts; however, the thresholds for diagnosis could not be 
correlated as a result of diagnosis was categorical rather than continuous data, as in Cts. 
Instead, we had the means of correlation of categorical data using the chi-square score as a 
specific threshold combination.  However, depending on the choice of thresholds, this score 
was prone to change. During a grid search, we scanned a range of thresholds for both of the 
kits, producing a heatmap of chi-square scores (Fig 5). Important to note that the heatmap did 
not provide information on accuracy, but rather, correlation of the kits. According to the chi-
squares heatmap, the range of high correlation thresholds is along the diagonal of Ct ranges. 
Surprisingly the correlation dramatically dropped outside of this diagonal, including the 
threshold combination determined by the kit manufacturers (35 for Diagnovital and 40 for 
Bio-Speddy). This case indicated that while the correlation for Cts exists, the choice of 
threshold might strongly influence the diagnosis. To obtain a higher accuracy, a combinatory 
study was advisable to determine optimum thresholds using multiple kits for even a few 
hundred cases.  
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The RT-PCR tests today are so new that it is unclear how reliable they are. Local laboratories 
are doing their best to validate tests on their own. They are also aimed at scanning more 
masses by reaching more tests and thus preventing the spread of the disease by detecting 
positives. In our country Scientific and Technological Research Council of Turkey had also 
accepted all projects about PCR kits. This was conducted because the country needed these 
kits to help with quality assurance internally. A viewpoint published in JAMA earlier this 
month synthesized known data on the accuracy of different tests at different points in the 
disease process (31). Some kits have three target genes, use one target gene for the screening 
test and two other target genes for verification test. The confirmatory test result is considered 
positive only when both confirmatory genes are detected. If a gene is not detected, the result 
cannot be interpreted positively (21).  

In conclusion, it should be mentioned that the international external quality controls for the 
diagnosis of SARS-CoV-2 by PCR techniques used have not been established yet. Our results 
suggest, in an unknown sample on the light of clinic symptoms of COVID -19 using together 
different PCR kits that target different genes during the pandemic situation may provide a 
more accurate diagnosis.  

 

Funding 

None 

 

Author Disclosure Statement 

No conflict interests  

 

Acknowledgement:  

We are thankful to Tarik Keçeli for English editing.  

 

 

REFERENCES 

 

1. Zhou P, Yang XL, Wang XG, et al. A pneumonia outbreak associated with a new 
coronavirus of probable bat origin. Nature. 2020;579(7798):270-3. 

2. CDC. Locations with confirmed COVID-19 cases, global map. Centers for Disease 
Control and Prevention, 2020. https://www.cdc. gov/coronavirus/2019-ncov. (accessed 
May 15, 2020).  

3. Coronavirus COVID-19 Global Cases by the Center for Systems Science and 
Engineering at Johns Hopkins University. https://gisanddata.maps.arcgis.com 
(Accessed May 15, 2020). 

4. Ministry of Health (2020). COVID-19 Yeni Koronavirüs Hastalığı [online]. Website: 
https://covid19bilgi.saglik.gov.tr/tr/ (Accessed May 15, 2020) 

All rights reserved. No reuse allowed without permission. 
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. 

The copyright holder for this preprintthis version posted June 19, 2020. ; https://doi.org/10.1101/2020.06.17.20133967doi: medRxiv preprint 

https://doi.org/10.1101/2020.06.17.20133967


5. Adebali O, Bircan A, Çirci D, et al. Phylogenetic Analysis of SARS-1 CoV-2 
Genomes in Turkey bioRxivpreprint 
https://www.biorxiv.org/content/10.1101/2020.05.15.095794v1 

6. Zhou TT, Wei FX. Primary stratification and identification of suspected Corona virus 
disease 2019 (COVID-19) from clinical perspective by a simple scoring proposal. Mil 
Med Res. 2020;7(1):16.  

7. Wang YY, Jin YH, Ren XQ, et al. Hospital of Wuhan University Novel Coronavirus 
Management and Research Team. Updating the diagnostic criteria of COVID-19 
"suspected case" and "confirmed case" is necessary. Mil Med Res. 2020;7(1):17.  

8. Patel A, Jernigan DB, 2019-nCoV CDC Response Team MMWR Initial Public Health 
Response and Interim Clinical Guidance for the 2019 Novel Coronavirus Outbreak - 
United States, December 31, 2019-February 4, 2020. Morb Mortal Wkly Rep. 
2020;69(5):140. 

9. Chu DKW, Pan Y, Cheng SMS, et al. Molecular Diagnosis of a Novel Coronavirus 
(2019-nCoV) Causing an Outbreak of Pneumonia Clin Chem. 2020. doi: 
10.1093/clinchem/hvaa029. 

10. Corman VM, Landt O, Kaiser M, et al. Detection of 2019 novel coronavirus (2019 -
453 nCoV) by real-time RT -PCR. Euro Surveill 25. doi: 10.2807/1560 454 
7917.ES.2020.25.3.2000045. 

11. T. C. Ministry of Health General Directorate of Public Health, Covid-19 (Sars-Cov2 
Infection) Directory, Coronavirus Scientific Advisory Board, Turkey. 2020. (Accessed 
May 15, 2020). 

12. Wölfel R, Corman VM, GuggemosW, et al. Virological assessment of hospitalized 
patients with COVID-2019. Nature.2020;581:465-469 

13. World Health Organization. Laboratory testing for coronavirus disease 2019 (COVID-
19) in suspected human cases: interim guidance. https://www.who.int/publications-
detail/laboratory-testing-for-2019-novel-coronavirus-in-suspected-human-cases-
20200117 (Updated on March 19, 2020)    

14. CLSI. Molecular diagnostic methods for infectious diseases. 3rd ed. CLSI MM03. 
Wayne, PA: Clinical and Laboratory Standards Institute. 2015. 

15. Reusken CBEM, Broberg EK, Haagmans B, et al. on behalf of EVDLabNet and 
ERLI-Net. 2020. Laboratory readiness and response for novel coronavirus (2019-
nCoV) in expert laboratories in 30 EU/EEA countries, January 2020. Euro Surveill 
2020;25(6): pii2000082.  

16. World Health Organization (2020). Novel Coronavirus (2019-nCoV) situation reports 
[online]. Website: https://www.who.int/emergencies/diseases/novel-coronavirus-
2019/situationreports (Accessed May 15, 2020) 

17. Corman V.M., Landt O., Kaiser M., et al. Detection of 2019 novel coronavirus (2019-
nCoV) by real-time RT-PCR, Euro. Surveill. 2020;25(3):2000045.  

18.  World Health Organization (WHO), Coronavirus disease (COVID-19) technical 
guidance: laboratory testing for 2019-nCoV in humans, Interim guidance. 
https://www.who.int/publications-detail/laboratory-testing-for-2019-novel-
coronavirus-in-187 suspected-human-cases-20200117, 2020 (Accessed May 15, 2020) 

All rights reserved. No reuse allowed without permission. 
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. 

The copyright holder for this preprintthis version posted June 19, 2020. ; https://doi.org/10.1101/2020.06.17.20133967doi: medRxiv preprint 

https://doi.org/10.1101/2020.06.17.20133967


19. World Health Organization. 2020. Global surveillance for COVID-19 caused by 
human infection with COVID-19 virus. Interim guidance, World Health Organization. 
https://www.who.int/publicationsdetail/ global-surveillance-for-human-infection-with-
novel-coronavirus-(2019-ncov)   

20. Centers for Disease Control and Prevention. Division of Viral Diseases. 2020. 2019-
Novel Coronavirus (2019-nCoV) Real-time rRT-PCR Panel Primers and Probes. 
Centers for Disease Control and Prevention.https://www.cdc.gov/coronavirus/2019-
ncov/downloads/rt-pcr-panel-primer-probes.pdf. (Accessed May 20, 2020) 

21. Centers for Disease Control and Prevention. Interim Guidelines for Collecting, 
Handling, and Testing Clinical Specimens from Patients Under Investigation (PUIs) 
for 2019 Novel Coronavirus (2019-nCoV). January 31, 2020. 
https://www.cdc.gov/coronavirus/2019-nCoV/lab/guidelines-clinical-specimens.html 
(Accessed May 21, 2020) 

22. van Kasteren PB, van der Veer B, van den Brink S, et al. Comparison of commercial 
RT-PCR diagnostic kits for COVID-19 J Clin Virol. 2020:128:104412.  

23. Guan WJ, Ni ZY, Hu Y, et al. China Medical Treatment Expert Group for Covid-19. 
Clinical Characteristics of Coronavirus Disease 2019 in China. N Engl J Med. 
2020:382(18):1708-1720.  

24. Li LQ, Huang T, Wang YQ, et al. COVID-19 patients' clinical characteristics, 
discharge rate, and fatality rate of meta-analysis. J Med Virol 2020; 92:577-583. 

25. Huang C, Wang Y, Li X, et al. Clinical features of patients infected with 2019 novel 
coronavirus in Wuhan, China. Lancet. 2020;395(10223):497-506. 

26. Cai, H., Sex difference and smoking predisposition in patients with COVID-19. 
Lancet Respir Med 2020;8(4): e20.  

27. Mizumoto K., Kagaya K., Zarebski A., & Chowell, G. Estimating the asymptomatic 
proportion of coronavirus disease 2019 (COVID-19) cases on board the Diamond 
Princess cruise ship, Yokohama, Japan, 2020. Euro Surveill. 2020;25(10):2000180.  

28. Mao Z. Q., Wan R., He L. Y., et al. The enlightenment from two cases of 
asymptomatic infection with SARS-CoV-2: is it safe after 14 days of isolation? Int J 
Infect Dis. 2020; 95:174-175.  

29. Chen T, Wu D, Chen H, Yan W, et al. Clinical characteristics of 113 deceased patients 
with coronavirus disease 2019: retrospective study. BMJ. 2020;368:m1091. doi: 
10.1136/bmj.m1091. 

30. Uhteg K, Jarrett J, Richards M, et al. Comparing the analytical performance of three 
SARS-CoV-2 molecular diagnostic assays J Clin Virol.2020; 127: 104384.   

31. Sethuraman N, Jeremiah SS, Ryo A, MD, Interpreting Diagnostic Tests for SARS-
CoV-2 JAMA. 2020 10.1001/jama.2020.8259. 

 

 

All rights reserved. No reuse allowed without permission. 
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. 

The copyright holder for this preprintthis version posted June 19, 2020. ; https://doi.org/10.1101/2020.06.17.20133967doi: medRxiv preprint 

https://doi.org/10.1101/2020.06.17.20133967


 

Table 1. Comparison of characteristics the SARS-CoV-2 PCR kits which analysed in the study 

Characteristic 
 

SARS-CoV-2 RT-PCR kit 

Brand Bio-Speddy ® Diagnovital ® 
PCR assay Real time, single step RT PCR Real time, single step RT PCR 
Amplification assay Qualitative Qualitative 
Testing specimen Naso/oropharyngeal aspirates, 

washes and swabs, bronchoalveolar 
lavage, tracheal aspirates and sputum 

Naso/oropharyngeal aspirates, washes 
and swabs, bronchoalveolar lavage, 
tracheal aspirates and sputum 

Sample collection Viral transport medium and swab are 
component of kit 

Viral transport medium must be 
provided, swab is component of kit 

Viral nucleic acid extraction Manuel and component of the kit Manuel or automated and must be 
provided 

Extraction processing time 10 min. 10-45 min. 
PCR assay run time 101 min. 119 min. 
SARS-CoV-2 gene target RdRp RdRp + E 
Internal control target RNAas P gene RNAas P gene 
Positive control  Non - infectious Non - infectious 
Storage of the kit at -20°C at -20°C 
Analytical sensitivity claim 5.6 copies/ml 10 copies/ml 
Result interpretation  RdRp detection,  

Amplification must be <40 Ct 
RdRp + E detection,  
Amplification must be < 35 Ct 

Abbreviations:  RdRp; RNA-dependent RNA polymerase, E; envelop, PCR; polymerase chain recation, RT PCR; revers 
transcription polymerase chain recation, Ct; cycle treshold 
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Table 2. Demographic, laboratory and medical findings of the study patients 

 

Abbreviations: M: male; F: female; CT: computerized tomography; PCR: polymerase chain reaction 

 
 

 

 

 

Characteristic Patient group 
Patient, n 96 
Gender, M/F, n (%) 67 (64)/32 (33) 
Age, years mean, range  44 (17-85) 
Sampling, region/city Marmara/Kocaeli 
Clinical status, n (%) 

Symptomatic patients 
Cough  

Fever + cough + headache + sore throat 
Cough + respiratory distress  

Fever 
Sore throat  + cough 

Fever + cough 
Cough + fatigue + headache 

Fever + fatigue + myalgia  
Fever + cough + malaise  

Malaise + sore throat  + myalgia 
Cough + fatigue + sore throat 
Fever + cough + loss of taste 

Fever + abdominal pain + vomiting 
Asymptomatic patients 

 
62 (65) 
15 (24) 
9 (14) 
7 (11) 
6 (10) 
6 (10)  
5 (8) 
3 (5) 
3 (5) 
2 (3) 
2 (3) 
2 (3) 
1 (2) 
1 (2) 
34 (35) 

Working status, n (%) 
Worker 

Self-employed 
Housewife 

Public personnel 
Retired  

Health employee  
Unemployed 

50 (52) 
20 (40) 
8 (16) 
6 (12) 
6 (12) 
5 (10) 
4 (8) 
1 (2 

Cormorbidity, n (%) 
Hypertension  

Diabetes mellitus 
Diabetes mellitus + hypertension 

Chronic obstructive lung diseases  
Cardiac diseases 

12 (13) 
4 (33) 
3 (25) 
2 (17) 
2 (17) 
1 (8) 

Computerized tomography status, n (%) 
CT positive patient  
CT negative patient 

CT not done 

 
29 (30) 
37 ((39) 
30 (31) 
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A.  

 

B.  

 

Figure 1. A. Revers transcriptase - polymerase chain reaction amplification yield results. 
BioSpeedy® SARS-CoV-2 PCR (RdRp) kit (upper) and, B. Diagnovital® SARS-CoV-2 PCR 
(RdRp) kit (lower) in Rotor-Gene Q Software 2.3.1. (Abbrevations: PC; positive control, NC; 
negative control). 
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Figure 2. The Deming regression of Ct values obtained for RdRp gene for the two separate 
kits and 95% confidence interval for the regression line. Any data pair with any negative 
results are omitted. 
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Figure 3. The Deming regression of Ct values obtained for RdRp gene and gene E for 
Diagnovital and 95% confidence interval for the regression line. Any data pair with any 
negative results are omitted. 
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Figure 4. The Deming regression of the cumulative Ct values of Diagnovital and RdRp Ct 
values of Biospeedy and 95% confidence interval for the regression line. The cumulative Ct 
values were calculated by the sum of arbitrary copy numbers of gene E and RdRp genes 
obtained through 2-Ct. The arbitrary copy numbers for negatives were assumed as zero.  

 

15

20

25

30

35

40

20.00 25.00 30.00 35.00 40.00 45.00

B
io

sp
ee

dy
 C

t

Diagnovital Ct

Cumulative Diagnovital vs Biospeedy Ct

All rights reserved. No reuse allowed without permission. 
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. 

The copyright holder for this preprintthis version posted June 19, 2020. ; https://doi.org/10.1101/2020.06.17.20133967doi: medRxiv preprint 

https://doi.org/10.1101/2020.06.17.20133967


 

Figure 5. Heat map for chi-square scores obtained for a range of thresholds for Biospeedy  
and Diagnovital kits. Black and white squares indicate chi-square score of 1 and 0, 
respectively. The black squares with white borders indicate Ct threshold combinations where 
chi square scores are above 0.88. 
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