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Abstract: Public healthcare demands effective and pragmatic diagnostic tools to address the escalating 

challenges in infection management in resource-limited areas. Recent advance in CRISPR-based biosensing 

promises the development of next-generation tools for disease diagnostics, including point-of-care (POC) testing 

for infectious diseases. Currently prevailing strategy of developing CRISPR assays exploits only the non-specific 

trans-cleavage function of a CRISPR-Cas12a/Cas13a system for detection and combines it with an additional 

pre-amplification reaction to enhance the sensitivity. In contrast to this single-function strategy, here we present a 

new approach that collaboratively integrates the dual functions of CRISPR-Cas12a: sequence-specific binding 

and trans-cleavage activity. With this approach, we developed a POC nucleic acid assay termed Solid-Phase 

Extraction and Enhanced Detection assay Integrated by CRISPR-Cas12a (SPEEDi-CRISPR) that negates the 

need for preamplification but significantly improves the detection of limit (LOD) from the pM to fM level. 

Specifically, using Cas12a-coated magnetic beads, this assay combines efficient solid-phase extraction and 

enrichment of DNA targets enabled by the sequence-specific affinity of CRISPR-Cas12a with the fluorogenic 

detection by the activated Cas12a on beads. Our proof-of-concept study demonstrated that the SPEEDi-

CRISPR assay affords an improved detection sensitivity for human papillomavirus (HPV)-18 with a LOD of 2.3 

fM and excellent specificity to discriminate HPV-18 from HPV-16, Parvovirus B19, and scramble HPV-18. 

Furthermore, this robust assay was readily coupled with a portable smartphone-based fluorescence detector and 

a lateral flow assay for quantitative detection and visualized readout, respectively. Overall, these results should 

suggest that our dual-function strategy could pave a new way for developing the next-generation CRISPR 

diagnostics and that the SPEEDi-CRISPR assay provides a potentially useful tool for point-of-care testing. 

 

 

Introduction: 

 

Infectious diseases pose a major threat to public health, such as the recent COVID-19 pandemic associated with 

SARS-CoV-2 and human papillomavirus (HPV) that may lead to cervical cancers. Techniques for sensitive and 

rapid detection of pathogens are essential to prevent complications arising out of the disease progression and 

are beneficial for formulating an effective therapy for patients.1-6 Nucleic acid testing technologies led by PCR 

pave the way for the modern pathogen identification owning to its powerful ability of signal amplification. More 

recently, the emerging CRISPR (clustered regularly interspaced short palindromic repeats)-Cas (CRISPR-

associated) systems such as CRISPR-Cas12/13 have been demonstrated as the next-generation biosensing 

technology7-12 and have drawn increasing interest in the development of isothermal diagnostic assays.13-15 

CRISPR-based detection involves the specific binding of targets to the Cas enzyme-CRISPR RNA (crRNA) 

ribonucleoprotein (RNP) complex and the subsequent signal amplification via the trans-cleavage of fluorogenic 

reporters.7, 16-17 Though CRISPR-Cas has been applied to the development of various detection systems, 18-22 

strategies that only rely on the trans-cleavage activity suffer from limited sensitivity in clinical detection due to the 

low concentration of targets, thus, current CRISPR diagnostics (CRISPR-Dx) requires additional nucleic acid 

amplification techniques, such as loop-mediated isothermal amplification (LAMP)23-24 and recombinase 
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polymerase amplification (RPA)25-26 to generate sufficient amplicons for RNP. However, the pre-amplification 

raises the reagent complexity and the risk of contamination during multiple manual steps. So, an amplification-

free CRISPR-Cas assay with high sensitivity would greatly benefit CRISPR-Dx.  

 

It is worth noting that even if the volume of biological samples consumed for laboratory testing has been 

dramatically reduced now, the volume of biological samples collected for diagnosis, such as blood,27-29 saliva,30 

and swab media,31 typically exceeds the volume needed when taking sample storing and transporting into 

account. In most cases, a majority of target molecules in collected samples are wasted, which restricts the 

potential analytical performance that a bioassay might achieve. Hence, the extraction and enrichment of target 

molecules from abundant biological samples would greatly benefit amplification-free detection. 

 

Herein, we report a Solid-Phase Extraction and Enhanced Detection assay Integrated by CRISPR-Cas12a 

(SPEEDi-CRISPR) for amplification-free and sensitive analysis of pathogen nucleic acids from biological 

samples. The Cas12a-crRNA RNP is conjugated on the surface of magnetic beads via the affinity between the 

poly-histidine tags on Cas12a and the cobalt ions on the beads. As illustrated in Fig. 1A, target DNAs in samples 

will first be captured on beads via the sequence recognition of Cas12a-crRNA RNP, which will thereafter activate 

the trans-cleavage function of Cas12a (Fig. 1B). Then, after removal of the supernatant and addition of the 

detection buffer, signals will be generated by the cleavage of ssDNA reporters. The fluorescence signals of 

SPEEDi-CRISPR can be quantified in a bench-top instrument such as the qPCR apparatus or plate reader, 

alternatively, it could be coupled with a smartphone-based portable device or lateral flow assay (LFA) for a 

visualized readout to meet the demand for point-of-care testing (POCT). Our SPEEDi-CRISPR offers three major 

distinctions from the existing CRISPR-Dx. First, it leverages the affinity between the Cas12a-crRNA RNP and its 

DNA target, which is used as a solid-phase extraction strategy for the first time. Second, our amplification-free 

assay affords superior analytical performance in detecting pathogen DNA with high sensitivity (single-digit fM) 

and excellent specificity. Third, our method integrates target-specific capture, sample enrichment, and signal 

generation into one single material, drastically simplifying the assay workflow, decreasing the risks of false 

signals caused by contamination, and reducing the reliance on equipment and reagents.  

 

As a proof-of-concept for potential applications in diagnosis, we investigated the ability of SPEEDi-CRISPR to 

detect the two high-risk HPV subtypes (HPV 16 and HPV 18) which account for roughly 70% of all cervical 

cancers.32-33 In addition, lateral flow assay and a homemade portable device have been coupled with our assay 

and can successfully detect the two high-risk HPV subtypes. We believe that our SPEEDi-CRISPR assay is 

promising to advance the POCT of cervical cancers with minimal use of complex reagents and instruments, 

particularly in resource-limited areas and developing countries. 
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Figure 1. SPEEDi-CRISPR assay. (A) Workflow of SPEEDi-CRISPR for POC diagnosis. Nucleic acids are released via heat-lysis 

of samples; then Cas12a-crRNA RNP-coated beads are added to a large volume of samples for the specific capture and 

enrichment of target DNA. After enrichment, the supernatant is discarded and the reaction buffer containing reporters is added for 

signal generation. The result can be measured in a bench-top instrument, it can also be coupled with a portable device or LFA for 

visualized readout in POCT. (B) Principle of SPEEDi-CRISPR assay. Cas12a-crRNA RNP is coated on the beads via the 

coordination between the His-tag on Cas12a’s N-terminal and the cobalt ions on the magnetic beads. Functionalized beads capture 

target DNA by sequence recognition of Cas12a-crRNA RNP. After extraction, the activated Cas12a will cleave reporters in the 

reaction buffer for signal generation. 

 

Results and Discussion: 

 

Feasibility test of the SPEEDi-CRISPR assay 

The interaction between the Cas12a-crRNA RNP and its target DNA has great specificity and strong binding 

affinity (dissociation constant Kd=3.9 nM for LbCas12a).34-37 We believe this target binding affinity can be 

leveraged to design a solid-phase extraction material for the specific enrichment of DNA targets. The fact that 

the trans-cleavage of Cas12a is activated after target binding makes it possible for the subsequent signal 

generation,37 hyphenating the extraction and detection in a single functionalized material. We first confirmed the 

conjugation of RNPs on the surface of magnetic beads. The Cas12a-crRNA complex was prepared using the 

procedure mentioned in methods and coated on dynabeads with the maximum coating capacity (1.4 pmol 

Cas12a on 1 µg beads). As shown in Fig. S1, the Cas12a-crRNA RNP modification decreased the zeta potential 

of beads in 1× PBS buffer from -40 mV to -60 mV, showing that the Cas12a-crRNA complex was modified 

successfully on the bead surface via the interaction between the his-tag and cobalt ions. 

 

Next, using the L1 locus7 (Fig. S2) in the HPV genome as the model target, the activity of the Cas12a-crRNA 

complex on the beads was verified. In our design, the trans-cleavage activity of RNPs on beads will be initiated 

once the RNP captures the target DNA in solutions, and the cleavage of the fluorogenic ssDNA reporter will 

generate fluorescence signals. In the experiment, the RNPs or RNP-coated beads were added into the reaction 

buffer containing 50 nM reporter. In the presence of target DNA, an increase in the fluorescence intensity was 

observed (Fig. 2A), and relatively weak background fluorescence signals were monitored in the absence of the 

target DNA, confirming that the target DNA triggers the activation of the trans-cleavage function of Cas12a. 

RNP-modified beads also displayed a signal increase with target DNA added while the unmodified beads in the 

solution containing target DNA did not clearly show signal enhancement compared to the background, 

demonstrating that the RNPs on beads contribute to the fluorescence signals (Fig. 2A). The experiment verified 

that the sequence recognition and trans-cleavage activities of RNP are retained after conjugation and could be 

utilized for target capture and the following signal generation. However, the fluorescence intensity from RNPs 

coated on beads is slightly lower than that from the RNPs in free solution, indicating the limited activity of RNP 

on beads in this reaction condition which needs further optimizations. We furthermore tested the extraction 

ability of the RNP-coated beads. The beads were used to extract the 100-µL sample containing 10 nM targets, 

and the end-point fluorescence signal from the cleaved reporters was measured after extraction. As shown in 

Fig. 2B, the signal using our beads is greater than that of the non-extraction experiment where only 2 µL of the 

sample was used, suggesting the successful enrichment of target DNA in the SPEEDi-CRISPR assay. Overall, 

the SPEEDi-CRISPR assay is able to enrich targets from large-volume samples to produce higher fluorescence 

signals, indicating that our strategy has the potential to be developed into a preamplification-free nucleic acid 

detection method. 
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Figure. 2.  Feasibility test of SPEEDi-CRISPR assay. (A) Validation of trans-cleavage activity of Cas12a on beads. Only the RNP 

+ Target group and the RNP-Beads + Target group showed increased fluorescence intensity compared to the background signal, 

suggesting that Cas12a modified on beads retains the trans-cleavage activity. All measurements were performed by a qPCR device. 

Error bars: one S.D. (n = 3). (B) Target extraction using functionalized beads. After extraction, more targets were captured on the 

beads, resulting in a higher signal (RNP-beads + Target) compared to the non-extraction experiment (RNP + Target). All 

measurements in this figure were performed by a qPCR device. Error bars: one S.D. (n = 3). 

 

Optimization of the SPEEDi-CRISPR assay 

We systematically investigated several major factors that affect the performance of the SPEEDi-CRISPR assay. 

The amount of RNP modified on the bead surface is a key variable in our assay as it will impact both target 

enrichment and subsequent signal generation in the solid-phase reaction format. As shown in Fig. 3A, SPEEDi-

CRISPR produced the highest fluorescence in the detection of 1 pM target when 1.25 pmol of RNPs were 

coated on per µg of beads. The amount of RNPs-coated beads used in the assay has been investigated as well 

(Fig. S3A), however, we didn't see any significant changes in signal intensity when the input bead quantity 

increased from 20 µg to 60 µg, so we selected 20 µg for the following optimization. Next, the concentration of the 

reporter in the reaction buffer was tested. We screened a wide range of reporter concentrations from 100 to 800 

nM and the optimal concentration of the reporter was chosen at 600 nM (Fig. 3B) since it displayed the highest 

signal. Furthermore, operations in the extraction and signal generation step of the SPEEDi-CRISPR assay have 

been optimized. Based on the outcomes of these tests, the ideal extraction time (25 min, Fig. 3C) and reaction 

time (80 min, Fig. 3D) for the SPEEDi-CRISPR were established, allowing the assay to be completed in 2 hours. 

Moreover, the SPEEDi-CRISPR assay can benefit from multiple rounds of extraction to improve sensitivity 

further when the volume of samples is abundant. As shown in Fig. S3B, fluorescence signals may be raised by 

increasing the number of extraction rounds, but they started to decline after the fourth round, which may be 

related to the reduced trans-cleavage capacity of Cas12a because of the prolonged extraction process. In 

further tests, only one round of extraction would be utilized for a fast turnaround time. The aforementioned 

optimization led to the establishment of a standard SPEEDi-CRISPR assay protocol. 
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Figure 3. Optimization of SPEEDi-CRISPR. (A) Optimization of the RNP amount on the surface of magnetic beads. Increasing 

the amount of RNP from 0.5 to 1.25 pmol/µg beads could increase the fluorescence intensity, suggesting that 1.25 pmol/µg beads 

is the optimal condition. (B) Optimization of reporter concentrations. The fluorescence intensity increases when the reporter 

concentration is increased from 100 nM to 600 nM. Inhibition occurs when the concentration is more than 600 nM, suggesting that 

600 nM is the optimal concentration. (C) Optimization of extraction time. The fluorescence intensity increases when the extraction 

time rises from 20 to 25 minutes but does not change when the extraction time is extended beyond 25 minutes, suggesting that 25 

minutes is the ideal extraction time. (D) Optimization of reaction time for signal generation. When the reaction time rises from 20 

min to 100 min, the fluorescence intensity increases from 20 min to 80 min and reaches the plateau when the reaction time 

exceeds 100 min, implying that 80 min is the best reaction time. All measurements were performed by a qPCR device. Error bars: 

one S.D. (n = 3, 4, or 5). 

 

Characterization of the SPEEDi-CRISPR assay 

As discussed above, SPEEDi-CRISPR is expected to achieve the enhanced amplification-free detection of 

target DNA via target enrichment. We first investigated the limit of detection (LOD) of the SPEEDi-CRISPR 

assay for the quantitative detection of HPV-18 DNA under optimized experimental conditions. The beads were 

used to extract target DNAs from the samples (100 µL) with varying concentrations and fluorescence signals 

were evaluated (Fig. 4A). There was an excellent linear relationship between the fluorescence signal and the 

concentration of target DNA in the range of 1 pM to 5 fM (R2 = 0.995) (Fig. 4B). The LOD for HPV-18 testing was 

determined to be 2.3 fM based on the 3σ rule. Meanwhile, these samples were also tested using the CRISPR-

Dx method without extraction (Fig. S4A and C). The results showed that conventional CRISPR-Dx without 

extraction can only achieve detection sensitivity of HPV-18 DNA at pM-level (Fig. S4A), demonstrating that the 

SPEEDi-CRISPR assay can significantly enhance the sensitivity of CRISPR-Dx. We next evaluated the 
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specificity of our assay. CrRNA in the assay specifically designed for HPV-18 was used to identify samples 

containing 10 nM HPV-18, HPV-16, Parvovirus B19 (PB 19), and the scrambled sequence of HPV-18 target DNA. 

As shown in Fig. 4C, the non-targets yielded a signal level that has no significant difference from the negative 

control, whereas samples containing HPV-18 DNA generated a considerably high signal, demonstrating 

excellent specificity of the SPEEDi-CRISPR assay to discriminate HPV-18 from other non-targets.   

 

For studying the universality of SPEEDi-CRISPR, all tests have been performed for HPV-16 detection (Fig. S4B, 

Fig. S5A-C). An excellent sensitivity (LoD = 4.9 fM, R2 = 0.997) and selectivity have been verified for HPV-16 

detection, demonstrating that SPEEDi-CRISPR may be utilized to identify a variety of infections. We also tested 

the reproducibility of SPEEDi-CRISPR, five different batches of the HPV-18 test have been performed, and 

measurements of fluorescence intensity from each detection were collected as exhibited in Fig. 4D. The relative 

standard deviation (RSD) of signals among different batches is lower than 3%, given that our assay is stable, 

robust, and repeatable.  

 

 

 

Figure 4. Analytical performance of SPEEDi-CRISPR in the detection of HPV-18. (A) Fluorescence intensity of experiments 

with different target concentrations in optimal conditions. Error bars: one S.D. (n = 3 or 4). (B) Calibration curve of HPV-18 

detection using SPEEDi-CRISPR shows a wide dynamic range (5 fM - 1 pM) and strong linear relationship (R2=0.997), the LoD 

was 2.3 fM determined by 3σ rule. (C) The selectivity of SPEEDi-CRISPR for HPV-18 (10 nM) against HPV 16 (10 nM), PB-19 (10 

nM), and scrambled HPV 18 (10 nM). Error bars: one S.D. (n = 3 or 4). (D) The reproducibility of SPEEDi-CRISPR in five batches 

of experiment. The RSD among five batches is 2.64%. All measurements were performed by a qPCR device. Error bars: one S.D. 
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(n= 3). 

 

Detection of HPV in spiked samples using the SPEEDi-CRISPR assay 

As a proof-of-concept demonstration of potential clinical applications, we adapted the SPEEDi-CRISPR assay to 

detect both HPV-18 and HPV-16 in spiked samples. Human serum with different spiked HPV concentrations was 

prepared, 500 μL of each sample was lysed and the DNA was eluted with 100 μL of water as instructed in the 

DNA extraction kit’s protocol, and the post-purification sample was tested by the SPEEDi-CRISPR assay. HPV 

DNA spiked in water was used as a control, and the fluorescence intensity of each sample was evaluated and 

compared to signals from serum samples. As depicted in Fig. 5A and B, HPV-18 and HPV-16 DNA isolated from 

serum and water showed comparable signal intensity at different target DNA concentrations, indicating that 

SPEEDi-CRISPR has great potential to be applied in complex biological samples. We also evaluated the 

recovery rate of our assay in the detection of purified DNA from serum, as shown in Table S2, the SPEEDi-

CRISPR assay can achieve a decent recovery rate ranging from 93.8% to 106% (Table. S2A). The HPV DNA 

isolated from serum samples was also examined by the CRISPR-Dx without extraction. Fig. S6 shows that 

routine CRISPR-Dx without extraction is not able to detect the target DNA at a low concentration (200 fM), 

however, our SPEEDi-CRISPR assay is sensitive enough to generate a strong signal significantly different from 

the background, exemplifying the enhanced performance of our assay. 

 

The column-based DNA purification process used in this work requires multiple reagents and centrifugation. To 

simplify the detection workflow, thermal lysis that has been developed and demonstrated as a useful lysis 

method in viral nucleic acid detection38-41 was adopted to mimic the virus lysis and HPV DNA release as the 

sample preparation step. Then the SPEEDi-CRISPR assay was utilized to capture target DNA directly from the 

serum samples without any DNA purification step. HPV DNA with different concentrations of was spiked into the 

samples containing 10% human serum and detected by the SPEEDi-CRISPR assay after being heated at 95°C 

for 10 min, HPV DNA spiked samples containing no serum were used as the control. As shown in Fig. 5C and D, 

HPV-16 and HPV-18 DNA isolated from serum and water showed similar signal intensity at different spiked DNA 

concentrations, indicating the feasibility of the thermal lysis coupled SPEEDi-CRISPR assay. In addition, our 

SPEEDi-CRISPR can identify targets in the serum sample after thermal lysis with an excellent recovery rate 

(89%-103%) and RSD (1.11%-4.34%) (Table. S2B). These findings demonstrate that the SPEEDi-CRISPR 

assay is robust enough to extract DNA directly from the complex biological samples after virus thermal lysis and 

target DNA release for clinical diagnosis. 

All rights reserved. No reuse allowed without permission. 
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. 

The copyright holder for this preprintthis version posted April 29, 2023. ; https://doi.org/10.1101/2023.04.28.23289279doi: medRxiv preprint 

https://doi.org/10.1101/2023.04.28.23289279


 

Fig. 5. Detection of different concentrations of HPV-18 and HPV-16 in serum samples. (A) Detection of HPV-18 in spiked 

serum samples after DNA purification using the SPEEDi-CRISPR assay. (B) Detection of HPV-16 in spiked serum samples after 

DNA purification using the SPEEDi-CRISPR assay. (C) Detection of HPV-18 in spiked serum samples after heat lysis using the 

SPEEDi-CRISPR assay. (D) Detection of HPV-16 in spiked serum samples after heat lysis using the SPEEDi-CRISPR assay. DNA 

spiked in water was used as a control. All measurements were performed by a qPCR device. Error bars: one S.D. (n = 3 or 4).  

 

Application of the SPEEDi-CRISPR assay for point-of-care testing 

The simplicity and robustness of SPEEDi-CRISPR that we demonstrated above in HPV detection make it 

intrinsically adaptable to point-of-care (POC) infectious disease diagnostics to promote disease prevention and 

control in low- and middle-income regions. For this purpose, SPEEDi-CRISPR should utilize an easy and 

affordable signal readout strategy and be developed into a low-cost, portable POC testing system. With a limited 

budget, we sought to create a portable assay platform (Fig. 6A) that would not merely provide optimum SPEEDi-

CRISPR assay conditions but also a low-cost signal readout strategy. Our portable device consists of a 

consumer digital hotplate (coffee mug warmer) to maintain the reaction's temperature, a blue LED illuminator, a 

plastic filter (520 nm long-pass), and 3D-printed body parts. The blue LED is turned on at the end of the test for 

the detection of fluorescence signals through the filter by a smartphone mounted on a 3D-printed phone holder.  

 

We first proved the viability of the portable device by conducting the signal generation step of the SPEEDi-

CRISPR assay on the hotplate surface. Fluorescence signals from the home-made portable device and the 

bench-top incubator were compared under identical conditions. Figure S7 shows that our portable device could 

preserve almost all the signal intensity of 1 pM HPV-18 compared to that of the incubator, indicating the 

robustness of the SPEEDi-CRISPR assay and the feasibility of coupling our assay with the home-made portable 
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device. The portable device was then tested for the detection of HPV-16 and HPV-18 at various concentrations 

(ranging from 10 pM to 50 fM), and we discovered that the SPEEDi-CRISPR assay coupled with the portable 

device could identify HPV at 50 fM successfully (Fig. 6B). The signal intensity of targets with different 

concentrations has been quantified by ImageJ (Fig. 6C and D) and calibrated for analytical performance. 

Compared to the SPEEDi-CRISPR assay performed in the incubator and the qPCR device (LOD: 2.3 fM), our 

assay that employed this low-cost portable platform and smartphone still can achieve a LOD of 47.0 fM and 48.3 

fM for HPV-18 and HPV-16, respectively. Additionally, the R2 of calibration curves for the detection of HPV-18 

and HPV-16 in the dynamic range (50 fM – 1 pM) is 0.990 and 0.984, respectively, indicating the quantitative 

potential of our assay for the accurate POC testing of HPV. 

 

Lateral flow assay (LFA) is another broadly used method in POC testing because it eliminates the demand of 

specialized and costly equipment and personnel. To further demonstrate the potential POC applications of our 

assay, we attempted to combine the SPEEDi-CRISPR assay with a commercially available LFA test strip for 

instrument-free readout. In this case, the SPEEDi-CRISPR assay was performed by replacing the FQ-ssDNA 

reporter with a FAM-Biotin ssDNA (FB-ssDNA) reporter in the reaction buffer (Fig. S8). The FB-ssDNA reporters 

bound on the immunogold nanoparticles can be cleaved by the target-activated RNPs and the cleaved 

immunogold-reporter complexes can be captured by the secondary antibody deposited on the test line on the 

strip to yield the positive signal.25 Finally, signals for various HPV DNA concentrations were evaluated with 

lateral flow dipsticks (10 pM-500 fM). The LFA-based SPEEDi-CRISPR assay, as shown in Fig. 6E, can clearly 

distinguish HPV samples (10 pM, 5 pM, 1 pM, and 500 fM) from negative samples, and higher concentrations of 

HPV reflect a stronger intensity of test lines. Compared to the fluorescence detection approach (Fig. 6C&D), 

visual LFA detection displayed inferior performance for quantitative analysis with decreased linearity and 

dynamic range (Fig. 6F). However, LFA-coupled SPEEDi-CRISPR assay can still be used for the rapid and 

convenient detection of HPV as a qualitative or semiquantitative method in resource-limited regions. 
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Fig. 6. SPEEDi-CRISPR assay for point-of-care testing. (A) The exploded view of a portable home-made device assembled with 

an optical filter, the 3D-printed body parts, a blue LED illuminator, and a consumer digital hotplate. (B) Representative fluorescence 

images of two HPV targets at variable concentrations (10 pM, 5 pM, 1 pM, 500 fM, 100fM, 50 fM, and NTC) captured by the 

smartphone. (C-D) Quantitative analyses and calibration curves for the detection of HPV-18 (C) and HPV-16 (D) using the portable 

device-coupled SPEEDi-CRISPR assay. The grayscale analysis of the fluorescence signal in each tube is achieved by ImageJ. The 

LoD was determined by 3σ rule (47.0 fM for HPV-18 and 48.3 fM for HPV-16). Error bars: one S.D. (n = 3 or 4). (E) Representative 

photos of LFA assay for two HPV targets at variable concentrations (10 pM, 5 pM, 1 pM, 500 fM, and NTC). (F) Measurements of 

test line band intensity for HPV-18 (black) and HPV-16 (red) by ImageJ. Error bar: one S.D. (n = 2). 

 

 

 

Discussion 

The high specificity, programmability, and ease of use of CRISPR technology make it the next-generation 

diagnostic platform. A lot of CRISPR-based biosensing tools20-22, 42-44 and materials45,46 have been developed 

based on the collateral cleavage (trans cleavage) activity of Cas12a. Though the trans-cleavage ability of 
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Cas12a enables signal amplification in diagnostics, the limited sensitivity still restricts the application of Cas12a 

in amplification-free diagnosis. To overcome this issue, we developed an assay termed SPEEDi-CRISPR for 

solid-phase extraction and enhanced detection of pathogens. The SPEEDi-CRISPR assay harnesses the 

specific target sequence recognition and indiscriminate trans-cleavage ability of Cas12a simultaneously. 

Cas12a-crRNA RNP is modified on magnetic beads and its target recognition ability is used in solid-phase 

extraction for the first time, after target enrichment, the beads can be utilized for subsequent signal generation. 

As a result, the dual functions of Cas12a integrated into a single solid-phase extraction material in our assay 

afford the sensitive, rapid, and convenient detection of pathogens in an amplification-free way.  

 

Cervical cancer is the fourth most common cancer in women worldwide, with more than 600,000 new cases and 

more than 300,000 deaths in 2020. About 90% of the new cases and deaths worldwide in 2020 took place in 

low- and middle-income countries, and the human papillomavirus (HPV) accounts for more than 95% of cervical 

cancer cases.47 Therefore, a rapid, sensitive, and cost- and reagent-effective screening of HPV will dramatically 

benefit the diagnosis and treatment, especially in resource-limited areas. In this work, we used HPV-18 and 

HPV-16, the two high-risk HPV subtypes, as models to evaluate the performance of our SPEEDi-CRISPR assay. 

Compared to the other CRISPR-Dx (Table S3), our assay exhibits high sensitivity and outstanding simplicity with 

a detection limit of 2.3 fM for HPV-18 and 4.9 fM for HPV-16 with a wide linear range from 1 pM to 5 fM. Our 

isothermal amplification-free assay can be completed in 2 hours and can dramatically simplify the workflow and 

reduce the dependence on precise laboratory equipment. The SPEEDi-CRISPR assay was robust enough for 

HPV detection in spiked serum samples, indicating the great potential in the analysis of complicated biological 

samples. The great adaptability of the SPEEDi-CRISPRT also enables the coupling with a smartphone-based 

portable device and LFA, proving that our assay is adequate for POC testing. Altogether, we envision this new 

technology holds great promise for pathogen diagnosis as an infection control strategy globally, particularly in 

nations with low resources. 

 

 

 

Methods: 

 

RNA and DNA oligos (Table. S1) were purchased from IDT (Integrated DNA Technologies). Dynabeads™ His-

Tag Isolation & Pulldown was purchased from Invitrogen Corporation (Carlsbad, California, USA). NEBuffer™ 

2.1 from New England Biolabs Ltd. (New England, USA) is selected as the buffer to control the pH value and 

provide an enzyme-friendly environment. UltraPureTM Distilled water which is DNase and RNase free is 

purchased from Invitrogen Corporation (Carlsbad, California, USA). EnGen® Lba Cas12a (Cpf1) from New 

England Biolabs Ltd. (New England, USA) is selected in this work. During the reaction, the Eppendorf 

thermomixer C was used for incubation, and the CFX Connect Real-Time PCR Detection System (Bio-Rad) is 

used to detect fluorescence intensity. 

 

Performing Cas12a’s trans-cleavage activity in free solution: 

The RNP is prepared by incubating 200 nM Cas12a and 300 nM crRNA in 1 × NE buffer 2.1 at 37 °C for 30 min. 

The target double-strand DNA is annealed with the ratio of 2:1 (2 parts of complementary strand and 1 part of 

target strand) after heating to 95°C for 5 min. The trans-cleavage reaction is performed with 50 nM RNP, 50 nM 

FQ-ssDNA reporter and 1 x NE buffer with different target dsDNA concentrations in 200 µL tube strips at 37°C 

for 120 min, and the fluorescence intensity is monitored every 1 min. The final concentration of target double-

strand DNA in the 20-µL reaction system is used to determine the analytical sensitivity. 

 

Preparation of the RNPs-coated beads:  

The RNP is prepared by incubating 200 nM LbuCas12a which has a N-terminal 6×his-tagged with 300 nM 

crRNA in 1 × NE buffer 2.1 at 37 °C for 30 min. Under the condition of 0.02% Tween™-20, incubate the prepared 
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RNP with Dynabeads™ His-Tag Isolation & Pulldown at room temperature for 10 min. After incubating, the 

prepared beads are thoroughly rinsed with wash buffer which contains 1 × NE buffer 2.1 and 0.02% Tween™-20, 

and stored at 4 °C for ready. 

 

Measurement of the zeta potential of RNPs-coated beads: 

The zeta potential of fresh preparation beads was determined by ZetaView system (Particle Metrix Inc.). RNPs-

coated beads were diluted in 1x PBS and 0.02% Tween-20 to an optimal concentration according to the 

manufacturer’s recommendations. 

 

Exploring the analytical performance of SPEEDi-CRISPR: 

SPEEDi-CRISPR assay contains the target enrichment step and the signal generation step. In the enrichment 

step, RNPs-coated beads were added into the sample (100 µL) that contains target DNA, 1 × NE buffer 2.1, and 

0.02% Tween™-20 and incubated at 37 °C. After enrichment, the supernatant is discarded, and post-enrichment 

RNPs-coated beads were added into the reaction buffer (20 µL) with 600 nM FQ-ssDNA reporter, 1 × NE buffer 

2.1 and 0.02% Tween™-20 and incubated at 37 °C for 80 min, and the end-time fluorescence intensity is 

measured. The final concentration of target DNA from the same sample in the 20 µL free-solution Cas12a 

reaction system is used to determine the analytical sensitivity. 

 

Spike serum sample for biosensor assay: 

Spike serum samples were purified by DNA Isolation Kit - Plasma/Serum (ab156893). Elution samples (100 µL) 

were detected by SPEEDi-CRISPR under optimal conditions. 

 

Quantification in heat-lysis serum samples with the SPEEDi-CRISPR assay: 

The biological serum samples were obtained from Innovative Research (MI, USA). 10 µL of serum is added to 

90 µL beads wash buffer, and the solution was heated to 95°C for 10 min to lyse samples and deactivate 

deoxyribonucleases. Finally, different concentrations of target DNA were added to the serum sample and were 

detected by SPEEDi-CRISPR. 

 

SPEEDi-CRISPR performed by portable device: 

A customer digital hotplate and a 450 nm LED illuminator were purchased from Amazon and Boli Optics, 

respectively, and were assembled with a scaffolding that was designed using AutoCAD 2022 and fabricated by 

3D printing (FormLabs Form 3+ SLA 3D printer). To achieve our assay in the portable device, hotplate heating at 

37 °C was used for both enrichment and reaction. Furthermore, shaking tubes by hand every 30 min could make 

the performance as good as that achieved by an incubator. Finally, the gray value of each reaction was analyzed 

by ImageJ software. 

 

SPEEDi-CRISPR performed by LFA: 

The LFA kit was purchased from Milenia Biotec (HybriDetect – Universal Lateral Flow Assay Kit). The lateral flow 

assay is using activated RNPs-coated beads to cleave the FAM-biotin labeled ssDNA reporter (Biotin-TTATT-

FAM, IDT). After the reaction, 80 µL of HybriDetect assay buffer was added to the 20-µL reaction supernatant 

and incubated at room temperature for 5 min. Milena HybriDetect1 lateral flow dipstick (TwistDx) is dipped into 

the mixture and incubated for 5 minutes at room temperature. Then, the dipstick is removed, and the results are 

interpreted immediately by photograph using a smartphone camera and analyzed by Image J. A negative control 

is an assay without target DNA and should have an intense line at the control line. Finally, the gray value of each 

reaction was analyzed by ImageJ software. 
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